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Ludlum 19A 201870 -- -- 10/21/2009 10/21/2010  N/A N/A N/A N/A N/A
Ludlum 19A 201887 -- -- 10/22/2009 10/22/2010  N/A N/A N/A N/A N/A
Ludlum 19 76244 -- -- 3/23/2010 3/23/2011  N/A N/A N/A N/A N/A
Ludlum 44-9 PR234132 177 219674 4/28/2010 4/28/2011  15 0.15 0.15 0 40-60
Ludlum 44-9 PR234151 177 219641 3/4/2010 3/4/2011  15 0.15 0.15 0 40-60 Coiled Cable
Ludlum 44-9 PR234201 177 219615 4/28/2010 4/28/2011  15 0.15 0.15 0 40-60
Ludlum 44-9 PR234261 177 219683 3/23/2010 3/23/2011  15 0.15 0.15 0 40-60
Ludlum 44-9 PR231325 12 223426 4/28/2010 4/28/2011  15 0.15 0.15 0 40-60
Ludlum 44-9 PR234092 12 218049 4/28/2010 4/28/2011  15 0.15 0.15 0 40-60
Ludlum 44-9-18 PR234666 12 223389 3/4/2010 3/4/2011  15 0.15 0.15 0 40-60
Ludlum 44-9-18 PR234678 12 223429 5/30/2009 5/30/2010 Send for Calibration 15 0.15 0.15 0 40-60
Ludlum 44-6 PR063951 3 71629 5/19/2008 5/19/2009 Send for Calibration N/A N/A N/A N/A N/A Not used
Ludlum 44-132 PR230675 193-6 219787 3/23/2010 3/23/2011  N/A N/A N/A N/A N/A
Ludlum 44-132 PR230756 193-6 219774 3/4/2010 3/4/2011  N/A N/A N/A N/A N/A
Ludlum 44-132 PR230767 193-6 219797 4/28/2010 4/28/2011  N/A N/A N/A N/A N/A
Ludlum 43-93 PR244548 2360 234865 10/22/2009 10/22/2010  100 0.2 0.15 3 300
Ludlum 43-93 PR245582 2360 234825 10/22/2009 10/22/2010  100 0.2 0.15 3 300
Ludlum 43-93 PR244531 2360 234874 5/19/2008 5/19/2009 Send for Calibration 100 0.2 0.15 3 300 Not used
Ludlum 43-93 PR244513 2360 234825 6/24/2008 6/24/2009 Send for Calibration 100 0.2 0.15 3 300 Not used
Ludlum 3502 76475 - PR070689 -- -- 4/15/2010 4/15/2011  N/A N/A N/A N/A N/A
Ludlum 3502 76484 - PR070690 -- -- 4/15/2010 4/15/2011  N/A N/A N/A N/A N/A
Ludlum 3030 222787 -- -- 3/23/2010 3/23/2011  N/A 0.35 0.19 0 46 bkgd in cpm
Ludlum 3030 234045 -- -- 5/30/2009 5/30/2010 Send for Calibration N/A 0.35 0.17 0 46 bkgd in cpm
Ludlum 3030 234068 -- -- 3/4/2010 3/4/2011  N/A 0.36 0.22 0 49 bkgd in cpm
Ludlum 3030 234074 -- -- 3/23/2010 3/23/2011  N/A 0.35 0.19 0 49 bkgd in cpm
Ludlum 44-2 PR119301 3 093724 10/22/2009 10/22/2010  N/A N/A N/A N/A N/A
Ludlum 44-2 PR131779 3 128562 N/A N/A N/A N/A N/A N/A N/A Not used
Ludlum 44-2 PR123799 3 90092 N/A N/A N/A N/A N/A N/A N/A Not used
Ludlum 44-2 PR121103 3 90130 N/A N/A N/A N/A N/A N/A N/A Not used
SAIC Exploranium 4669 -- -- 4/23/2009 4/23/2010 Send for Calibration N/A N/A N/A N/A N/A
SAIC Exploranium 4967 -- -- 6/1/2009 6/1/2010 Send for Calibration N/A N/A N/A N/A N/A

Ludlum 375-20 259122 44-137 PR272231/PR272228 1/13/2010 1/13/2011  N/A N/A N/A N/A N/A

Hi-Q AFC Complete 14863 3/18/2010 3/18/2011

Through 04/30/2010

CHDT Radiation Instruments


