APPENDIX B-5
March 1, 2010 Sampling Event



AEZ Laboratories, Inc. Analytical

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Report

March 29, 2010

Report to: Bill to:

Zach Rogers Accounts Payable

Energy Fuels Resources Corporation Energy Fuels Resources Corporation
44 Union Blvd. Suite 600 44 Union Blvd. Suite 600
Lakewood, CO 80228 Lakewood, CO 80228

Project ID: PINION RIDGE
ACZ Project ID: L80926

Zach Rogers:

Enclosed are the analytical results for sample(s) submitted to ACZ Laboratories, Inc. (ACZ) on March 03,
2010. This project has been assigned to ACZ's project number, L80926. Please reference this number in all
future inquiries.

All analyses were performed according to ACZ's Quality Assurance Plan. The enclosed results relate only to
the samples received under L80926. Each section of this report has been reviewed and approved by the
appropriate Laboratory Supervisor, or a qualified substitute.

Except as noted, the test results for the methods and parameters listed on ACZ's current NELAC certificate
letter (#ACZ) meet all requirements of NELAC.

This report shall be used or copied only in its entirety. ACZ is not responsible for the consequences arising
from the use of a partial report.

All samples and sub-samples associated with this project will be disposed of after April 29, 2010. If the
samples are determined to be hazardous, additional charges apply for disposal (typically less than
$10/sample). If you would like the samples to be held longer than ACZ's stated policy or to be returned, please
contact your Project Manager or Customer Service Representative for further details and associated costs.
ACZ retains analytical reports for five years.

If you have any questions or other needs, please contact your Project Manager.

=T

Tony Antalek has reviewed and
approved this report.

ACIL
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ACZ Laboratories, Inc. Case

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 Narrative

Energy Fuels Resources Corporation March 29, 2010

Project ID: PINION RIDGE
ACZ Project ID: L80926

Sample Receipt

ACZ Laboratories, Inc. (ACZ) received 4 miscellaneous samples from Energy Fuels Resources Corporation on March 3,
2010. The samples were received in good condition. Upon receipt, the sample custodian removed the samples from the
cooler, inspected the contents, and logged the samples into ACZ's computerized Laboratory Information Management
System (LIMS). The samples were assigned ACZ LIMS project number L80926. The custodian verified the sample
information entered into the computer against the chain of custody (COC) forms and sample bottle labels.

Holding Times

All analyses were performed within EPA recommended holding times.

Sample Analysis

These samples were analyzed for inorganic and radiochemistry parameters. The individual methods are referenced on both
the ACZ invoice and the analytical reports. The extended qualifier reports may contain footnotes qualifying specific elements
due to QC failures. In addition the following has been noted with this specific project:

1. The Total Radium 226 analyses were qualified with the ACZ 'N1' flag as the matrix spike data was based on a dissolved
workgroup due to insufficient sample.
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AEZ Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L80926-01
Project ID: PINION RIDGE Date Sampled: 03/01/10 09:42
Sample ID: SW-1 Date Received: 03/03/10

Sample Matrix: Surface Water

Inorganic Prep

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst
Total Hot Plate M200.2 ICP * 03/08/10 16:50 ear
Digestion

Metals Analysis

Parameter EPA Method Result ~ Qual XQ Units  MDL PQL
Aluminum, dissolved  M200.7 ICP 0.37 mg/L 0.03 0.2  03/05/10 19:20 ear
Antimony, dissolved M200.8 ICP-MS 0.0011 B mg/L 0.0004 0.002 03/13/10 2:58 msh
Arsenic, dissolved M200.8 ICP-MS 0.0144 mg/L 0.0005 0.002 03/15/10 18:53 msh
Barium, dissolved M200.7 ICP 0.188 mg/L 0.003 0.02 03/05/10 19:20 ear
Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01  03/08/10 16:22 ear
Cadmium, dissolved = M200.8 ICP-MS 0.0002 B mg/L 0.0001 0.0005 03/13/10 2:58 msh
Chromium, total M200.7 ICP 0.30 mg/L 0.05 0.3  03/09/10 16:00 ear
Copper, dissolved M200.7 ICP 0.02 B mg/L 0.01 0.05 03/05/10 19:20 ear
Iron, dissolved M200.7 ICP 0.27 mg/L 0.02 0.05 03/05/10 19:20 ear
Lead, dissolved M200.8 ICP-MS 0.0008 mg/L 0.0001 0.0005 03/13/102:58 msh
Manganese, dissolved M200.7 ICP 0.431 mg/L 0.005 0.03  03/05/10 19:20 ear
Mercury, dissolved M245.1 CVAA U mg/L 0.0002 0.001 03/11/10 18:56 pmc
Molybdenum, dissolved M200.7 ICP u mg/L 0.01 0.05 03/05/10 19:20 ear
Nickel, dissolved M200.8 ICP-MS 0.0050 mg/L 0.0006 0.003 03/13/10 2:58 msh
Potassium, dissolved M200.7 ICP 28.6 mg/L 0.3 2 03/05/10 19:20 ear
Selenium, dissolved ~ M200.8 ICP-MS 0.0006 mg/L 0.0001 0.0005 03/13/10 2:58 msh
Silver, dissolved M200.7 ICP U * mg/L 0.01 0.03  03/05/10 19:20 ear
Thallium, dissolved M200.8 ICP-MS U mg/L 0.0001 0.0005 03/13/10 2:58 msh
Uranium, dissolved M200.8 ICP-MS 0.0007 mg/L 0.0001 0.0005 03/13/102:58 msh
Vanadium, dissolved  M200.7 ICP 0.011 B mg/L 0.005 0.03  03/08/10 16:22 ear
Zinc, dissolved M200.8 ICP-MS 0.009 mg/L 0.002 0.005 03/13/102:58 msh
Wet Chemistry
Parameter EPA Method Result  Qual XQ  Units MDL  PQL
Fluoride SM4500F-C U * mg/L 0.5 3 03/10/10 16:17 jif
Lab Filtration SM 3030 B * 03/03/10 13:30 abm
Lab Filtration & SM 3030 B * 03/04/10 10:45 iig
Acidification
Lab Filtration & SM 3030 B * 03/03/10 14:03 aeh/ear
Acidification
Nitrate/Nitrite as N M353.2 - H2SO4 preserved 0.11 * mg/L 0.02 0.1 03/18/10 21:53 pib
pH (lab) SM4500H+ B

pH 8.0 H * units 0.1 0.1 03/03/10 0:00 abm

pH measured at 22.0 C 0.1 0.1 03/03/10 0:00 abm
Residue, Filterable SM2540C 1580 mg/L 10 20  03/03/10 12:44 jif
(TDS) @180C
Residue, Non- SM2540D 5320 * mg/L 50 200 03/04/10 11:03 jic
Filterable (TSS)
@105C
REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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AEZ Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L80926-02
Project ID: PINION RIDGE Date Sampled: 03/01/10 12:32
Sample ID: SW-2 Date Received: 03/03/10

Sample Matrix: Surface Water

Inorganic Prep

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Total Hot Plate M200.2 ICP * 03/09/10 16:26 ear
Digestion

Metals Analysis

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Aluminum, dissolved  M200.7 ICP 0.85 mg/L 0.03 0.2  03/05/10 19:24 ear
Antimony, dissolved M200.8 ICP-MS 0.0010 B mg/L 0.0008 0.004 03/13/10 3:03 msh
Arsenic, dissolved M200.8 ICP-MS 0.015 mg/L 0.001 0.004 03/15/10 18:58 msh
Barium, dissolved M200.7 ICP 0.177 mg/L 0.003 0.02 03/05/10 19:24 ear
Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01  03/08/10 16:32 ear
Cadmium, dissolved = M200.8 ICP-MS 0.0003 B mg/L 0.0002 0.001 03/13/10 3:03 msh
Chromium, total M200.7 ICP 0.18 B mg/L 0.05 0.3  03/10/10 16:09 ear
Copper, dissolved M200.7 ICP u mg/L 0.01 0.05 03/05/10 19:24 ear
Iron, dissolved M200.7 ICP 0.19 mg/L 0.02 0.05 03/05/10 19:24 ear
Lead, dissolved M200.8 ICP-MS 0.0010 mg/L 0.0002 0.001 03/13/10 3:03 msh
Manganese, dissolved M200.7 ICP 0.160 mg/L 0.005 0.03 03/05/10 19:24 ear
Mercury, dissolved M245.1 CVAA U mg/L 0.0002 0.001 03/11/10 19:02 pmc
Molybdenum, dissolved M200.7 ICP u mg/L 0.01 0.05 03/05/10 19:24 ear
Nickel, dissolved M200.8 ICP-MS 0.003 B mg/L 0.001  0.006 03/13/10 3:03 msh
Potassium, dissolved M200.7 ICP 25.0 mg/L 0.3 2 03/05/10 19:24 ear
Selenium, dissolved ~ M200.8 ICP-MS 0.0006 B mg/L 0.0002 0.001 03/13/10 3:03 msh
Silver, dissolved M200.7 ICP U * mg/L 0.01 0.03  03/05/10 19:24 ear
Thallium, dissolved M200.8 ICP-MS U mg/L 0.0002 0.001 03/13/10 3:03 msh
Uranium, dissolved M200.8 ICP-MS 0.0004 B mg/L 0.0002 0.001 03/13/10 3:03 msh
Vanadium, dissolved  M200.7 ICP U mg/L 0.005 0.03  03/08/10 16:32 ear
Zinc, dissolved M200.8 ICP-MS 0.008 B mg/L 0.004 0.01  03/13/10 3:03 msh

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Fluoride SM4500F-C U * mg/L 0.5 3 03/10/10 16:21 jif
Lab Filtration SM 3030 B * 03/03/10 13:33 abm
Lab Filtration & SM 3030 B * 03/04/10 10:45 iig
Acidification
Lab Filtration & SM 3030 B * 03/03/10 14:21 aeh/ear
Acidification
Nitrate/Nitrite as N M353.2 - H2SO4 preserved 0.04 B * mg/L 0.02 0.1 03/18/10 21:56 pib
pH (lab) SM4500H+ B
pH 8.3 H * units 0.1 0.1 03/03/10 0:00 abm
pH measured at 22.0 C 0.1 0.1 03/03/10 0:00 abm
Residue, Filterable SM2540C 2040 mg/L 10 20 03/03/10 13:17 jif
(TDS) @180C
Residue, Non- SM2540D 6510 * mg/L 50 200 03/04/10 11:05 jic
Filterable (TSS)
@105C
REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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/II:Z Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L80926-03
Project ID: PINION RIDGE Date Sampled: 03/01/10 00:00
Sample ID: SW-DUP Date Received: 03/03/10

Sample Matrix: Surface Water

Metals Analysis

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Aluminum, dissolved = M200.7 ICP 0.55 mg/L 0.03 0.2  03/05/10 19:33 ear
Antimony, dissolved ~ M200.8 ICP-MS 0.0006 B mg/L 0.0004 0.002 03/13/10 3:08 msh
Arsenic, dissolved M200.8 ICP-MS 0.0078 mg/L 0.0005 0.002 03/15/10 19:04 msh
Barium, dissolved M200.7 ICP 0.113 mg/L 0.003 0.02 03/08/10 16:35 ear
Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01  03/08/10 16:35 ear
Cadmium, dissolved =~ M200.8 ICP-MS 0.0001 B mg/L 0.0001 0.0005 03/13/10 3:08 msh
Copper, dissolved M200.7 ICP 0.02 B mg/L 0.01 0.05 03/05/10 19:33 ear
Iron, dissolved M200.7 ICP 0.38 mg/L 0.02 0.05 03/05/10 19:33 ear
Lead, dissolved M200.8 ICP-MS 0.0003 B mg/L 0.0001 0.0005 03/13/10 3:08 msh
Manganese, dissolved M200.7 ICP 0.069 mg/L 0.005 0.03  03/05/10 19:33 ear
Mercury, dissolved M245.1 CVAA u mg/L 0.0002 0.001 03/11/10 19:05 pmc
Molybdenum, dissolved M200.7 ICP u mg/L 0.01 0.05 03/05/10 19:33 ear
Nickel, dissolved M200.8 ICP-MS 0.0045 mg/L 0.0006 0.003 03/13/10 3:08 msh
Potassium, dissolved M200.7 ICP 23.6 mg/L 0.3 2 03/05/10 19:33 ear
Selenium, dissolved =~ M200.8 ICP-MS 0.0006 mg/L 0.0001 0.0005 03/13/10 3:08 msh
Silver, dissolved M200.7 ICP u * mg/L 0.01 0.03  03/05/10 19:33 ear
Thallium, dissolved M200.8 ICP-MS u mg/L 0.0001 0.0005 03/13/10 3:08 msh
Uranium, dissolved M200.8 ICP-MS 0.0003 B mg/L 0.0001 0.0005 03/13/10 3:08 msh
Vanadium, dissolved  M200.7 ICP 0.011 B mg/L 0.005 0.03 03/08/10 16:35 ear
Zinc, dissolved M200.8 ICP-MS 0.016 mg/L 0.002 0.005 03/13/10 3:08 msh

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Lab Filtration SM 3030 B * 03/03/10 13:35 abm
Lab Filtration & SM 3030 B * 03/03/10 14:40 aeh/ear
Acidification

REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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AEZ Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L80926-04
Project ID: PINION RIDGE Date Sampled: 03/01/10 16:40
Sample ID: SW-3 Date Received: 03/03/10

Sample Matrix: Surface Water

Inorganic Prep

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Total Hot Plate M200.2 ICP * 03/09/10 17:06 ear
Digestion

Metals Analysis

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Aluminum, dissolved  M200.7 ICP 0.54 mg/L 0.03 0.2  03/05/10 19:36 ear
Antimony, dissolved M200.8 ICP-MS u mg/L 0.0008 0.004 03/13/103:13 msh
Arsenic, dissolved M200.8 ICP-MS 0.006 mg/L 0.001 0.004 03/15/10 19:09 msh
Barium, dissolved M200.7 ICP 0.135 * mg/L 0.003 0.02 03/05/10 19:36 ear
Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01  03/08/10 16:45 ear
Cadmium, dissolved = M200.8 ICP-MS U mg/L 0.0002 0.001 03/13/10 3:13 msh
Chromium, total M200.7 ICP 0.28 B mg/L 0.05 0.3  03/10/10 16:18 ear
Copper, dissolved M200.7 ICP 0.02 B mg/L 0.01 0.05 03/05/10 19:36 ear
Iron, dissolved M200.7 ICP 0.36 mg/L 0.02 0.05 03/05/10 19:36 ear
Lead, dissolved M200.8 ICP-MS 0.0004 B mg/L 0.0002 0.001 03/13/10 3:13 msh
Manganese, dissolved M200.7 ICP 0.056 mg/L 0.005 0.03 03/05/10 19:36 ear
Mercury, dissolved M245.1 CVAA U mg/L 0.0002 0.001 03/11/10 19:07 pmc
Molybdenum, dissolved M200.7 ICP u mg/L 0.01 0.05 03/05/10 19:36 ear
Nickel, dissolved M200.8 ICP-MS 0.008 mg/L 0.001  0.006 03/13/10 3:13 msh
Potassium, dissolved M200.7 ICP 25.2 mg/L 0.3 2 03/05/10 19:36 ear
Selenium, dissolved ~ M200.8 ICP-MS 0.0006 B mg/L 0.0002 0.001 03/13/10 3:13 msh
Silver, dissolved M200.7 ICP U * mg/L 0.01 0.03  03/05/10 19:36 ear
Thallium, dissolved M200.8 ICP-MS U mg/L 0.0002 0.001 03/13/10 3:13 msh
Uranium, dissolved M200.8 ICP-MS 0.0003 B mg/L 0.0002 0.001 03/13/10 3:13 msh
Vanadium, dissolved = M200.7 ICP 0.006 B mg/L 0.005 0.03 03/08/10 16:45 ear
Zinc, dissolved M200.8 ICP-MS 0.028 mg/L 0.004 0.01  03/13/10 3:13 msh

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Fluoride SM4500F-C U * mg/L 0.5 3 03/10/10 16:27 jif
Lab Filtration SM 3030 B * 03/03/10 13:37 abm
Lab Filtration & SM 3030 B * 03/04/10 10:45 jiig
Acidification
Lab Filtration & SM 3030 B * 03/03/10 14:58 aeh/ear
Acidification
Nitrate/Nitrite as N M353.2 - H2SO4 preserved 0.02 B * mg/L 0.02 0.1 03/18/10 21:59 pib
pH (lab) SM4500H+ B
pH 8.3 H * units 0.1 0.1 03/03/10 0:00 abm
pH measured at 22.0 C 0.1 0.1 03/03/10 0:00 abm
Residue, Filterable SM2540C 3120 mg/L 10 20 03/03/10 13:49 jif
(TDS) @180C
Residue, Non- SM2540D 11200 * mg/L 50 200 03/04/10 11:06 jic
Filterable (TSS)
@105C
REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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ACZ Laboratories, Inc. Inorganic

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Reference

Report Header Explanations

Batch
Found
Limit
Lower
MDL
PCN/SCN
PQL
QC
Rec
RPD
Upper
Sample

A distinct set of samples analyzed at a specific time

Value of the QC Type of interest

Upper limit for RPD, in %.

Lower Recovery Limit, in % (except for LCSS, mg/Kg)

Method Detection Limit. Same as Minimum Reporting Limit. Allows for instrument and annual fluctuations.
A number assigned to reagents/standards to trace to the manufacturer's certificate of analysis
Practical Quantitation Limit, typically 5 times the MDL.

True Value of the Control Sample or the amount added to the Spike

Amount of the true value or spike added recovered, in % (except for LCSS, mg/Kg)

Relative Percent Difference, calculation used for Duplicate QC Types

Upper Recovery Limit, in % (except for LCSS, mg/Kg)

Value of the Sample of interest

QC Sample Types

AS
ASD
CcCB
ccv
DUP
ICB
ICV
ICSAB
LCSS
LCSSD
LCSW

Analytical Spike (Post Digestion) LCSWD Laboratory Control Sample - Water Duplicate
Analytical Spike (Post Digestion) Duplicate LFB Laboratory Fortified Blank

Continuing Calibration Blank LFM Laboratory Fortified Matrix

Continuing Calibration Verification standard LFMD Laboratory Fortified Matrix Duplicate
Sample Duplicate LRB Laboratory Reagent Blank

Initial Calibration Blank MS Matrix Spike

Initial Calibration Verification standard MSD Matrix Spike Duplicate

Inter-element Correction Standard - A plus B solutions PBS Prep Blank - Soil

Laboratory Control Sample - Soil PBW Prep Blank - Water

Laboratory Control Sample - Soil Duplicate PQV Practical Quantitation Verification standard
Laboratory Control Sample - Water SDL Serial Dilution

QC Sample Type Explanations

Blanks Verifies that there is no or minimal contamination in the prep method or calibration procedure.
Control Samples Verifies the accuracy of the method, including the prep procedure.

Duplicates Verifies the precision of the instrument and/or method.

Spikes/Fortified Matrix Determines sample matrix interferences, if any.

Standard Verifies the validity of the calibration.

ACZ Qualifiers

B
H
U

(Qual)

Analyte concentration detected at a value between MDL and PQL. The associated value is an estimated quantity.
Analysis exceeded method hold time. pH is a field test with an immediate hold time.

The material was analyzed for, but was not detected above the level of the associated value.

The associated value is either the sample quantitation limit or the sample detection limit.

Method References

@
@
©)
®)
(6)

EPA 600/4-83-020. Methods for Chemical Analysis of Water and Wastes, March 1983.

EPA 600/R-93-100. Methods for the Determination of Inorganic Substances in Environmental Samples, August 1993.
EPA 600/R-94-111. Methods for the Determination of Metals in Environmental Samples - Supplement I, May 1994.
EPA SW-846. Test Methods for Evaluating Solid Waste, Third Edition with Update 1ll, December 1996.

Standard Methods for the Examination of Water and Wastewater, 19th edition, 1995 & 20th edition (1998).

Comments

1) QC results calculated from raw data. Results may vary slightly if the rounded values are used in the calculations.
2) Soil, Sludge, and Plant matrices for Inorganic analyses are reported on a dry weight basis.
?3) Animal matrices for Inorganic analyses are reported on an "as received" basis.
4) An asterisk in the "XQ" column indicates there is an extended qualifier and/or certification qualifier
associated with the result.
For a complete list of ACZ's Extended Qualifiers, please click: http://www.acz.com/public/extquallist.pdf

REPIN09.12.29.01r Page 7of 34



Inorganic QC

AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493

Summary

Energy Fuels Resources Corporation ACZ Project ID: L80926

Project ID: PINION RIDGE

Aluminum, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG278842

WG278842ICV ICV 03/05/10 18:40  11100202-1 2 2.005 mg/L 100.3 95 105

WG278842ICB ICB 03/05/10 18:44 u mg/L -0.09 0.09
WG278842PQV PQV 03/05/10 18:47 11100219-2 15 181 mg/L 120.7 70 130

WG278842SIC SIC 03/05/10 18:50  11100215-1 200.15 203.215 mg/L 101.5 1 200
WG278842LFB LFB 03/05/10 18:56  11100302-2 1 1.042 mg/L 104.2 85 115

L80863-01AS AS 03/05/10 19:05  11100302-2 1 .06 1.083 mg/L 102.3 85 115

L80863-01ASD ASD 03/05/10 19:08  11100302-2 1 .06 1.096 mg/L 103.6 85 115 119 20
WG278842CCV1 ccv 03/05/10 19:27  11100202-2 1 1.001 mg/L 100.1 90 110
WG278842CCB1 CCB 03/05/10 19:30 .042 mg/L -0.09 0.09
WG278842CCV2 ccv 03/05/10 20:.03  11100202-2 1 1.032 mg/L 103.2 90 110
WG278842CCB2 CCB 03/05/10 20:06 .043 mg/L -0.09 0.09
WG278842CCV3 Cccv 03/05/10 20:25  11100202-2 1 1.025 mg/L 102.5 90 110
WG278842CCB3 CCB 03/05/10 20:28 .035 mg/L -0.09 0.09

Antimony, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit
WG279176

WG279176ICV ICV 03/13/10 2:37 MS100223-6 .02 .02016  mg/L 100.8 90 110

WG279176ICB ICB 03/13/10 2:42 u mg/L -0.00088 0.00088
WG279176PQV PQV 03/13/10 2:47 MS100303-2 .002 .0026 mg/L 130 70 130
WG279176LFB LFB 03/13/10 2:53 MS100223-7 .01 .01034  mg/L 103.4 85 115
WG279176CCV1 ccv 03/13/10 3:34 MS100223-8 .0125 .0124 mg/L 99.2 90 110
WG279176CCB1 CCB 03/13/10 3:39 u mg/L -0.0012  0.0012

L80988-01AS AS 03/13/10 3:44 MS100223-7 .01 .0085 .01884 mg/L 103.4 70 130

L80988-01ASD ASD 03/13/10 3:50 MS100223-7 .01 .0085 .01899 mg/L 104.9 70 130 079 20
WG279176CCV2 Cccv 03/13/10 4:36 MS100223-8 .0125 .01236 mg/L 98.9 90 110
WG279176CCB2 CCB 03/13/10 4:41 u mg/L -0.0012  0.0012
WG279176CCV3 ccv 03/13/10 5:23 MS100223-8 .0125 .01232  mg/L 98.6 90 110
WG279176CCB3 CCB 03/13/10 5:28 u mg/L -0.0012  0.0012

Arsenic, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279196

WG279196ICV ICV 03/15/10 18:32  MS100223-6 .05 .05223 mg/L 104.5 90 110

WG2791961CB ICB 03/15/10 18:37 u mg/L -0.0011  0.0011
WG279196PQV PQV 03/15/10 1843  MS100303-2  .002002 .00206 mg/L 102.9 70 130
WG279196LFB LFB 03/15/10 18:48  MS100223-7 .05005 .04947  mg/L 98.8 85 115
WG279196CCV1 ccv 03/15/10 19:30  MS100315-5 .25025 2453 mg/L 98 90 110
WG279196CCB1 CCB 03/15/10 19:35 u mg/L -0.0015  0.0015

L80999-03AS AS 03/15/10 19:45  MS100223-7 .05005 U .05383 mg/L 107.6 70 130
L80999-03ASD ASD 03/15/10 19:.50  MS100223-7 .05005 U .0542 mg/L 108.3 70 130 068 20
WG279196CCV2 ccv 03/15/10 20:32  MS100315-5 .25025 2459 mg/L 98.3 90 110
WG279196CCB2 CCB 03/15/10 20:37 u mg/L -0.0015  0.0015
WG279196CCV3 ccv 03/15/10 21:13  MS100315-5 .25025 2439 mg/L 97.5 90 110
WG279196CCB3 CCB 03/15/10 21:18 u mg/L -0.0015  0.0015
WG279196CCV4 ccv 03/15/1021:29  MS100315-5 .25025 2416 mg/L 96.5 90 110
WG279196CCB4 CCB 03/15/10 21:34 u mg/L -0.0015  0.0015

REPIN.01.06.05.01
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L80926
Project ID: PINION RIDGE

Barium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG278842

WG278842ICV ICV  03/05/10 18:40  11100202-1 2 20467 mgl  102.3 95 105

WG278842ICB ICB  03/05/10 18:44 u mg/L 0009  0.009
WG278842PQV PQV  03/05/10 18:47  11100219-2 015 016 mglL 1067 70 130

WG278842SIC SIC  03/05/10 18:50  11100215-1 A 099  mglL 99 80 120
WG278842LFB LFB  03/05/10 18:56  11100302-2 5 5114  mgl  102.3 85 115

L80863-01AS AS 03/05/10 19:05  11100302-2 5 008 5167 mglL  101.7 85 115

L80863-01ASD ASD  03/05/10 19:08  11100302-2 5 008 5216 mglL 1027 85 15 094 20
WG278842CCV1 CCV  03/05/10 19:27  11100202-2 1 10044 mgll  100.4 90 110
WG278842CCB1 ~ CCB  03/05/10 19:30 0031 mglL -0.009  0.009
WG278842CCV2  CCV  03/05/10 20:03  11100202-2 1 9873  mglL 987 90 110
WG278842CCB2  CCB  03/05/10 20:06 0122 mglL -0.009  0.009 BB
WG278842CCV3  CCV  03/05/1020:25  11100202-2 1 9887 mglL 989 20 110

WG278890

WG278890ICV ICV  03/08/1015:59  11100202-1 2 19352 mglL  96.8 95 105

WG278890ICB ICB  03/08/10 16:03 u mg/L 0009  0.009
WG278890PQV PQV  03/08/10 16:06  11100219-2 015 0161 mglL 1073 70 130

WG278890SIC SIC  03/08/10 16:09  11100215-1 1 0963 mglL  96.3 80 120
WG278890LFB LFB  03/08/10 16:16  11100302-2 5 4873  mglL 975 85 115

L80926-01AS AS 03/08/10 16:26  11100302-2 5 205 7157  mglL  102.1 85 115

L80926-01ASD ASD  03/08/10 16:29  11100302-2 5 205 7103  mglL  101.1 85 15 076 20
WG278890CCV1 CCV  03/08/10 16:39  11100202-2 1 9858 mglL 986 90 110
WG278890CCB1 ~ CCB  03/08/10 16:42 u mg/L -0.009  0.009
WG278890CCV2  CCV  03/08/10 17:18  11100202-2 1 9898  mglL 99 90 110
WG278890CCB2  CCB  03/08/10 17:21 u mg/L 0.009  0.009
WG278890CCV3  CCV  03/08/10 17:25  11100202-2 1 9977  mglL  99.8 90 110
WG278890CCB3  CCB  03/08/10 17:28 u mg/L 0.009  0.009

Beryllium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG278890

WG278890ICV ICV  03/08/10 15:59  11100202-1 2 19277 mgll 964 95 105

WG278890ICB ICB  03/08/10 16:03 u mg/L -0.006  0.006
WG278890PQV PQV  03/08/10 16:06  11100219-2 .01 0107 mgiL 107 70 130

WG278890SIC SIC  03/08/10 16:09  11100215-1 1 0954 mglL 954 80 120
WG278890LFB LFB  03/08/10 16:16  11100302-2 5 4926 mgl 985 85 115

L80926-01AS AS 03/08/10 16:26  11100302-2 5 U 5139  mgl 1028 85 115

L80926-01ASD ASD  03/08/10 16:29  11100302-2 5 U 5116 mglL  102.3 85 15 045 20
WG278890CCV1 CCV  03/08/10 16:39  11100202-2 1 10024 mglL  100.2 90 110
WG278890CCB1 ~ CCB  03/08/10 16:42 u mg/L -0.006  0.006
WG278890CCV2  CCV  03/08/10 17:18  11100202-2 1 10019 mgl  100.2 90 110
WG278890CCB2  CCB  03/08/10 17:21 u mg/L -0.006  0.006
WG278890CCV3  CCV  03/08/10 17:25  11100202-2 1 10111 mgll  101.1 90 110
WG278890CCB3  CCB  03/08/10 17:28 u mg/L -0.006  0.006
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/II:Z Laboratories, Inc.

2773 Downbhill Drive

Steamboat Springs, CO 80487

(800) 334-5493

Inorganic QC

Summary

Energy Fuels Resources Corporation

ACZ Project ID: L80926

Project ID: PINION RIDGE

Cadmium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit
WG279176

WG279176ICV ICV 03/13/10 2:37 MS100223-6 .05 .05046 mg/L 100.9 90 110
WG2791761CB ICB 03/13/10 2:42 U mg/L -0.00022 0.00022
WG279176PQV PQV 03/13/10 2:47 MS100303-2 .0005005 .00052 mg/L 103.9 70 130

WG279176LFB LFB 03/13/10 2:53 MS100223-7 .05005 .05105 mg/L 102 85 115
WG279176CCV1 CCv 03/13/10 3:34 MS100223-8 .1001 L1011 mg/L 101 90 110
WG279176CCB1 CCB 03/13/10 3:39 u mg/L -0.0003  0.0003

L80988-01AS AS 03/13/10 3:44 MS100223-7 .05005 U .05215 mg/L 104.2 70 130

L80988-01ASD ASD 03/13/10 3:50 MS100223-7 .05005 U .0519 mg/L 103.7 70 130 0.48 20
WG279176CCV2 Cccv 03/13/10 4:36 MS100223-8 .1001 .1004 mg/L 100.3 90 110
WG279176CCB2 CCB 03/13/10 4:41 U mg/L -0.0003  0.0003
WG279176CCV3 Cccv 03/13/10 5:23 MS100223-8 .1001 101 mg/L 100.9 90 110
WG279176CCB3 CCB 03/13/10 5:28 U mg/L -0.0003  0.0003
Chromium, total M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit
WG278981

WG2789811CV ICV 03/09/10 15:34  11100202-3 2 1.915 mg/L 95.8 95 105
WG2789811CB ICB 03/09/10 15:37 U mg/L -0.03 0.03
WG278981PQV PQV 03/09/10 15:41 11100219-2 .05 .055 mg/L 110 70 130

WG278981SIC SIC 03/09/10 15:44  11100212-4 A 104 mg/L 104 80 120
WG278931LRB LRB 03/09/10 15:50 U mg/L -0.022 0.022
WG278931LFB LFB 03/09/10 15:54  11100302-2 5 .503 mg/L 100.6 85 115
L80926-01LFM LFM 03/09/10 16:04  II5XWATER 25 3 2.836 mg/L 101.4 70 130
L80926-01LFMD LFMD  03/09/10 16:07 II5XWATER 25 3 2.807 mg/L 100.3 70 130 1.03 20
WG278981CCV1 Cccv 03/09/10 16:13  11100202-4 1 .995 mg/L 99.5 90 110
WG278981CCB1 CCB 03/09/10 16:17 U mg/L -0.03 0.03
WG278981CCV2 CCv 03/09/10 16:53  11100202-4 1 .985 mg/L 98.5 90 110
WG278981CCB2 CCB 03/09/10 16:56 u mg/L -0.03 0.03
WG278981CCV3 ccv 03/09/10 17:29  11100202-4 1 1.041 mg/L 104.1 90 110
WG278981CCB3 CCB 03/09/10 17:32 U mg/L -0.03 0.03

WG279029

WG2790291CV ICV 03/10/10 15:46  11100202-3 2 1.973 mg/L 98.7 95 105

WG279029ICB ICB 03/10/10 15:50 u mg/L -0.03 0.03
WG279029PQV PQV 03/10/10 15:53  11100219-2 .05 .046 mg/L 92 70 130

WG279029SIC SIC 03/10/10 15:56  11100212-4 A 116 mg/L 116 80 120
WG278995LRB LRB 03/10/10 16:03 U mg/L -0.022 0.022
WG278995LFB LFB 03/10/10 16:06 11100302-2 5 481 mg/L 96.2 85 115
L80926-02LFM LFM 03/10/10 16:12  [ISXWATER 2.5 .18 2.759 mg/L 103.2 70 130
L80926-02LFMD LFMD 03/10/10 16:15  lISXWATER 2.5 18 2.806 mg/L 105 70 130 1.69 20
WG279029CCV1 CCcv 03/10/10 16:34  11100202-2 1 1.021 mg/L 102.1 90 110
WG279029CCB1 CCB 03/10/10 16:37 U mg/L -0.03 0.03
WG279029CCV2 ccv 03/10/10 17:12  11100202-2 1 1.008 mg/L 100.8 90 110
WG279029CCB2 CCB 03/10/10 17:15 U mg/L -0.03 0.03
WG279029CCV3 Cccv 03/10/10 17:37  11100202-2 1 1.018 mg/L 101.8 90 110
WG279029CCB3 CCB 03/10/10 17:41 u mg/L -0.03 0.03
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L80926
Project ID: PINION RIDGE

Copper, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG278842

WG278842ICV ICV  03/05/10 18:40  11100202-1 2 1977 mglL 989 95 105

WG278842ICB ICB 03/05/10 18:44 u mg/L -0.03 0.03
WG278842PQV PQV  03/05/10 18:47  11100219-2 05 054  mglL 108 70 130

WG278842SIC SIC  03/05/1018:50  11100215-1 1 105  mglL 105 80 120
WG278842LFB LFB  03/05/10 18:56  11100302-2 5 513 mglL 1026 85 115

L80863-01AS AS 03/05/10 19:05  11100302-2 5 .05 558  mglL  101.6 85 115

L80863-01ASD ASD  03/05/10 19:08  11100302-2 5 .05 569 mglL  103.8 85 15 195 20
WG278842CCV1 CCV  03/05/10 19:27  11100202-2 1 98 mg/L 98 90 110
WG278842CCB1 ~ CCB  03/05/10 19:30 u mg/L -0.03 0.03
WG278842CCV2  CCV  03/05/10 20:03  11100202-2 1 97 mg/L 97 90 110
WG278842CCB2  CCB  03/05/10 20:06 u mg/L -0.03 0.03
WG278842CCV3  CCV  03/05/1020:25  11100202-2 1 972 mglL 972 90 110
WG278842CCB3  CCB  03/05/10 20:28 u mg/L -0.03 0.03

Fluoride SM4500F-C

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279050

WG279050ICV ICV  03/10/10 15:34  WC100225-1 2 197  mglL 985 95 105

WG279050ICB ICB 03/10/10 15:42 u mg/L 03 0.3
WG279050PQV PQV  03/10/10 1546 WC100112-2 5 5 mg/L 100 70 130
WG279050LFB1 LFB  03/10/10 1549 WC100112-3 5 495  mgl 99 90 110

L80888-02DUP DUP  03/10/10 15:59 24 208  mglL 143 20
L80888-03AS AS 03/10/10 16:09  WC100112-3 50 66 986 mglL 652 90 110 M2
WG279050CCV1  CCV  03/10/10 16:40  WC100225-1 2 195 mglL 975 90 110
WG279050CCB1 ~ CCB  03/10/10 16:48 U mg/L 0.3 0.3
WG279050CCV2  CCV  03/10/10 17:28  WC100225-1 2 199  mgL 995 90 110
WG279050CCB2 ~ CCB  03/10/10 17:36 u mg/L 03 0.3
WG279050LFB2 LFB  03/10/1018:08 WC100112-3 5 477  mglL 954 90 110
WG279050CCV3  CCV  03/10/10 1820  WC100225-1 2 197  mglL 985 90 110
WG279050CCB3 ~ CCB  03/10/10 18:28 u mg/L 03 0.3
WG279050CCV4  CCV  03/10/10 19:11  WC100225-1 2 2.01 mg/l 1005 90 110
WG279050CCB4  CCB  03/10/10 19:19 U mg/L 0.3 0.3
WG279050CCV5 ~ CCV  03/10/1020:11  WC100225-1 2 197  mgl 985 90 110
WG279050CCB5 ~ CCB  03/10/10 20:18 u mg/L 03 0.3
WG279050CCV6  CCV  03/10/10 20:29  WC100225-1 2 2.01 mg/L  100.5 90 110
WG279050CCB6 ~ CCB  03/10/10 20:36 U mg/L 0.3 0.3
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AEZ Laboratories, Inc.

2773 Downbhill Drive

Steamboat Springs, CO 80487

(800) 334-5493

Energy Fuels Resources Corporation

Inorganic QC

Summary

ACZ Project ID: L80926

Project ID: PINION RIDGE

Iron, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit
WG278842

WG278842ICV ICV 03/05/10 18:40  11100202-1 2 2.006 mg/L 100.3 95 105

WG2788421CB ICB 03/05/10 18:44 U mg/L -0.06 0.06
WG278842PQV PQV 03/05/10 18:47 11100219-2 .05 .056 mg/L 112 70 130

WG278842SIC SIC 03/05/10 18:50  11100215-1 200.05 190.005 mg/L 95 1 200
WG278842LFB LFB 03/05/10 18:56  11100302-2 1 1.049 mg/L 104.9 85 115

L80863-01AS AS 03/05/10 19:05  11100302-2 1 .08 1.051 mg/L 97.1 85 115

L80863-01ASD ASD 03/05/10 19:08  11100302-2 1 .08 1.067 mg/L 98.7 85 115 1.51 20
WG278842CCV1 Cccv 03/05/10 19:27  11100202-2 1 1.022 mg/L 102.2 90 110
WG278842CCB1 CCB 03/05/10 19:30 U mg/L -0.06 0.06
WG278842CCV2 ccv 03/05/10 20:03  11100202-2 1 1.046 mg/L 104.6 90 110
WG278842CCB2 CCB 03/05/10 20:06 u mg/L -0.06 0.06
WG278842CCV3 CCVv 03/05/10 20:25  11100202-2 1 1.052 mg/L 105.2 90 110
WG278842CCB3 CCB 03/05/10 20:28 U mg/L -0.06 0.06

Lead, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit
WG279176

WG279176I1CV ICV 03/13/10 2:37 MS100223-6 .05 .04857 mg/L 97.1 90 110
WG2791761CB ICB 03/13/10 2:42 U mg/L -0.00022 0.00022
WG279176PQV PQV  03/13/10 2:47 MS100303-2 .0005005 .00055 mg/L 109.9 70 130
WG279176LFB LFB 03/13/10 2:53 MS100223-7 .05005 .04975 mg/L 99.4 85 115
WG279176CCV1 CCcv 03/13/10 3:34 MS100223-8 .25025 .2539 mg/L 101.5 90 110
WG279176CCB1 CCB 03/13/10 3:39 U mg/L -0.0003  0.0003
L80988-01AS AS 03/13/10 3:44 MS100223-7 .05005 U .05039 mg/L 100.7 70 130

L80988-01ASD ASD 03/13/10 3:50 MS100223-7 .05005 U .04993 mg/L 99.8 70 130 0.92 20
WG279176CCV2 CCcv 03/13/10 4:36 MS100223-8 .25025 .2525 mg/L 100.9 90 110
WG279176CCB2 CCB 03/13/10 4:41 U mg/L -0.0003  0.0003
WG279176CCV3 CCV  03/13/10 5:23 MS100223-8  .25025 .2559 mg/L 102.3 90 110
WG279176CCB3 CCB 03/13/10 5:28 U mg/L -0.0003  0.0003
Manganese, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit
WG278842

WG2788421CV ICV 03/05/10 18:40  11100202-1 2 1.997 mg/L 99.9 95 105

WG2788421CB ICB 03/05/10 18:44 U mg/L -0.015 0.015
WG278842PQV PQV  03/05/10 18:47  11100219-2 .025 .0259 mg/L 103.6 70 130

WG278842SIC SIC 03/05/10 18:50  11100215-1 50.025 48.0284 mg/L 96 1 200
WG278842LFB LFB 03/05/10 18:56  11100302-2 5 5155 mg/L 103.1 85 115

L80863-01AS AS 03/05/10 19:05  11100302-2 5 U .5088 mg/L 101.8 85 115

L80863-01ASD ASD 03/05/10 19:08  11100302-2 5 U 5144 mg/L 102.9 85 115 1.09 20
WG278842CCV1 ccv 03/05/10 19:27  11100202-2 1 1.0107 mg/L 101.1 90 110
WG278842CCB1 CCB 03/05/10 19:30 U mg/L -0.015 0.015
WG278842CCV2 CCVv 03/05/10 20:03  11100202-2 1 1.0379 mg/L 103.8 90 110
WG278842CCB2 CCB 03/05/10 20:06 U mg/L -0.015 0.015
WG278842CCV3 Cccv 03/05/10 20:25  11100202-2 1 1.0446 mg/L 104.5 90 110
WG278842CCB3 CCB 03/05/10 20:28 U mg/L -0.015 0.015
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L80926
Project ID: PINION RIDGE

Mercury, dissolved M245.1 CVAA

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279067

WG279067ICV ICV 03/11/10 18:44  11100304-1 .005015 .00498 mg/L 99.3 95 105
WG2790671CB ICB 03/11/10 18:47 U mg/L -0.0002  0.0002
WG279067PQV PQV 03/11/10 18:49  11100304-2 .001 .00098 mg/L 98 70 130
WG279067LRB LRB 03/11/10 18:51 U mg/L -0.00044 0.00044
WG279067LFB LFB 03/11/10 18:54  11100304-4 .002 .00192 mg/L 96 85 115

L80926-01LFM LFM 03/11/10 18:58  11100304-4 .002 U .00206  mg/L 103 85 115
L80926-01LFMD LFMD  03/11/10 19:00  11100304-4 .002 U .00212 mg/L 106 85 115 2.87 20
WG279067CCV1 ccv 03/11/10 19:12 11100304-1 .005015 .00495 mg/L 98.7 90 110
WG279067CCB1 CCB 03/11/10 19:14 U mg/L -0.0002  0.0002
WG279067CCV2 ccv 03/11/10 19:38  11100304-1 .005015 .00487 mg/L 97.1 90 110
WG279067CCB2 CCB 03/11/10 19:41 U mg/L -0.0002  0.0002
WG279067CCV3 CCcv 03/11/10 19:59  11100304-1 .005015 .00492 mg/L 98.1 90 110
WG279067CCB3 CCB 03/11/10 20:01 U mg/L -0.0002  0.0002
Molybdenum, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG278842

WG2788421CV ICV 03/05/10 18:40  11100202-1 2 2.066 mg/L 103.3 95 105

WG2788421CB ICB 03/05/10 18:44 U mg/L -0.03 0.03
WG278842PQV PQV 03/05/10 18:47  11100219-2 .05 .041 mg/L 82 70 130

WG278842SIC SIC 03/05/10 18:50  11100215-1 1 .094 mg/L 94 80 120
WG278842LFB LFB 03/05/10 18:56  11100302-2 5 524 mg/L 104.8 85 115

L80863-01AS AS 03/05/10 19:05  11100302-2 5 .01 525 mg/L 103 85 115

L80863-01ASD ASD 03/05/10 19:08  11100302-2 5 .01 542 mg/L 106.4 85 115 3.19 20
WG278842CCV1 ccv 03/05/10 19:27  11100202-2 1 1.026 mg/L 102.6 90 110
WG278842CCB1 CCB 03/05/10 19:30 .016 mg/L -0.03 0.03
WG278842CCV2 CCv 03/05/10 20:03  11100202-2 1 1.072 mg/L 107.2 90 110
WG278842CCB2 CCB 03/05/10 20:06 U mg/L -0.03 0.03
WG278842CCV3 Cccv 03/05/10 20:25  11100202-2 1 1.089 mg/L 108.9 90 110
WG278842CCB3 CCB 03/05/10 20:28 U mg/L -0.03 0.03

Nickel, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279176

WG279176I1CV ICV 03/13/10 2:37 MS100223-6 .05 .05158 mg/L 103.2 90 110
WG2791761CB ICB 03/13/10 2:42 U mg/L -0.00132 0.00132
WG279176PQV PQV 03/13/10 2:47 MS100303-2  .003006 .00313  mg/L 104.1 70 130
WG279176LFB LFB 03/13/10 2:53 MS100223-7 .0501 .05152 mg/L 102.8 85 115
WG279176CCV1 Cccv 03/13/10 3:34 MS100223-8 .25025 2527 mg/L 101 90 110
WG279176CCB1 CCB 03/13/10 3:39 U mg/L -0.0018  0.0018
L80988-01AS AS 03/13/10 3:44 MS100223-7 .0501 .0011 .0494 mg/L 96.4 70 130

L80988-01ASD ASD 03/13/10 3:50 MS100223-7 .0501 .0011 .04917 mg/L 95.9 70 130 0.47 20
WG279176CCV2 CCcv 03/13/10 4:36 MS100223-8 .25025 .2483 mg/L 99.2 90 110
WG279176CCB2 CCB 03/13/10 4:41 U mg/L -0.0018  0.0018
WG279176CCV3 Cccv 03/13/10 5:23 MS100223-8 .25025 2471 mg/L 98.7 90 110
WG279176CCB3 CCB 03/13/10 5:28 U mg/L -0.0018  0.0018
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID: L80926
Project ID: PINION RIDGE
Nitrate/Nitrite as N M353.2 - H2SO4 preserved
Type Analyzed PCN/SCN Qc Sample Found Units Lower Upper RPD Limit Qual
WG279421
WG279421ICV ICV 03/18/10 19:13  WI091222-1 2.416 2.37 mg/L 98.1 90 110
WG279421I1CB ICB 03/18/10 19:15 U mg/L -0.06 0.06
WG279430
WG279430CCV1 CCv 03/18/10 21:47  WI100316-5 2 1.921 mg/L 96.1 90 110
WG279430CCB1 CCB 03/18/10 21:51 u mg/L -0.06 0.06
WG279430LFB LFB 03/18/10 21:52  WI090918-6 2 1.892 mg/L 94.6 90 110
L80926-01AS AS 03/18/10 21:55  WI090918-6 2 AN 2.105 mg/L 99.8 90 110
L80926-02DUP DUP 03/18/10 21:57 .04 .036 mg/L 10.5 20 RA
WG279430CCV2 ccv 03/18/1022:05 WI100316-5 2 1.909 mg/L 95.5 90 110
WG279430CCB2 CCB 03/18/10 22:08 U mg/L -0.06 0.06
WG279430CCV3 Cccv 03/18/1022:22  WI100316-5 2 1.878 mg/L 93.9 90 110
WG279430CCB3 CcB 03/18/10 22:26 u mg/L -0.06 0.06
WG279430CCV4 CCVv 03/18/1022:38  WI100316-5 2 1.876 mg/L 93.8 90 110
WG279430CCB4 CCB 03/18/10 22:42 U mg/L -0.06 0.06
pH (lab) M150.1 - Electrometric
ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG278741
WG278741LCSW3 LCSW 03/03/10 16:06  PCN33150 6 6.04 units 100.7 98 102
L80929-06DUP DUP 03/03/10 18:47 71 713 units 0.4 20
WG278741LCSW6 LCSW  03/03/10 19:09  PCN33150 6 6.03 units 100.5 98 102
WG278741LCSW9  LCSW  03/03/10 21:58  PCN33150 6 6.03 units 100.5 98 102
Potassium, dissolved M200.7 ICP
ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG278842
WG278842ICV ICV 03/05/10 18:40  11100202-1 20 20.29 mg/L 101.5 95 105
WG278842ICB ICB 03/05/10 18:44 U mg/L -0.9 0.9
WG278842PQV PQV 03/05/10 18:47  11100219-2 15 1.79 mg/L 119.3 70 130
WG278842SIC SIC 03/05/10 18:50  11100215-1 1.5 1.63 mg/L 108.7 80 120
WG278842LFB LFB 03/05/10 18:56  11100302-2 99.97161 104.67 mg/L 104.7 85 115
L80863-01AS AS 03/05/10 19:05  11100302-2 99.97161 3.2 106.58 mg/L 103.4 85 115
L80863-01ASD ASD 03/05/10 19:08  11100302-2 99.97161 3.2 107.32 mg/L 104.1 85 115 0.69 20
WG278842CCV1 Cccv 03/05/10 19:27  11100202-2 10 9.98 mg/L 99.8 90 110
WG278842CCB1 CCB 03/05/10 19:30 U mg/L -0.9 0.9
WG278842CCV2 Cccv 03/05/10 20:03  11100202-2 10 10.25 mg/L 102.5 90 110
WG278842CCB2 CCB 03/05/10 20:06 u mg/L -0.9 0.9
WG278842CCV3 Cccv 03/05/10 20:25  11100202-2 10 10.05 mg/L 100.5 90 110
WG278842CCB3 CCB 03/05/10 20:28 U mg/L -0.9 0.9
Residue, Filterable (TDS) @180C SM2540C
ACZID Type  Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG278743
WG278743PBW PBW 03/03/10 3:30 U mg/L -20 20
WG278743LCSW LCSW  03/03/10 4:02 PCN33552 260 250 mg/L 96.2 80 120
L80936-01DUP DUP  03/03/10 16:00 1350 1324 mg/L 1.9 20

REPIN.01.06.05.01 Page 14 of 34



AEZ Laboratories, Inc.

2773 Downbhill Drive

Steamboat Springs, CO 80487

(800) 334-5493

Energy Fuels Resources Corporation

Inorganic QC

Summary

ACZ Project ID: L80926

Project ID: PINION RIDGE

Residue, Non-Filterable (TSS) @105C SM2540D

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG278774

WG278774PBW PBW 03/04/10 10:50 U mg/L -15 15

WG278774LCSW LCSW 03/04/10 10:51 PCN33552 160 189 mg/L 118.1 80 120

L80926-04DUP DUP 03/04/10 11:08 11200 10880 mg/L 29 20
Selenium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279176

WG279176ICV ICV 03/13/10 2:37 MS100223-6 .05 .05456 mg/L 109.1 90 110

WG279176ICB ICB 03/13/10 2:42 U mg/L -0.00022 0.00022

WG279176PQV PQV  03/13/10 2:47 MS100303-2 .00025025 .00029 mg/L 115.9 70 130

WG279176LFB LFB 03/13/10 2:53 MS100223-7 .05005 .05386 mg/L 107.6 85 115

WG279176CCV1 ccv 03/13/10 3:34 MS100223-8 .25025 .2529 mg/L 101.1 90 110

WG279176CCB1 CCB 03/13/10 3:39 U mg/L -0.0003  0.0003

L80988-01AS AS 03/13/10 3:44 MS100223-7 .05005 .0004 .0615 mg/L 1221 70 130

L80988-01ASD ASD 03/13/10 3:50 MS100223-7  .05005 .0004 .06082 mg/L 120.7 70 130 1.1 20
WG279176CCV2 CCVv 03/13/10 4:36 MS100223-8 .25025 2477 mg/L 99 90 110

WG279176CCB2 CCB 03/13/10 4:41 U mg/L -0.0003  0.0003

WG279176CCV3 Cccv 03/13/10 5:23 MS100223-8 .25025 2494 mg/L 99.7 90 110

WG279176CCB3 CCB 03/13/10 5:28 .00012 mg/L -0.0003  0.0003

Silver, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit [e[VE]|
WG278842

WG278842ICV ICV 03/05/10 18:40  11100202-1 1.001 1.026 mg/L 102.5 95 105

WG278842ICB ICB 03/05/10 18:44 u mg/L -0.03 0.03

WG278842PQV PQv 03/05/10 18:47  11100219-2 .025 .027 mg/L 108 70 130

WG278842SIC SIC 03/05/10 18:50  11100215-1 A A mg/L 100 80 120

WG278842LFB LFB 03/05/10 18:56 11100302-2 5 518 mg/L 103.6 85 115

L80863-01AS AS 03/05/10 19:05  11100302-2 5 U 409 mg/L 81.8 85 115 M2 ZA
L80863-01ASD ASD 03/05/10 19:08  11100302-2 5 U .389 mg/L 77.8 85 115 5.01 20 M2 ZA
WG278842CCV1 CCcv 03/05/10 19:27  11100202-2 .5005 493 mg/L 98.5 90 110

WG278842CCB1 CCB 03/05/10 19:30 u mg/L -0.03 0.03

WG278842CCV2 ccv 03/05/10 20:03  11100202-2 .5005 492 mg/L 98.3 90 110

WG278842CCB2 CCB 03/05/10 20:06 U mg/L -0.03 0.03

WG278842CCV3 Cccv 03/05/10 20:25  11100202-2 .5005 495 mg/L 98.9 90 110

WG278842CCB3 CCB 03/05/10 20:28 u mg/L -0.03 0.03

REPIN.01.06.05.01
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Inorganic QC

AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493

Summary

Energy Fuels Resources Corporation ACZ Project ID: L80926

Project ID: PINION RIDGE

Thallium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279176

WG279176I1CV ICV 03/13/10 2:37 MS100223-6 .05 .05422 mg/L 108.4 0 110
WG2791761CB ICB 03/13/10 2:42 .00016 mg/L -0.00022 0.00022
WG279176PQV PQV 03/13/10 2:47 MS100303-2  .000501 .00054 mg/L 107.8 70 130

WG279176LFB LFB 03/13/10 2:53 MS100223-7 .0501 .05294 mg/L 105.7 85 115
WG279176CCV1 CCv 03/13/10 3:34 MS100223-8 .1002 .1002 mg/L 100 90 110
WG279176CCB1 CCB 03/13/10 3:39 .00022 mg/L -0.0003  0.0003

L80988-01AS AS 03/13/10 3:44 MS100223-7 .0501 U .05403 mg/L 107.8 70 130

L80988-01ASD ASD 03/13/10 3:50 MS100223-7 .0501 U .05367 mg/L 1071 70 130 0.67 20
WG279176CCV2 Cccv 03/13/10 4:36 MS100223-8 .1002 .09932 mg/L 99.1 90 110
WG279176CCB2 CCB 03/13/10 4:41 .00022 mg/L -0.0003 0.0003
WG279176CCV3 Cccv 03/13/10 5:23 MS100223-8 .1002 .1007 mg/L 100.5 90 110
WG279176CCB3 CCB 03/13/10 5:28 .00021 mg/L -0.0003 0.0003

Uranium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit
WG279176

WG279176I1CV ICV 03/13/10 2:37 MS100223-6 .05 .05346 mg/L 106.9 90 110
WG2791761CB ICB 03/13/10 2:42 U mg/L -0.00022 0.00022
WG279176PQV PQV 03/13/10 2:47 MS100303-2 .0005 .00052 mg/L 104 70 130

WG279176LFB LFB 03/13/10 2:53 MS100223-7 .05 .05319 mg/L 106.4 85 115
WG279176CCV1 Cccv 03/13/10 3:34 MS100223-8 A 1017 mg/L 101.7 90 110
WG279176CCB1 CCB 03/13/10 3:39 U mg/L -0.0003 0.0003
L80988-01AS AS 03/13/10 3:44 MS100223-7 .05 U .05598 mg/L 112 70 130

L80988-01ASD ASD 03/13/10 3:50 MS100223-7 .05 U .05575 mg/L 111.5 70 130 0.41 20
WG279176CCV2 Cccv 03/13/10 4:36 MS100223-8 A .1026 mg/L 102.6 90 110
WG279176CCB2 CCB 03/13/10 4:41 U mg/L -0.0003 0.0003
WG279176CCV3 Ccv 03/13/10 5:23 MS100223-8 A .1036 mg/L 103.6 90 110
WG279176CCB3 CCB 03/13/10 5:28 u mg/L -0.0003  0.0003

Vanadium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit
WG278890

WG278890I1CV ICV 03/08/10 15:59 11100202-1 2 1.9246 mg/L 96.2 95 105

WG2788901CB ICB 03/08/10 16:03 U mg/L -0.015 0.015
WG278890PQV PQV 03/08/10 16:06  11100219-2 .025 .0293 mg/L 117.2 70 130

WG278890SIC SIC 03/08/10 16:09  11100215-1 A 11025 mg/L 102.5 80 120
WG278890LFB LFB 03/08/10 16:16  11100302-2 5 5022 mg/L 100.4 85 115

L80926-01AS AS 03/08/10 16:26  11100302-2 5 .01 5452 mg/L 106.8 85 115

L80926-01ASD ASD 03/08/10 16:29  11100302-2 5 .01 5427 mg/L 106.3 85 115 0.46 20
WG278890CCV1 Cccv 03/08/10 16:39  11100202-2 1 19899 mg/L 99 90 110
WG278890CCB1 CCB 03/08/10 16:42 U mg/L -0.015 0.015
WG278890CCV2 CCVv 03/08/10 17:18  11100202-2 1 .988 mg/L 98.8 90 110
WG278890CCB2 CCB 03/08/10 17:21 U mg/L -0.015 0.015
WG278890CCV3 Cccv 03/08/10 17:25  11100202-2 1 .9928 mg/L 99.3 90 110
WG278890CCB3 CCB 03/08/10 17:28 U mg/L -0.015 0.015

REPIN.01.06.05.01
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L80926
Project ID: PINION RIDGE

Zinc, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279176

WG279176ICV ICV  03/13/102:37  MS100223-6 .05 0505 mgl 101 90 110

WG279176ICB ICB  03/13/10 2:42 u mgiL -0.0044  0.0044

WG279176PQV PQV  03/13/102:47  MS100303-2 005008 0045 mgll  89.9 70 130

WG279176LFB LFB  03/13/102:53  MS100223-7  .05008 0534 mglL  106.6 85 115

WG279176CCV1 CCV  03/13/103:3¢  MS100223-8  .5008 5069 mglL  101.2 90 110

WG279176CCB1  CCB  03/13/10 3:39 u mg/L -0.006  0.006

L80988-01AS AS 03/13/103:44  MS100223-7  .05008 002  .0547 mglL 1052 70 130

L80988-01ASD ASD  03/13/103:50  MS100223-7  .05008 002 0536 mglL 103 70 130 203 20
WG279176CCV2  CCV  03/13/104:36  MS100223-8  .5008 5096 mgl  101.8 90 110

WG279176CCB2  CCB  03/13/10 4:41 u mg/L -0.006  0.006
WG279176CCV3  CCV  03/13/105:23  MS100223-8  .5008 5149  mgll 1028 90 110

WG279176CCB3  CCB  03/13/10 5:28 u mg/L -0.006  0.006

REPIN.01.06.05.01 Page 1/0of 34



/IEZ Laboratories, Inc. Inorganic Extended

2773 Downbhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 Qu alifier Report
Energy Fuels Resources Corporation ACZ Project ID: L80926
ACZ ID WORKNUM PARAMETER METHOD QUAL DESCRIPTION
L80926-01 WG278931 Total Hot Plate Digestion M200.2 ICP DF Sample required dilution due to high sediment.
WG278842  Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

WG279050 Fluoride SM4500F-C DD Sample required dilution due to matrix color or odor.
SM4500F-C DF Sample required dilution due to high sediment.
SM4500F-C M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279430 Nitrate/Nitrite as N M353.2 - H2SO4 preserved RA Relative Percent Difference (RPD) was not used for data

validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

WG278741  pH SM4500H+ B ZW Method deviation. The sample was centrifuged prior to
analysis due to high solid content.
WG278774 Residue, Non-Filterable (TSS) @105C  SM2540D DF Sample required dilution due to high sediment.
L80926-02 WG278995 Total Hot Plate Digestion M200.2 ICP DF Sample required dilution due to high sediment.
WG278842  Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

WG279050 Fluoride SM4500F-C DD Sample required dilution due to matrix color or odor.
SM4500F-C DF Sample required dilution due to high sediment.
SM4500F-C M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279430 Nitrate/Nitrite as N M353.2 - H2SO4 preserved RA Relative Percent Difference (RPD) was not used for data

validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

WG278741 pH SM4500H+ B ZW Method deviation. The sample was centrifuged prior to
analysis due to high solid content.
WG278774 Residue, Non-Filterable (TSS) @105C  SM2540D DF Sample required dilution due to high sediment.
L80926-03 WG278842 Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

L80926-04 WG278995 Total Hot Plate Digestion M200.2 ICP DF Sample required dilution due to high sediment.

WG278842  Barium, dissolved M200.7 ICP BB Target analyte detected in calibration blank at or above
acceptance limit. Sample value was > 10X the
concentration in the calibration blank.

Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

WG279050 Fluoride SM4500F-C DD Sample required dilution due to matrix color or odor.
SM4500F-C DF Sample required dilution due to high sediment.
SM4500F-C M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279430  Nitrate/Nitrite as N M353.2 - H2SO4 preserved RA Relative Percent Difference (RPD) was not used for data

validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

WG278741 pH SM4500H+ B ZW Method deviation. The sample was centrifuged prior to
analysis due to high solid content.
WG278774 Residue, Non-Filterable (TSS) @105C  SM2540D DF Sample required dilution due to high sediment.

REPAD.15.06.05.01
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AL Z Lavoratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L80926-01

Project ID: PINION RIDGE Date Sampled: 03/01/10 9:42
Sample ID: SW-1 Date Received: 03/03/10

Locator: Sample Matrix: Surface Water

Gross Alpha, dissolved Prep Method:
M9310

Gross Alpha, dissolved 03/15/10 18:41 -0.23 2.2 1.8 pCi/L jig
Lead 210, dissolved Prep Method:

EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst

Lead 210, dissolved 03/15/10 16:40 3.3 1.6 4.3 pCi/L * mwm

Lead 210, total Prep Method:
EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Lead 210, total 03/15/10 16:40 29 5.1 13 pCi/L * mwm
Radium 226 + Alpha Emitting Radium Isotopes, dissolved Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 03/25/10 10:21 0.32 0.13 0.37 pCi/L jig
Radium 226 + Alpha Emitting Radium Isotopes, total Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 03/25/10 10:21 35 3.5 3 pCi/L * jig
Radium 228, dissolved Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 228, dissolved 03/16/10 14:35 2 0.57 1.3 pCi/L * mwm
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L80926-01

Project ID: PINION RIDGE Date Sampled: 03/01/10 9:42
Sample ID: SW-1 Date Received: 03/03/10

Locator: Sample Matrix: Surface Water
Radium 228, total Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units XQ Analyst
Radium 228, total 03/16/10 14:35 7 1.3 27 pCi/L * mwm/jjg
Thorium, Isotopic Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 03/23/10 19:15 2 1.4 0.65 pCi/L * mtb
Thorium 230 03/23/10 19:15 18 2.6 1.7 pCi/L * mtb
Thorium 232 03/23/10 19:15 2.25 0.99 0.65 pCi/L * mtb
Thorium, Isotopic (Dissolved) Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 03/23/10 19:15 -0.13 0.24 0.23 pCi/L * mtb
Thorium 230 03/23/10 19:15 -0.01 0.34 0.6 pCi/L * mtb
Thorium 232 03/23/10 19:15 0.1 0.19 0.23 pCi/L * mtb
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Lavoratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L80926-02

Project ID: PINION RIDGE Date Sampled: 03/01/10 12:32
Sample ID: SW-2 Date Received: 03/03/10

Locator: Sample Matrix: Surface Water

Gross Alpha, dissolved Prep Method:
M9310

Gross Alpha, dissolved 03/15/10 18:42 0.56 1.6 1.7 pCi/L jig
Lead 210, dissolved Prep Method:

EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst

Lead 210, dissolved 03/15/10 16:40 2.8 1.9 5.3 pCi/L * mwm

Lead 210, total Prep Method:
EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Lead 210, total 03/15/10 16:40 25 4.5 11 pCi/L * mwm
Radium 226 + Alpha Emitting Radium Isotopes, dissolved Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 03/25/10 10:23 0.42 0.14 0.35 pCi/L jig
Radium 226 + Alpha Emitting Radium Isotopes, total Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 03/25/10 10:23 25 29 29 pCi/L * jig
Radium 228, dissolved Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 228, dissolved 03/16/10 14:35 0.97 0.56 1.4 pCi/L * mwm
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L80926-02

Project ID: PINION RIDGE Date Sampled: 03/01/10 12:32
Sample ID: SW-2 Date Received: 03/03/10

Locator: Sample Matrix: Surface Water
Radium 228, total Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units XQ Analyst
Radium 228, total 03/16/10 14:35 5.7 1.1 27 pCi/L * mwm/jjg
Thorium, Isotopic Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 03/23/10 19:17 5.5 1.5 0.6 pCi/L * mtb
Thorium 230 03/23/10 19:17 21 2.7 1.6 pCi/L * mtb
Thorium 232 03/23/10 19:17 4.57 1.2 0.6 pCi/L * mtb
Thorium, Isotopic (Dissolved) Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 03/23/10 19:17 -0.19 0.3 0.23 pCi/L * mtb
Thorium 230 03/23/10 19:17 -0.18 0.26 0.6 pCi/L * mtb
Thorium 232 03/23/10 19:17 0.05 0.11 0.23 pCi/L * mtb
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Lavoratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L80926-04

Project ID: PINION RIDGE Date Sampled: 03/01/10 16:40
Sample ID: SW-3 Date Received: 03/03/10

Locator: Sample Matrix: Surface Water

Gross Alpha, dissolved Prep Method:
M9310

Parameter Measure Date Prep Date Result Error(+/-) LLD Units XQ Analyst
Gross Alpha, dissolved 03/15/10 18:44 1.9 1.7 1.7 pCi/L jig
Lead 210, dissolved Prep Method:

EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Lead 210, dissolved 03/15/10 16:40 3.5 1.7 4.8 pCi/L * mwm
Lead 210, total Prep Method:

EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Lead 210, total 03/15/10 16:40 37 5.1 12 pCi/L * mwm
Radium 226 + Alpha Emitting Radium Isotopes, dissolved Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 03/25/10 10:24 0.34 0.14 0.38 pCi/L jig
Radium 226 + Alpha Emitting Radium Isotopes, total Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 03/25/10 10:24 42 3.9 3.1 pCi/L * jig
Radium 228, dissolved Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 228, dissolved 03/16/10 16:44 0.75 0.54 1.5 pCi/L * mwm
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L80926-04

Project ID: PINION RIDGE Date Sampled: 03/01/10 16:40
Sample ID: SW-3 Date Received: 03/03/10

Locator: Sample Matrix: Surface Water
Radium 228, total Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units XQ Analyst
Radium 228, total 03/16/10 14:35 10 1.1 27 pCi/L * mwm/jjg
Thorium, Isotopic Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 03/23/10 19:18 6.3 1.6 0.61 pCi/L * mtb
Thorium 230 03/23/10 19:18 24 2.9 1.6 pCi/L * mtb
Thorium 232 03/23/10 19:18 3.99 1.2 0.61 pCi/L * mtb
Thorium, Isotopic (Dissolved) Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 03/23/10 19:18 -0.08 0.29 0.24 pCi/L * mtb
Thorium 230 03/23/10 19:18 0.12 0.29 0.62 pCi/L * mtb
Thorium 232 03/23/10 19:18 0.16 0.14 0.24 pCi/L * mtb
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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/II:Z Laboratories, Inc. Radiochemistry

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Reference

Report Header Explanations

Batch A distinct set of samples analyzed at a specific time

Error(+/-)  Calculated sample specific uncertainty

Found Value of the QC Type of interest

Limit Upper limit for RPD, in %.

LCL Lower Control Limit, in % (except for LCSS, mg/Kg)

LLD Calculated sample specific Lower Limit of Detection

PCN/SCN A number assigned to reagents/standards to trace to the manufacturer's certificate of analysis
PQL Practical Quantitation Limit

QC True Value of the Control Sample or the amount added to the Spike

Rec Amount of the true value or spike added recovered, in % (except for LCSS, mg/Kg)
RER Relative Error Ratio, calculation used for Dup. QC taking into account the error factor.
UCL Upper Control Limit, in % (except for LCSS, mg/Kg)

Sample Value of the Sample of interest

QC Sample Types

DUP Sample Duplicate MS/MSD Matrix Spike/Matrix Spike Duplicate
LCSS Laboratory Control Sample - Soil PBS Prep Blank - Soil
LCSW Laboratory Control Sample - Water PBW Prep Blank - Water

QC Sample Type Explanations

Blanks Verifies that there is no or minimal contamination in the prep method procedure.
Control Samples Verifies the accuracy of the method, including the prep procedure.

Duplicates Verifies the precision of the instrument and/or method.

Matrix Spikes Determines sample matrix interferences, if any.

ACZ Qualifiers (Qual)
H Analysis exceeded method hold time.

Poor spike recovery accepted because the other spike in the set fell within the given limits.

High Replicate Error Ratio (RER) accepted because sample concentrations are less than 10x the MDL.
No nuclides detected above the Lower Limit of Detection (LLD)

High blank data accepted because sample concentration is 10 times higher than blank concentration
QC is out of control. See Case Narrative.

N X < cCc =3

Poor spike recovery is accepted because sample concentration is four times greater than spike concentration.

Method Prefix Reference

M EPA methodology, including those under SDWA, CWA, and RCRA

SM Standard Methods for the Examination of Water and Wastewater, 19th edition (1995) & 20th edition (1998).

D ASTM

RP DOE

ESM DOE/ESM

1) Solid matrices are reported on a dry weight basis.

2) Preparation method: "Method" indicates preparation defined in analytical method.

?3) QC results calculated from raw data. Results may vary slightly if the rounded values are used in the calculations.
4) An asterisk in the "XQ" column indicates there is an extended qualifier and/or certification

qualifier associated with the result.
For a complete list of ACZ's Extended Qualifiers, please click: http://www.acz.com/public/extquallist.pdf

REPIN09.12.29.01rc
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AEZ Laboratories, Inc. Radiochemistry QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L80926
Project ID: PINION RIDGE
Gross Alpha, dissolved M9310 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER
WG279290
WG279143PBW PBW 03/15/10 -.38 0.49 0.95 19
WG279143LCSW LCSW 03/15/10 RC091218-1 81.06 72 7.4 14 88.8 57 133
L80901-01DUP DUP-RER 03/15/10 -0.01 1.3 1.4 .59 1.6 14 0.29
L80981-02DUP DUP-RER 03/15/10 4.7 7.6 6.5 15 9.3 6.6 0.86
L80899-01MS MS 03/15/10 RC091218-1 81.06 2.1 2 2 70 8.5 2 83.8 57 133
Lead 210, dissolved EICHROM, OTWO01 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER
WG279280
WG278910LCSW LCSW 03/15/10 RC090330-1 78.09 63 2.7 37 807 47 102
WG278910PBW  PBW 03/15/10 1.5 1.5 4.2 8.4
L80981-01DUP DUP-RER 03/15/10 0 2.2 6.4 5.9 1.7 4.3 212 2 RM
L80981-02MS MS 03/15/10 RC090330-1 78.09 2.6 1.5 4.1 64 2.8 4.1 78.6 47 102
L80981-05DUP DUP-RER 03/15/10 4.4 24 6.6 1 1.7 4.8 1.16 2
Lead 210, total EICHROM, OTWO01 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER
WG279277
WG278910LCSW LCSW 03/15/10 RC090330-1 78.09 63 2.7 3.7 80.7 47 102
WG278910PBW  PBW 03/15/10 1.5 1.5 4.2 8.4
L80981-05DUP DUP-RER 03/15/10 4.4 24 6.6 1 1.7 4.8 1.16 2
L80981-01DUP DUP-RER 03/15/10 0 2.2 6.4 5.9 1.7 4.3 212 2 RM
L80981-02MS MS 03/15/10 RC090330-1 78.09 2.6 1.5 4.1 64 2.8 4.1 78.6 47 102
Radium 226 + Alpha Emitting Radium M903.0 pCi/L

Analyzed PCN/SCN QC Sample Error Error Lower Upper RPD/RER
WG279806
WG279362PBW PBW 03/25/10 .03 0.09 0.45 0.9
WG279362LCSW LCSW 03/25/10 RC100111-3 23.92 24 1.1 0.41 1004 74 123
L80916-01DUP DUP-RER 03/25/10 0.19 0M 0.35 18 0.11 0.34 0.06
L81052-01DUP DUP-RER 03/25/10 0.11 0.1 0.37 .07 0.08 0.36 0.31 2
L80926-01MS MS 03/25/10 RC100111-3 23.92 0.32 0.13 0.37 23 0.99 0.38 94.8 74 123
Radium 226 + Alpha Emitting Radium M903.0 pCi/L

Analyzed PCN/SCN QC Sample Error Error Lower Upper RPD/RER
WG279807
WG279362PBW PBW 03/25/10 .03 0.09 0.45 0.9
WG279362LCSW LCSW 03/25/10 RC100111-3 23.92 24 1.1 0.41 1004 74 123
L80916-01DUP DUP-RER 03/25/10 0.19 0M 0.35 18 0.11 0.34 0.06 2
L81052-01DUP DUP-RER 03/25/10 0.11 0.1 0.37 .07 0.08 0.36 0.31

REPRC.01.06.05.01 Page 26 of 34



AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493

Radiochemistry QC

Summary

Energy Fuels Resources Corporation

ACZ Project ID: L80926

Project ID: PINION RIDGE
Radium 228, dissolved M904.0 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER  Limit Qual
WG279381
WG279039LCSW LCSW 03/16/10 RC081219-1 12.97 7.7 0.9 14 59.4 49 132
WG279039PBW  PBW 03/16/10 37 0.26 0.71 1.42
L80899-02MS MS 03/16/10 RC081219-1 1297 091 0.46 1.3 6.3 0.8 15 416 49 132 M2
L80899-01DUP DUP-RER 03/16/10 0.75 0.51 1.3 .52 0.56 1.5 0.3 2
Radium 228, total M904.0 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER  Limit Qual
WG279377
WG279039PBW  PBW 03/16/10 37 026 0.71 142
WG279039LCSW LCSW 03/16/10 RC081219-1 12.97 7.7 0.9 14 59.4 49 132
L80899-02MS MS 03/16/10 RC081219-1 12.97 091 046 1.3 6.3 0.8 1.5 41.6 49 132 M2
L80940-01DUP DUP-RER 03/16/10 1.1 031 0.71 .98 0.3 0.74 0.28 2
L80899-01DUP  DUP-RER 03/16/10 0.75 0.51 1.3 .52 0.56 1.5 0.3 2
Thorium 228 ESM 4506 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER  Limit Qual
WG279679
WG279209PBW  PBW 03/23/10 -16 019 021 0.42
L81053-01DUP  DUP-RER 03/23/10 0.28 0.2 0.21 .03 0.23 0.2 0.82 2
L81053-02DUP DUP-RER 03/23/10 -0.02 0.21 0.2 A2 026 0.18 0.42
WG279680
WG279209PBW  PBW 03/23/10 -16 019 021 0.42
L81053-01DUP  DUP-RER 03/23/10 0.28 0.2 0.21 .03 0.23 0.2 0.82 2
L81053-02DUP  DUP-RER 03/23/10 -0.02 0.21 0.2 12 026 0.18 0.42
Thorium 230 ESM 4506 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER  Limit Qual
WG279679
WG279209PBW  PBW 03/23/10 -24 026 054 1.08
WG279209LCSW LCSW 03/23/10 RC091215-1 162.12 170 4.3 0.57 104.9 91 119
L81053-01DUP  DUP-RER 03/23/10 -0.02 025 054 -27 024 051 0.72
L81053-02DUP  DUP-RER 03/23/10 -019 026 0.51 14 0.27  0.46 0.88 2
L81053-01MS MS 03/23/10 RC091215-1 162.12 -0.02 025 0.54 170 43 0.57 104.9 91 119
WG279680
WG279209PBW  PBW 03/23/10 -.24 0.26 0.54 1.08
WG279209LCSW LCSW 03/23/10 RC091215-1 162.12 170 4.3 0.57 104.9 91 119
L81053-01DUP  DUP-RER 03/23/10 -002 025 054 -27 024 051 0.72
L81053-02DUP DUP-RER 03/23/10 -019 026 0.51 14 027 046 0.88 2
L81053-01MS MS 03/23/10 RC091215-1 162.12 -0.02 0.25 0.54 170 4.3 0.57 104.9 91 119

REPRC.01.06.05.01
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AEZ Laboratories, Inc. Radiochemistry QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L80926
Project ID: PINION RIDGE
Thorium 232 ESM 4506 pCi/L

Analyzed PCN/SCN QC Sample Error LLD Found Error Rec Lower Upper RPD/RER Limit Qual
WG279679
WG2792090PBW PBW  03/23/10 .02 005 021 0.42
L81053-01DUP DUP-RER 03/23/10 002 013 021 -02 011 02 0.23
L81053-02DUP DUP-RER 03/23/10 002 005 02 -06 007 018 046 2
WG279680
WG279200PBW PBW  03/23/10 202 005 021 0.42
L81053-01DUP DUP-RER 03/23/10 002 013 021 -02 011 02 023 2
L81053-02DUP DUP-RER 03/23/10 002 005 02 -06 007 018 046 2
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/IEZ Laboratories, Inc. RadChem Extended

2773 Downbhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 Qua"fier Report
Energy Fuels Resources Corporation ACZ Project ID: L80926

ACZID WORKNUM PARAMETER METHOD QUAL DESCRIPTION

L80926-01 WG279280 Lead 210, dissolved EICHROM, OTWO01 RM For a water matrix, the duplicate precision assessment

(RPD or RER) exceeded the control limit. High sediment,
turbidity, or presence of an immiscible liquid attributed to
non-homogeneity of the sample.

WG279277 Lead 210, total EICHROM, OTWO01 DF Sample required dilution due to high sediment.

EICHROM, OTWO01 RM For a water matrix, the duplicate precision assessment

(RPD or RER) exceeded the control limit. High sediment,
turbidity, or presence of an immiscible liquid attributed to
non-homogeneity of the sample.

WG279807 Radium 226 + Alpha Emitting Radium M903.0 DF Sample required dilution due to high sediment.

Isotopes, total

M903.0 N1 See Case Narrative.
WG279381 Radium 228, dissolved M904.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279377 Radium 228, total M904.0 DF Sample required dilution due to high sediment.
M904.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279680 Thorium 228 ESM 4506 D1 Sample required dilution due to matrix.
Thorium 230 ESM 4506 D1 Sample required dilution due to matrix.
Thorium 232 ESM 4506 D1 Sample required dilution due to matrix.
L80926-02 WG279280 Lead 210, dissolved EICHROM, OTWO01 RM For a water matrix, the duplicate precision assessment

(RPD or RER) exceeded the control limit. High sediment,
turbidity, or presence of an immiscible liquid attributed to
non-homogeneity of the sample.

WG279277 Lead 210, total EICHROM, OTWO01 DF Sample required dilution due to high sediment.

EICHROM, OTWO01 RM For a water matrix, the duplicate precision assessment
(RPD or RER) exceeded the control limit. High sediment,
turbidity, or presence of an immiscible liquid attributed to
non-homogeneity of the sample.
WG279807 Radium 226 + Alpha Emitting Radium M903.0 DF Sample required dilution due to high sediment.
Isotopes, total

M903.0 N1 See Case Narrative.
WG279381  Radium 228, dissolved M904.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279377 Radium 228, total M904.0 DF Sample required dilution due to high sediment.
M904.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279680 Thorium 228 ESM 4506 D1 Sample required dilution due to matrix.
Thorium 230 ESM 4506 D1 Sample required dilution due to matrix.
Thorium 232 ESM 4506 D1 Sample required dilution due to matrix.

REPAD.15.06.05.01
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/IEZ Laboratories, Inc. RadChem Extended

2773 Downbhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 Qua'ifier Report
Energy Fuels Resources Corporation ACZ Project ID: L80926

ACZID WORKNUM PARAMETER METHOD QUAL DESCRIPTION

L80926-04 WG279280 Lead 210, dissolved EICHROM, OTWO01 RM For a water matrix, the duplicate precision assessment

(RPD or RER) exceeded the control limit. High sediment,
turbidity, or presence of an immiscible liquid attributed to
non-homogeneity of the sample.

WG279277 Lead 210, total EICHROM, OTWO01 DF Sample required dilution due to high sediment.

EICHROM, OTWO01 RM For a water matrix, the duplicate precision assessment
(RPD or RER) exceeded the control limit. High sediment,
turbidity, or presence of an immiscible liquid attributed to
non-homogeneity of the sample.

WG279807 Radium 226 + Alpha Emitting Radium M903.0 DF Sample required dilution due to high sediment.
Isotopes, total

M903.0 N1 See Case Narrative.
WG279381 Radium 228, dissolved M904.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279377 Radium 228, total M904.0 DF Sample required dilution due to high sediment.
M904.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279680 Thorium 228 ESM 4506 D1 Sample required dilution due to matrix.
Thorium 230 ESM 4506 D1 Sample required dilution due to matrix.
Thorium 232 ESM 4506 D1 Sample required dilution due to matrix.

REPAD.15.06.05.01
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AEZ Laboratories, Inc. Certification

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Qualifiers

Energy Fuels Resources Corporation ACZ Project ID: L80926

Radiochemistry

The following parameters are not offered for certification or are not covered by NELAC certificate #ACZ.

Lead 210, dissolved EICHROM, OTWO01
Lead 210, total EICHROM, OTWO01
Thorium 228 ESM 4506
Thorium 230 ESM 4506
Thorium 232 ESM 4506

Wet Chemistry

The following parameters are not offered for certification or are not covered by NELAC certificate #ACZ.

Lab Filtration SM 3030 B
Lab Filtration & Acidification SM 3030 B
REPAD.05.06.05.01
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ACZ Laboratories, Inc. Sample

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 Receipt

Energy Fuels Resources Corporation ACZ Project ID: L80926

PINION RIDGE Date Received: 03/03/2010 08:45
Received By: gac
Date Printed: 3/3/2010

Receipt Verification
YES NO NA
Does this project require special handling procedures such as CLP protocol? X

1

x

2) Are the custody seals on the cooler intact?

3) Are the custody seals on the sample containers intact? X

5
6
7

8) Are all samples within holding times for requested analyses?

Is the Chain of Custody complete?

Is the Chain of Custody in agreement with the samples received?

Is there enough sample for all requested analyses?

)
)
)
4) |s there a Chain of Custody or other directive shipping papers present?
)
)
)
)

XXX X X X

9) Were all sample containers received intact?

10) Are the temperature blanks present?
11) Are the trip blanks (VOA and/or Cyanide) present?
12) Are samples requiring no headspace, headspace free?

X X | X| X

13) Do the samples that require a Foreign Soils Permit have one?

Exceptions: If you answered no to any of the above questions, please describe

N/A

Contact (For any discrepancies, the client must be contacted)

N/A

Shipping Containers

Cooler Id Temp (°C) |Rad (pR/hr) Client must contact ACZ Project Manager if analysis should not proceed for
2762 1.5 14 samples received outside of thermal preservation acceptance criteria.
2735 3.1 14

2431 25 13

2754 2.8 15

REPAD.03.11.00.01
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AEZ Laboratories, Inc.

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Sample

Receipt

Energy Fuels Resources Corporation
PINION RIDGE

ACZ Project ID: L80926
Date Received: 03/03/2010 08:45
Received By: gac
Date Printed: 3/3/2010

Sample Container Preservation

SAMPLE CLIENT ID R<2 | G<2 BK<2| Y<2 |YG<2| B<2 0<2|T>12| NA RAD | ID ‘
L80926-01 |SW-1 Y Y ]
L80926-02 |SW-2 Y Y ]
L80926-03 |SW-DUP X ]
L80926-04 |[SW-3 Y Y ]

Sample Container Preservation Legend

Abbreviation Description

Container Type

Preservative/Limits

R Raw/Nitric RED pH must be < 2

B Filtered/Sulfuric BLUE pH must be < 2
BK Filtered/Nitric BLACK pH must be < 2

G Filtered/Nitric GREEN pH must be < 2
(0] Raw/Sulfuric ORANGE pH must be < 2

P Raw/NaOH PURPLE pH must be > 12 *
T Raw/NaOH Zinc Acetate TAN pH must be > 12
Y Raw/Sulfuric YELLOW pH must be < 2
YG Raw/Sulfuric YELLOW GLASS pH must be < 2
N/A No preservative needed Not applicable

RAD Gamma/Beta dose rate Not applicable must be < 250 yR/hr

* pH check performed by analyst prior to sample preparation

Sample IDs Reviewed By:  gac

REPAD.03.11.00.01
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ACZ  Laboratories, Inc. | B ( CHAIN of CUSTODY

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493
Report to: ' '
Name: Zach Rogers

Company: Energy Fuels Resources

Address: 44 Union Blvd Suite 600

Lakewood, CO 80228
Telephone: 303-974-2151

E-mail: Z.rogers@energyfuels.com

Name: . E-mail;
Company: : Telephone:
gice to
Name: Same_as above Address: Same as above
Company:
E-maik: Telephone:
if sample(s) received past holding time (HT), or if insufficient HT remains to complete YES |[Yes
analysis before explration, shall ACZ proceed with requested short KT analyses? NO [(yes

If "NO" then ACZ will cantact client for further instruction. If neither "YES” nor "NG”

is Indicated, ACZ will proceed with the requested analyses, even ifHT is e pired, and data will be qualified.
PROJECT INFORMATION ' , ANALYSES mamrysSTED (attach list or use quote number)
Quote #: gW_-TBL,-4-Partial 2
Project/PO #: pifion Ridae

Reporting state for compliance testing: No
Sampler's Name: Jeas W Fulbright
Are any samples NRC licensable material? No
SAMPLE IDENTIFICATION DATE:TIME
3-1-10:0942 [y
Q-2 3-1-10:1232 W
SH-DUP 3-1-10:XXXX gy
aH-3 3-1-10:1640 BW

# of Containers

radium 228 thori
sw-tbi-4-dup

e b |sw-ibl-4-partial

><- b I [total radium 226

to] SR Vol V)
>

Matrix |SW {Surface Water) - GW (Ground Water) - WW (Waste Water) - DW {Drinking Water) - SL (Sludge) - 50 (Soil} - OL (OH) - Other
REMARKS/ SAMPLE DISCLOSURES

Field filtering not possible, all samples must be filtered in lab.
Samples contained in three large coclers and one small one. All times

PAGE
are mountain standard time. 1
of
1
Please refer to ACZ's terms & conditions located on the reverse side of this COC.
i Q D F. DA R DR A
IJ < ?_?—10'1155 J! L~
//”VUA{/ ; (7/"/) g“[q;/
B " z e [

FRMANNSA N3 NG A2 WIhibm Pt oofol ———o 1o A ) Page 34 Of 34




APPENDIX B-6
March 9, 2010 Sampling Event



/Il:Z Laboratories, Inc. Analytical

2773 Downbill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Report
April 01, 2010

Report to: Bill to:

Zach Rogers Accounts Payable

Energy Fuels Resources Corporation Energy Fuels Resources Corporation

44 Union Blvd. Suite 600 44 Union Blvd. Suite 600

Lakewood, CO 80228 Lakewood, CO 80228

Project ID: PINON RIDGE
ACZ Project ID: L81060

Zach Rogers:

Enclosed are the analytical results for sample(s) submitted to ACZ Laboratories, Inc. (ACZ) on March 11,
2010. This project has been assigned to ACZ's project number, L81060. Please reference this number in all
future inquiries.

All analyses were performed according to ACZ's Quality Assurance Plan. The enclosed results relate only to
the samples received under L81060. Each section of this report has been reviewed and approved by the
appropriate Laboratory Supervisor, or a qualified substitute.

Except as noted, the test results for the methods and parameters listed on ACZ's current NELAC certificate
letter (#ACZ) meet all requirements of NELAC.

This report shall be used or copied only in its entirety. ACZ is not responsible for the consequences arising
from the use of a partial report.

All samples and sub-samples associated with this project will be disposed of after May 01, 2010. If the samples
are determined to be hazardous, additional charges apply for disposal (typically less than $10/sample). If you
would like the samples to be held longer than ACZ's stated policy or to be returned, please contact your Project
Manager or Customer Service Representative for further details and associated costs. ACZ retains analytical
reports for five years.

If you have any questions or other needs, please contact your Project Manager.

=

Tony Antalek has reviewed and
approved this report.

ACIL

REPAD.01.06.05.02 Page 1 of 25




ACZ Laboratories, Inc. Case

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 Narrative

Energy Fuels Resources Corporation April 01, 2010

Project ID: PINON RIDGE
ACZ Project ID: L81060

Sample Receipt

ACZ Laboratories, Inc. (ACZ) received 1 miscellaneous sample from Energy Fuels Resources Corporation on March 11,
2010. The sample was received in good condition. Upon receipt, the sample custodian removed the sample from the
cooler, inspected the contents, and logged the sample into ACZ's computerized Laboratory Information Management System
(LIMS). The sample was assigned ACZ LIMS project number L81060. The custodian verified the sample information
entered into the computer against the chain of custody (COC) forms and sample bottle labels.

Holding Times

All analyses were performed within EPA recommended holding times.

Sample Analysis

This sample was analyzed for inorganic and radiochemistry parameters. The individual methods are referenced on both the
ACZ invoice and the analytical reports. The extended qualifier reports may contain footnotes qualifying specific elements
due to QC failures. In addition the following has been noted with this specific project:

1. The Total Radium 226 analysis was qualified with the ACZ 'N1' flag as the matrix spike data was pulled from a dissolved
workgroup using comparable data.

REPAD.03.06.05.01 Page 2 of 25



AEZ Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L81060-01
Project ID: PINON RIDGE Date Sampled: 03/09/10 17:20
Sample ID: SW-4 Date Received: 03/11/10

Sample Matrix: Surface Water

Inorganic Prep

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst
Total Hot Plate M200.2 ICP 03/12/10 20:03 aeh
Digestion

Metals Analysis

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Aluminum, dissolved  M200.7 ICP 0.08 B mg/L 0.03 0.2  03/18/10 22:41 ear
Antimony, dissolved M200.8 ICP-MS u mg/L 0.0004 0.002 03/22/109:42 erf
Arsenic, dissolved M200.8 ICP-MS U * mg/L 0.0005 0.002 03/22/10 9:42 erf
Barium, dissolved M200.7 ICP 0.006 B mg/L 0.003 0.02 03/18/10 22:41 ear
Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01  03/18/10 22:41 ear
Cadmium, dissolved =~ M200.8 ICP-MS U mg/L 0.0001 0.0005 03/22/10 9:42 erf
Chromium, total M200.7 ICP U mg/L 0.01 0.05 03/16/10 18:22 ear
Copper, dissolved M200.7 ICP u mg/L 0.01 0.05 03/18/10 22:41 ear
Iron, dissolved M200.7 ICP 0.04 B mg/L 0.02 0.05 03/18/10 22:41 ear
Lead, dissolved M200.8 ICP-MS 0.0004 B mg/L 0.0001 0.0005 03/22/10 9:42 erf
Manganese, dissolved M200.7 ICP 0.018 B mg/L 0.005 0.03 03/18/10 22:41 ear
Mercury, dissolved M245.1 CVAA U mg/L 0.0002 0.001 03/18/10 18:57 pmc
Molybdenum, dissolved M200.7 ICP u * mg/L 0.01 0.05 03/19/10 10:48 ear
Nickel, dissolved M200.8 ICP-MS U mg/L 0.0006 0.003 03/22/10 9:42 erf
Potassium, dissolved M200.7 ICP 0.5 B mg/L 0.3 2 03/18/10 22:41 ear
Selenium, dissolved M200.8 ICP-MS U * mg/L 0.0001 0.0005 03/22/10 9:42 erf
Silver, dissolved M200.7 ICP U * mg/L 0.01 0.03  03/19/10 10:48 ear
Thallium, dissolved M200.8 ICP-MS U mg/L 0.0001 0.0005 03/22/10 9:42 erf
Uranium, dissolved M200.8 ICP-MS 0.0002 B mg/L 0.0001 0.0005 03/22/10 9:42 erf
Vanadium, dissolved = M200.7 ICP U * mg/L 0.005 0.03  03/18/10 22:41 ear
Zinc, dissolved M200.8 ICP-MS 0.046 * mg/L 0.002 0.005 03/22/109:42 erf

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Fluoride SM4500F-C U * mg/L 0.1 0.5 03/17/10 14:25 abm
Lab Filtration SM 3030 B * 03/11/10 12:23 jif
Lab Filtration & SM 3030 B * 03/12/10 13:00 jiig
Acidification
Lab Filtration & SM 3030 B * 03/12/10 9:25 ear
Acidification
Nitrate/Nitrite as N M353.2 - H2SO4 preserved 0.20 mg/L 0.02 0.1 03/26/10 22:43 pib
pH (lab) SM4500H+ B
pH 7.0 H units 0.1 0.1 03/15/10 0:00 jic
pH measured at 22.0 C 0.1 0.1 03/15/10 0:00 jic
Residue, Filterable SM2540C 20 mg/L 10 20 03/11/10 14:02 jic
(TDS) @180C
Residue, Non- SM2540D 106 * mg/L 5 20 03/16/10 14:03 abm
Filterable (TSS)
@105C
REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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ACZ Laboratories, Inc. Inorganic

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Reference

Report Header Explanations

Batch
Found
Limit
Lower
MDL
PCN/SCN
PQL
QC
Rec
RPD
Upper
Sample

A distinct set of samples analyzed at a specific time

Value of the QC Type of interest

Upper limit for RPD, in %.

Lower Recovery Limit, in % (except for LCSS, mg/Kg)

Method Detection Limit. Same as Minimum Reporting Limit. Allows for instrument and annual fluctuations.
A number assigned to reagents/standards to trace to the manufacturer's certificate of analysis
Practical Quantitation Limit, typically 5 times the MDL.

True Value of the Control Sample or the amount added to the Spike

Amount of the true value or spike added recovered, in % (except for LCSS, mg/Kg)

Relative Percent Difference, calculation used for Duplicate QC Types

Upper Recovery Limit, in % (except for LCSS, mg/Kg)

Value of the Sample of interest

QC Sample Types

AS
ASD
CcCB
ccv
DUP
ICB
ICV
ICSAB
LCSS
LCSSD
LCSW

Analytical Spike (Post Digestion) LCSWD Laboratory Control Sample - Water Duplicate
Analytical Spike (Post Digestion) Duplicate LFB Laboratory Fortified Blank

Continuing Calibration Blank LFM Laboratory Fortified Matrix

Continuing Calibration Verification standard LFMD Laboratory Fortified Matrix Duplicate
Sample Duplicate LRB Laboratory Reagent Blank

Initial Calibration Blank MS Matrix Spike

Initial Calibration Verification standard MSD Matrix Spike Duplicate

Inter-element Correction Standard - A plus B solutions PBS Prep Blank - Soil

Laboratory Control Sample - Soil PBW Prep Blank - Water

Laboratory Control Sample - Soil Duplicate PQV Practical Quantitation Verification standard
Laboratory Control Sample - Water SDL Serial Dilution

QC Sample Type Explanations

Blanks Verifies that there is no or minimal contamination in the prep method or calibration procedure.
Control Samples Verifies the accuracy of the method, including the prep procedure.

Duplicates Verifies the precision of the instrument and/or method.

Spikes/Fortified Matrix Determines sample matrix interferences, if any.

Standard Verifies the validity of the calibration.

ACZ Qualifiers

B
H
U

(Qual)

Analyte concentration detected at a value between MDL and PQL. The associated value is an estimated quantity.
Analysis exceeded method hold time. pH is a field test with an immediate hold time.

The material was analyzed for, but was not detected above the level of the associated value.

The associated value is either the sample quantitation limit or the sample detection limit.

Method References

@
@
©)
®)
(6)

EPA 600/4-83-020. Methods for Chemical Analysis of Water and Wastes, March 1983.

EPA 600/R-93-100. Methods for the Determination of Inorganic Substances in Environmental Samples, August 1993.
EPA 600/R-94-111. Methods for the Determination of Metals in Environmental Samples - Supplement I, May 1994.
EPA SW-846. Test Methods for Evaluating Solid Waste, Third Edition with Update 1ll, December 1996.

Standard Methods for the Examination of Water and Wastewater, 19th edition, 1995 & 20th edition (1998).

Comments

1) QC results calculated from raw data. Results may vary slightly if the rounded values are used in the calculations.
2) Soil, Sludge, and Plant matrices for Inorganic analyses are reported on a dry weight basis.
?3) Animal matrices for Inorganic analyses are reported on an "as received" basis.
4) An asterisk in the "XQ" column indicates there is an extended qualifier and/or certification qualifier
associated with the result.
For a complete list of ACZ's Extended Qualifiers, please click: http://www.acz.com/public/extquallist.pdf

REPIN09.12.29.01r Page 4 Of 25



Inorganic QC

AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493

Summary

Energy Fuels Resources Corporation ACZ Project ID: L81060

Project ID: PINON RIDGE

Aluminum, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279410

WG279410ICV ICV 03/18/1022:22  11100311-1 2 2.013 mg/L 100.7 95 105

WG2794101CB ICB 03/18/10 22:26 .043 mg/L -0.09 0.09

WG279410PQV PQV 03/18/10 22:29 11100311-6 15 181 mg/L 120.7 70 130

WG279410SIC SIC 03/18/1022:32  11100315-1 200.15 202.473 mg/L 101.2 1 200

WG279410LFB LFB 03/18/1022:38  11100302-2 1 1.057 mg/L 105.7 85 115

L81060-01AS AS 03/18/10 22:44  11100302-2 1 .08 1.211 mg/L 113.1 85 115

L81060-01ASD ASD 03/18/10 22:47  11100302-2 1 .08 1.171 mg/L 109.1 85 115 336 20
WG279410CCV1 ccv 03/18/1023:08  11100311-2 1 1.033 mg/L 103.3 90 110

WG279410CCB1 CCB 03/18/10 23:11 .041 mg/L -0.09 0.09
WG279410CCV2 ccv 03/18/10 23:45  11100311-2 1 1.018 mg/L 101.8 90 110
WG279410CCB2 CCB 03/18/10 23:48 U mg/L -0.09 0.09
WG279410CCV3 CCcv 03/19/10 0:06 11100311-2 1 1999 mg/L 99.9 90 110
WG279410CCB3 CCB 03/19/10 0:09 U mg/L -0.09 0.09

Antimony, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit
WG279465

WG279465ICV ICV 03/22/10 9:05 MS100223-6 .02 .01903  mg/L 95.2 90 110

WG279465ICB ICB 03/22/10 9:08 .00058  mg/L -0.00088 0.00088
WG279465PQV PQV 03/22/10 9:11 MS100317-2 .002 .00232 mg/L 116 70 130

WG279465LFB LFB 03/22/10 9:13 MS100315-6 .01 .00971 mg/L 97.1 85 115

L81043-12AS AS 03/22/10 9:25 MS100315-6 .01 U .01068  mg/L 106.8 70 130

L81043-12ASD ASD 03/22/10 9:28 MS100315-6 .01 U .01099 mg/L 109.9 70 130 286 20
WG279465CCV1 CCv 03/22/10 9:36 MS100315-5 .0125 .01273  mg/L 101.8 90 110

WG279465CCB1 CCB 03/22/10 9:39 u mg/L -0.0012  0.0012
WG279465CCV2 CCVv 03/22/10 10:10 MS100315-5 .0125 .01213  mg/L 97 90 110
WG279465CCB2 CCB 03/22/10 10:13 U mg/L -0.0012  0.0012
WG279465CCV3 Cccv 03/22/10 10:45  MS100315-5 .0125 .01222  mg/L 97.8 90 110
WG279465CCB3 CCB 03/22/10 10:48 U mg/L -0.0012  0.0012

Arsenic, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279465

WG279465ICV ICV 03/22/10 9:05 MS100223-6 .05 .05234  mg/L 104.7 90 110

WG279465ICB ICB 03/22/10 9:08 .00095 mg/L -0.0011  0.0011
WG279465PQV PQV 03/22/10 9:11 MS100317-2  .002002 .00239 mg/L 119.4 70 130

WG279465LFB LFB 03/22/10 9:13 MS100315-6 .05005 .05037  mg/L 100.6 85 115

L81043-12AS AS 03/22/10 9:25 MS100315-6 .05005 .0044 .1036 mg/L 198.2 70 130 M1
L81043-12ASD ASD 03/22/10 9:28 MS100315-6 .05005 .0044 1045 mg/L 200 70 130 086 20 M1
WG279465CCV1 CCv 03/22/10 9:36 MS100315-5 .25025 2447 mg/L 97.8 90 110

WG279465CCB1 CCB 03/22/10 9:39 .00108  mg/L -0.0015  0.0015
WG279465CCV2 CCv 03/22/10 10:10 MS100315-5 .25025 2424 mg/L 96.9 90 110
WG279465CCB2 CCB 03/22/10 10:13 .00083  mg/L -0.0015  0.0015
WG279465CCV3 ccv 03/22/10 10:45  MS100315-5 .25025 244 mg/L 97.5 90 110
WG279465CCB3 CCB 03/22/10 10:48 U mg/L -0.0015  0.0015

REPIN.01.06.05.01
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Inorganic QC

AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493

Summary

Energy Fuels Resources Corporation ACZ Project ID: L81060

Project ID: PINON RIDGE

Barium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279410

WG279410ICV ICV 03/18/1022:22  11100311-1 2 1.9856  mg/L 99.3 95 105

WG279410ICB ICB 03/18/10 22:26 u mg/L -0.009 0.009
WG279410PQV PQV 03/18/1022:29  11100311-6 .015 .0146 mg/L 97.3 70 130

WG279410SIC SIC 03/18/1022:32  11100315-1 1 .0964 mg/L 96.4 80 120
WG279410LFB LFB 03/18/1022:38  11100302-2 5 .5088 mg/L 101.8 85 115

L81060-01AS AS 03/18/10 22:44  11100302-2 5 .006 5245 mg/L 103.7 85 115

L81060-01ASD ASD 03/18/10 22:47  11100302-2 5 .006 5251 mg/L 103.8 85 115 0.11 20
WG279410CCV1 ccv 03/18/1023:08  11100311-2 1 1.0095 mg/L 101 90 110
WG279410CCB1 CCB 03/18/10 23:11 U mg/L -0.009 0.009
WG279410CCV2 Cccv 03/18/10 23:45  11100311-2 1 .9941 mg/L 99.4 90 110
WG279410CCB2 CCB 03/18/10 23:48 u mg/L -0.009 0.009
WG279410CCV3 CCVv 03/19/10 0:06 11100311-2 1 9991 mg/L 99.9 90 110
WG279410CCB3 CCB 03/19/10 0:09 U mg/L -0.009 0.009

Beryllium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit
WG279410

WG279410ICV ICV 03/18/1022:22  11100311-1 2 2.0098 mg/L 100.5 95 105

WG279410ICB ICB 03/18/10 22:26 U mg/L -0.006 0.006
WG279410PQV PQV 03/18/1022:29  11100311-6 .01 .0091 mg/L 91 70 130

WG279410SIC SIC 03/18/1022:32  11100315-1 1 11023 mg/L 102.3 80 120
WG279410LFB LFB 03/18/10 22:38  11100302-2 5 517 mg/L 103.4 85 115

L81060-01AS AS 03/18/10 22:44  11100302-2 5 U 5218 mg/L 104.4 85 115

L81060-01ASD ASD 03/18/10 22:47  11100302-2 5 U .5183 mg/L 103.7 85 115 067 20
WG279410CCV1 ccv 03/18/10 23:.08  11100311-2 1 1.0072  mg/L 100.7 90 110
WG279410CCB1 CCB 03/18/10 23:11 U mg/L -0.006 0.006
WG279410CCV2 CCv 03/18/10 23:45  11100311-2 1 .9947 mg/L 99.5 90 110
WG279410CCB2 CCB 03/18/10 23:48 U mg/L -0.006 0.006
WG279410CCV3 ccv 03/19/10 0:06 11100311-2 1 .9996 mg/L 100 90 110
WG279410CCB3 CCB 03/19/10 0:09 U mg/L -0.006 0.006

Cadmium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit
WG279465

WG279465ICV ICV 03/22/10 9:05 MS100223-6 .05 .05013  mg/L 100.3 90 110

WG279465ICB ICB 03/22/10 9:08 u mg/L -0.00022 0.00022
WG279465PQV PQV 03/22/10 9:11 MS100317-2 .0005005 .00044 mg/L 87.9 70 130
WG279465LFB LFB 03/22/10 9:13 MS100315-6 .05005 .05023 mg/L 100.4 85 115

L81043-12A8 AS 03/22/10 9:25 MS100315-6 .05005 .004 .04917  mg/L 90.2 70 130

L81043-12ASD ASD 03/22/10 9:28 MS100315-6 .05005 .004 .04971 mg/L 91.3 70 130 1.09 20
WG279465CCV1 ccv 03/22/10 9:36 MS100315-5 .1001 .09926 mg/L 99.2 90 110
WG279465CCB1 CCB 03/22/10 9:39 U mg/L -0.0003  0.0003
WG279465CCV2 CCcv 03/22/10 10:10 MS100315-5 .1001 .0986 mg/L 98.5 90 110
WG279465CCB2 CCB 03/22/10 10:13 U mg/L -0.0003  0.0003
WG279465CCV3 ccv 03/22/10 10:45  MS100315-5 .1001 .09925 mg/L 99.2 90 110
WG279465CCB3 CCB 03/22/10 10:48 U mg/L -0.0003  0.0003

REPIN.01.06.05.01
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L81060
Project ID: PINON RIDGE
Chromium, total M200.7 ICP

Analyzed PCN/SCN Sample Found RPD Limit Qual
WG279257
WG279257ICV ICV  03/16/1016:58  11100311-3 2 1975 mglL 988 95 105
WG279257ICB ICB  03/16/10 17:03 u mg/L 0.03 0.03
WG279257PQV PQV  03/16/10 17:06  11100311-6 05 043 mglL 86 70 130
WG279257SIC SIC  03/16/1017:09  11100315-2 A 098  mglL 98 80 120
WG279159LRB LRB  03/16/10 17:15 u mg/L 0022  0.022
WG279159LFB LFB  03/16/1017:18  11100302-2 5 512 mglL 1024 85 115
L81016-01LFM LFM  03/16/1017:25  11100302-2 5 U 513 mglL 1026 70 130
L81016-01LFMD  LFMD  03/16/1017:28  11100302-2 5 U 52 mg/L 104 70 130 136 20
WG279257CCV1 CCV  03/16/1017:50  11100311-4 1 1032 mgl  103.2 90 110
WG279257CCB1 ~ CCB  03/16/10 17:53 u mg/L -0.03 0.03
L81033-07LFM LFM  03/16/1018:09  11100302-2 5 U 48 mg/L 96 70 130
L81033-07LFMD  LFMD  03/16/10 18:12  11100302-2 5 U 507  mglL 1014 70 130 547 20
WG279257CCV2  CCV  03/16/10 18:25  11100311-4 1 1.027  mglL  102.7 90 110
WG279257CCB2  CCB  03/16/10 18:28 u mg/L 0.03 0.03
Copper, dissolved M200.7 ICP

Analyzed PCN/SCN Sample Found Lower Upper RPD Limit Qual
WG279410
WG279410ICV ICV  03/18/1022:22  11100311-1 2 1.9 mg/L 95 95 105
WG279410ICB ICB  03/18/10 22:26 u mg/L -0.03 0.03
WG279410PQV PQV  03/18/1022:29  11100311-6 .05 056  mglL 112 70 130
WG279410SIC SIC  03/18/1022:32  11100315-1 1 A mg/L 100 80 120
WG279410LFB LFB  03/18/1022:38  11100302-2 5 514  mglL  102.8 85 115
L81060-01AS AS 03/18/10 22:44  11100302-2 5 U 514  mglL 10238 85 115
L81060-01ASD ASD  03/18/1022:47  11100302-2 5 U 518  mglL  103.6 85 15 078 20
WG279410CCV1 CCV  03/18/1023:08  11100311-2 1 92 mglL 962 90 110
WG279410CCB1 ~ CCB  03/18/10 23:11 u mg/L -0.03 0.03
WG279410CCV2  CCV  03/18/1023:45  11100311-2 1 956  mgl 956 90 110
WG279410CCB2  CCB  03/18/10 23:48 u mg/L -0.03 0.03
WG279410CCV3  CCV  03/19/100:06 111003112 1 .96 mg/L 9 90 110
WG279410CCB3  CCB  03/19/10 0:09 u mg/L -0.03 0.03
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Inorganic QC

AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493

Summary

Energy Fuels Resources Corporation ACZ Project ID: L81060

Project ID: PINON RIDGE

Fluoride SM4500F-C

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279325

WG279325ICV ICV 03/17/10 11:41  WC100225-1 2 1.91 mg/L 95.5 95 105
WG2793251CB ICB 03/17/10 11:49 u mg/L -0.3 0.3
WG279333

WG279333ICV ICV 03/17/10 14:02 WC100317-1 2 1.91 mg/L 95.5 95 105
WG279333ICB ICB 03/17/10 14:10 u mg/L -0.3 0.3
WG279333PQV PQV 03/17/10 14:15  WC100112-2 5 .51 mg/L 102 70 130
WG279333LFB1 LFB 03/17/10 1418 WC100112-3 5 4.58 mg/L 91.6 90 110
L81060-01AS AS 03/17/10 14:29  WC100112-3 5 U 4.54 mg/L 90.8 90 110
L81060-01DUP DUP 03/17/10 14:37 U u mg/L 0 20 RA
WG279333CCV1 ccv 03/17/10 15:14  WC100317-1 2 1.85 mg/L 92.5 90 110
WG279333CCB1 CCB 03/17/10 15:17 u mg/L -0.3 0.3
WG279333CCV2 Cccv 03/17/10 16:12  WC100317-1 2 1.91 mg/L 95.5 90 110
WG279333CCB2 CCB 03/17/10 16:19 u mg/L -0.3 0.3
WG279333LFB2 LFB 03/17/10 16:50  WC100112-3 5 4.58 mg/L 91.6 90 110
WG279333CCV3 ccv 03/17/10 17:.08  WC100317-1 2 1.88 mg/L 94 90 110
WG279333CCB3 CCB 03/17/10 17:15 u mg/L -0.3 0.3
WG279333CCV4 Cccv 03/17/10 18:.09  WC100317-1 2 1.89 mg/L 94.5 90 110
WG279333CCB4 CCB 03/17/10 18:17 u mg/L -0.3 0.3
WG279333CCV5 ccv 03/17/10 19:10  WC100317-1 2 1.85 mg/L 92.5 90 110
WG279333CCB5 CCB 03/17/10 19:17 u mg/L -0.3 0.3
WG279333CCV6 ccv 03/17/10 19:34  WC100317-1 2 1.9 mg/L 95 90 110
WG279333CCB6 CCB 03/17/10 19:42 u mg/L -0.3 0.3
Iron, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279410

WG279410ICV ICV 03/18/10 22:22  11100311-1 2 2.004 mg/L 100.2 95 105
WG279410I1CB ICB 03/18/10 22:26 u mg/L -0.06 0.06
WG279410PQV PQV 03/18/10 22:29  11100311-6 .05 .046 mg/L 92 70 130
WG279410SIC SIC 03/18/10 22:32  11100315-1 200.05 198.785 mg/L 99.4 1 200
WG279410LFB LFB 03/18/10 22:38  11100302-2 1 1.077 mg/L 107.7 85 115
L81060-01AS AS 03/18/10 22:44  11100302-2 1 .04 1.131 mg/L 109.1 85 115
L81060-01ASD ASD 03/18/10 22:47  11100302-2 1 .04 1.134 mg/L 109.4 85 115 026 20
WG279410CCV1 Cccv 03/18/10 23:08  11100311-2 1 1.017 mg/L 101.7 90 110
WG279410CCB1 CCB 03/18/10 23:11 u mg/L -0.06 0.06
WG279410CCV2 ccv 03/18/10 23:45  11100311-2 1 1.019 mg/L 101.9 90 110
WG279410CCB2 CCB 03/18/10 23:48 u mg/L -0.06 0.06
WG279410CCV3 Cccv 03/19/10 0:06 11100311-2 1 1.016 mg/L 101.6 90 110
WG279410CCB3 CCB 03/19/10 0:09 u mg/L -0.06 0.06
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L81060
Project ID: PINON RIDGE

Lead, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279465

WG279465I1CV ICV 03/22/10 9:05 MS100223-6 .05 .05285 mg/L 105.7 90 110

WG2794651CB ICB 03/22/10 9:08 U mg/L -0.00022 0.00022
WG279465PQV PQV 03/22/10 9:11 MS100317-2 .0005005 .0005 mg/L 99.9 70 130

WG279465LFB LFB 03/22/10 9:13 MS100315-6 .05005 .05379 mg/L 107.5 85 115

L81043-12AS AS 03/22/10 9:25 MS100315-6 .05005 U .05292 mg/L 105.7 70 130

L81043-12ASD ASD 03/22/10 9:28 MS100315-6 .05005 U .05317  mg/L 106.2 70 130 0.47 20
WG279465CCV1 ccv 03/22/10 9:36 MS100315-5 .25025 .2498 mg/L 99.8 90 110
WG279465CCB1 CCB 03/22/10 9:39 U mg/L -0.0003 0.0003
WG279465CCV2 CCcv 03/22/10 10:10  MS100315-5 .25025 2479 mg/L 99.1 20 110
WG279465CCB2 CCB 03/22/10 10:13 .00016 mg/L -0.0003 0.0003
WG279465CCV3 Cccv 03/22/10 10:45 MS100315-5 .25025 2483 mg/L 99.2 90 110
WG279465CCB3 CCB 03/22/10 10:48 U mg/L -0.0003 0.0003
Manganese, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279410

WG279410ICV ICV 03/18/10 22:22 11100311-1 2 1.9671 mg/L 98.4 95 105
WG279410I1CB ICB 03/18/10 22:26 U mg/L -0.015 0.015
WG279410PQV PQV 03/18/10 22:29 11100311-6 .025 .0238 mg/L 95.2 70 130

WG279410SIC SIC 03/18/1022:32  11100315-1 50.025 48.5367 mg/L 97 1 200
WG279410LFB LFB 03/18/10 22:38 11100302-2 5 5183 mg/L 103.7 85 115

L81060-01AS AS 03/18/10 22:44 11100302-2 5 .018 5394 mg/L 104.3 85 115

L81060-01ASD ASD 03/18/10 22:47 11100302-2 5 .018 .5366 mg/L 103.7 85 115 0.52 20
WG279410CCV1 ccv 03/18/10 23:08 11100311-2 1 1.008 mg/L 100.8 90 110
WG279410CCB1 CCB 03/18/10 23:11 U mg/L -0.015 0.015
WG279410CCV2 Cccv 03/18/10 23:45 11100311-2 1 .9985 mg/L 99.9 90 110
WG279410CCB2 CCB 03/18/10 23:48 U mg/L -0.015 0.015
WG279410CCV3 Cccv 03/19/10 0:06 11100311-2 1 .9963 mg/L 99.6 90 110
WG279410CCB3 CCB 03/19/10 0:09 U mg/L -0.015 0.015

Mercury, dissolved M245.1 CVAA

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279359

WG279359ICV ICV 03/18/10 18:46  11100304-1 .005015 .00491 mg/L 97.9 95 105
WG279359I1CB ICB 03/18/10 18:48 U mg/L -0.0002 0.0002
WG279359PQV PQV 03/18/10 18:50  11100304-2 .001 .00098  mg/L 98 70 130
WG279359LRB LRB 03/18/10 18:53 U mg/L -0.00044 0.00044
WG279359LFB LFB 03/18/10 18:55  11100304-4 .002 .00192 mg/L 96 85 115
L81060-01LFM LFM 03/18/10 18:59  11100304-4 .002 U .0019 mg/L 95 85 115
L81060-01LFMD LFMD 03/18/10 19:02  11100304-4 .002 U .00188  mg/L 94 85 115 1.06 20
WG279359CCV1 Cccv 03/18/10 19:13  11100304-1 .005015 .005 mg/L 99.7 90 110
WG279359CCB1 CCB 03/18/10 19:15 U mg/L -0.0002 0.0002
WG279359CCV2 Cccv 03/18/10 19:39 11100304-1 .005015 .00499 mg/L 99.5 20 110
WG279359CCB2 CCB 03/18/10 19:42 U mg/L -0.0002 0.0002
WG279359CCV3 CCVv 03/18/10 20:00 11100304-1 .005015 .005 mg/L 99.7 90 110
WG279359CCB3 CCB 03/18/10 20:03 U mg/L -0.0002 0.0002

REPIN.01.06.05.01 Page 9ol 25



Inorganic QC

AEZ Laboratories, Inc.

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary

Energy Fuels Resources Corporation ACZ Project ID: L81060

Project ID: PINON RIDGE

Molybdenum, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279439

WG279439ICV1 ICV 03/19/10 10:28  11100311-1 2 2.062 mg/L 103.1 95 105
WG2794391CB ICB 03/19/10 10:31 U mg/L -0.03 0.03
WG279439PQV PQV 03/19/10 10:35  11100311-6 .05 .057 mg/L 114 70 130
WG279439SIC SIC 03/19/10 10:38  11100315-1 A .099 mg/L 99 80 120
WG279439LFB LFB 03/19/10 10:45  11100302-2 5 .554 mg/L 110.8 85 115

L81060-01AS AS 03/19/10 10:51  11100302-2 5 U 584 mg/L 116.8 85 115 MA
L81060-01ASD ASD 03/19/10 10:54  11100302-2 5 U .565 mg/L 113 85 115 3.31 20
WG279439CCV1 Cccv 03/19/10 11:08  11100311-2 1 1.099 mg/L 109.9 90 110
WG279439CCB1 CCB 03/19/10 11:11 U mg/L -0.03 0.03
WG279439CCV2 ccv 03/19/10 11:47  11100311-2 1 1.104 mg/L 110.4 90 110
WG279439CCB2 CCB 03/19/10 11:50 u mg/L -0.03 0.03
WG279439CCB3 CCB 03/19/10 12:07 U mg/L -0.03 0.03

Nickel, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit
WG279465

WG2794651CV ICV 03/22/10 9:05 MS100223-6 .05 .05259 mg/L 105.2 90 110

WG2794651CB ICB 03/22/10 9:08 U mg/L -0.00132 0.00132
WG279465PQV PQV 03/22/10 9:11 MS100317-2  .003003 .0026 mg/L 86.6 70 130

WG279465LFB LFB 03/22/10 9:13 MS100315-6 .05005 .05181 mg/L 103.5 85 115

L81043-12AS AS 03/22/10 9:25 MS100315-6  .05005 .0182  .06403 mg/L 91.6 70 130

L81043-12ASD ASD 03/22/10 9:28 MS100315-6 .05005 .0182 .06489 mg/L 93.3 70 130 1.33 20
WG279465CCV1 Cccv 03/22/10 9:36 MS100315-5 .25025 .2587 mg/L 103.4 90 110
WG279465CCB1 CCB 03/22/10 9:39 U mg/L -0.0018  0.0018
WG279465CCV2 Cccv 03/22/10 10:10  MS100315-5 .25025 .2599 mg/L 103.9 90 110
WG279465CCB2 CCB 03/22/10 10:13 U mg/L -0.0018  0.0018
WG279465CCV3 CCv 03/22/10 10:45  MS100315-5 .25025 .258 mg/L 103.1 90 110
WG279465CCB3 CCB 03/22/10 10:48 U mg/L -0.0018  0.0018
Nitrate/Nitrite as N M353.2 - H2SO4 preserved

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit
WG279809

WG279809ICV ICV 03/26/10 21:04  WI100323-9 2.416 2.339 mg/L 96.8 90 110

WG2798091CB ICB 03/26/10 21:05 U mg/L -0.06 0.06

WG279812

WG279812CCV1 ccv 03/26/10 22:37  WI100323-1 2 1.98 mg/L 99 90 110
WG279812CCB1 CCB 03/26/10 22:40 u mg/L -0.06 0.06
WG279812LFB LFB 03/26/10 22:42  WI100319-1 2 1.951 mg/L 97.6 90 110

L81060-01AS AS 03/26/10 22:44  WI100319-1 2 2 2.26 mg/L 103 90 110
L81063-01DUP DUP 03/26/10 22:47 .22 231 mg/L 4.9 20
WG279812CCV2 Cccv 03/26/10 22:55  WI100323-1 2 1.99 mg/L 99.5 90 110
WG279812CCB2 CCB 03/26/10 22:58 u mg/L -0.06 0.06
WG279812CCV3 CCv 03/26/10 23:12  WI100323-1 2 1.988 mg/L 99.4 90 110
WG279812CCB3 CCB 03/26/10 23:15 U mg/L -0.06 0.06

REPIN.01.06.05.01
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L81060
Project ID: PINON RIDGE

pH (lab) M150.1 - Electrometric

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279212

WG279212LCSW3  LCSW  03/15/10 14:23  PCN33150 6 6.05 units 100.8 98 102
WG279212LCSW6  LCSW  03/15/10 17:45  PCN33150 6 6.06 units 101 98 102

L81061-07DUP DUP 03/15/10 18:57 7.6 7.62 units 0.3 20
WG279212LCSW9  LCSW  03/15/10 20:51 PCN33150 6 6.07 units 101.2 98 102
WG279212LCSW12 LCSW  03/16/10 0:57 PCN33150 6 6.06 units 101 98 102
WG279212LCSW15 LCSW  03/16/10 2:23 PCN33150 6 6.05 units 100.8 98 102

Potassium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279410

WG2794101CV ICV 03/18/10 22:22 11100311-1 20 20 mg/L 100 95 105

WG2794101CB ICB 03/18/10 22:26 U mg/L -0.9 0.9

WG279410PQV PQV 03/18/1022:29  11100311-6 1.5 1.82 mg/L 121.3 70 130

WG279410SIC SIC 03/18/10 22:32  11100315-1 1.5 1.55 mg/L 103.3 80 120

WG279410LFB LFB 03/18/1022:38  11100302-2 99.97161 107.74 mg/L 107.8 85 115

L81060-01AS AS 03/18/10 22:44  11100302-2 99.97161 5 109.85 mg/L 109.4 85 115

L81060-01ASD ASD 03/18/10 22:47  11100302-2 99.97161 5 108.98 mg/L 108.5 85 115 0.8 20
WG279410CCV1 ccv 03/18/10 23:08  11100311-2 10 10.25 mg/L 102.5 90 110

WG279410CCB1 CCB 03/18/10 23:11 U mg/L -0.9 0.9

WG279410CCV2 ccv 03/18/10 23:45  11100311-2 10 10.07 mg/L 100.7 90 110

WG279410CCB2 CCB 03/18/10 23:48 U mg/L -0.9 0.9

WG279410CCV3 CCcv 03/19/10 0:06 11100311-2 10 10.18 mg/L 101.8 90 110

WG279410CCB3 CCB 03/19/10 0:09 U mg/L -0.9 0.9

Residue, Filterable (TDS) @180C SM2540C

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279110

WG279110PBW PBW  03/11/10 13:50 u mg/L -20 20

WG279110LCSW  LCSW  03/11/1013:50 ~ PCN33553 260 254  mglL 977 80 120

L81069-02DUP DUP 03/11/10 14.04 3190 3220 mg/L 0.9 20

Residue, Non-Filterable (TSS) @105C SM2540D

ACZID Type  Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279279

WG279279PBW PBW  03/16/10 14:00 u mg/L -15 15

WG279279LCSW LCSW 03/16/10 14:01  PCN33553 160 159 mg/L 99.4 80 120

L81139-02DUP DUP 03/16/10 14:15 U U mg/L 0 20 RA
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Inorganic QC

AEZ Laboratories, Inc.

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary

Energy Fuels Resources Corporation ACZ Project ID: L81060

Project ID: PINON RIDGE

Selenium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279465

WG279465I1CV ICV 03/22/10 9:05 MS100223-6 .05 .05056 mg/L 101.1 90 110

WG2794651CB ICB 03/22/10 9:08 U mg/L -0.00022 0.00022

WG279465PQV PQV 03/22/10 9:11 MS100317-2 .00025025 .00023 mg/L 91.9 70 130

WG279465LFB LFB 03/22/10 9:13 MS100315-6 .05005 .04858 mg/L 97.1 85 115

L81043-12AS AS 03/22/10 9:25 MS100315-6 .05005 .0638 .1808 mg/L 233.8 70 130 M1
L81043-12ASD ASD 03/22/10 9:28 MS100315-6 .05005 .0638 1809 mg/L 234 70 130 0.06 20 M1
WG279465CCV1 ccv 03/22/10 9:36 MS100315-5 .25025 .2503 mg/L 100 90 110

WG279465CCB1 CCB 03/22/10 9:39 .00011 mg/L -0.0003 0.0003

WG279465CCV2 CCVv 03/22/10 10:10  MS100315-5 .25025 2437 mg/L 97.4 90 110

WG279465CCB2 CCB 03/22/10 10:13 .00016 mg/L -0.0003 0.0003

WG279465CCV3 Cccv 03/22/10 10:45  MS100315-5 .25025 249 mg/L 99.5 90 110

WG279465CCB3 CCB 03/22/10 10:48 .00014 mg/L -0.0003 0.0003

Silver, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279439

WG279439ICV1 ICV 03/19/10 10:28  11100311-1 1.001 1.004 mg/L 100.3 95 105

WG2794391CB ICB 03/19/10 10:31 U mg/L -0.03 0.03

WG279439PQV PQV 03/19/10 10:35  11100311-6 .025 .028 mg/L 112 70 130

WG279439SIC SIC 03/19/10 10:38  11100315-1 A .088 mg/L 88 80 120

WG279439LFB LFB 03/19/10 10:45  11100302-2 5 527 mg/L 105.4 85 115

L81060-01AS AS 03/19/10 10:51 11100302-2 5 U 353 mg/L 70.6 85 115 M2 ZA
L81060-01ASD ASD 03/19/10 10:54  11100302-2 5 U 339 mg/L 67.8 85 115 4.05 20 M2 ZA
WG279439CCV1 Cccv 03/19/10 11:08  11100311-2 5005 523 mg/L 104.5 90 110

WG279439CCB1 CCB 03/19/10 11:11 U mg/L -0.03 0.03

WG279439CCV2 Cccv 03/19/10 11:47  11100311-2 .5005 .53 mg/L 105.9 90 110

WG279439CCB2 CCB 03/19/10 11:50 U mg/L -0.03 0.03

WG279439CCV3 Cccv 03/19/10 12:03  11100311-2 .5005 539 mg/L 107.7 90 110

WG279439CCB3 CCB 03/19/10 12:07 U mg/L -0.03 0.03

Thallium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279465

WG279465ICV ICV 03/22/10 9:05 MS100223-6 .05 .05266 mg/L 105.3 20 110

WG2794651CB ICB 03/22/10 9:08 U mg/L -0.00022 0.00022

WG279465PQV PQV 03/22/10 9:11 MS100317-2  .000501 .0005 mg/L 99.8 70 130

WG279465LFB LFB 03/22/10 9:13 MS100315-6 .0501 .05277 mg/L 105.3 85 115

L81043-12AS AS 03/22/10 9:25 MS100315-6 .0501 .0002 .05478 mg/L 108.9 70 130

L81043-12ASD ASD 03/22/10 9:28 MS100315-6 .0501 .0002 .05506 mg/L 109.5 70 130 0.51 20
WG279465CCV1 Cccv 03/22/10 9:36 MS100315-5 .1002 .1002 mg/L 100 90 110

WG279465CCB1 CCB 03/22/10 9:39 u mg/L -0.0003  0.0003

WG279465CCV2 Cccv 03/22/10 10:10  MS100315-5 .1002 .1002 mg/L 100 90 110

WG279465CCB2 CCB 03/22/10 10:13 U mg/L -0.0003 0.0003

WG279465CCV3 CCcVv 03/22/10 10:45 MS100315-5 .1002 .1003 mg/L 100.1 90 110

WG279465CCB3 CCB 03/22/10 10:48 U mg/L -0.0003 0.0003

REPIN.01.06.05.01
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L81060

Project ID: PINON RIDGE

Uranium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG279465

WG279465ICV ICV 03/22/10 9:05 MS100223-6 .05 .05028 mg/L 100.6 90 110

WG2794651CB ICB 03/22/10 9:08 U mg/L -0.00022 0.00022

WG279465PQV PQV 03/22/10 9:11 MS100317-2 .0005 .0005 mg/L 100 70 130

WG279465LFB LFB 03/22/10 9:13 MS100315-6 .05 .04935 mg/L 98.7 85 115

L81043-12AS AS 03/22/10 9:25 MS100315-6 .05 .0007 .05217 mg/L 102.9 70 130

L81043-12ASD ASD 03/22/10 9:28 MS100315-6 .05 .0007 .05252 mg/L 103.6 70 130 0.67 20
WG279465CCV1 Cccv 03/22/10 9:36 MS100315-5 A .09703 mg/L 97 90 110

WG279465CCB1 CCB 03/22/10 9:39 U mg/L -0.0003  0.0003

WG279465CCV2 ccv 03/22/10 10:10  MS100315-5 A .09453 mg/L 94.5 90 110

WG279465CCB2 CCB 03/22/10 10:13 U mg/L -0.0003  0.0003

WG279465CCV3 Cccv 03/22/10 10:45 MS100315-5 A .09584  mg/L 95.8 90 110

WG279465CCB3 CCB 03/22/10 10:48 U mg/L -0.0003  0.0003

Vanadium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279410

WG2794101CV ICV 03/18/10 22:22  11100311-1 2 2.0983 mg/L 104.9 95 105

WG2794101CB ICB 03/18/10 22:26 U mg/L -0.015 0.015

WG279410PQV PQV 03/18/1022:29  11100311-6 .025 .0238 mg/L 95.2 70 130

WG279410SIC SIC 03/18/1022:32  11100315-1 A 102 mg/L 102 80 120

WG279410LFB LFB 03/18/1022:38  11100302-2 5 .5669 mg/L 113.4 85 115

L81060-01AS AS 03/18/10 22:44  11100302-2 5 U .5822 mg/L 116.4 85 115 MA
L81060-01ASD ASD 03/18/10 22:47  11100302-2 5 U 5721 mg/L 114.4 85 115 1.75 20
WG279410CCV1 CCV  03/18/1023:08  11100311-2 1 10764 mglL  107.6 90 110

WG279410CCB1 CCB 03/18/10 23:11 U mg/L -0.015 0.015

WG279410CCV2 CCcv 03/18/10 23:45  11100311-2 1 1.0715 mg/L 107.2 90 110

WG279410CCB2 CCB 03/18/10 23:48 U mg/L -0.015 0.015

WG279410CCV3 ccv 03/19/10 0:06 11100311-2 1 1.0636  mg/L 106.4 90 110

WG279410CCB3 CCB 03/19/10 0:09 U mg/L -0.015 0.015

Zinc, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG279465

WG2794651CV ICV 03/22/10 9:05 MS100223-6 .05 .0521 mg/L 104.2 90 110

WG2794651CB ICB 03/22/10 9:08 U mg/L -0.0044  0.0044

WG279465PQV PQV 03/22/10 9:11 MS100317-2  .005008 .0047 mg/L 93.8 70 130

WG279465LFB LFB 03/22/10 9:13 MS100315-6 .05008 .052 mg/L 103.8 85 115

L81043-12AS AS 03/22/10 9:25 MS100315-6 .05008 .695 7276 mg/L 65.1 70 130 M3
L81043-12ASD ASD 03/22/10 9:28 MS100315-6 .05008 .695 .7333 mg/L 76.5 70 130 0.78 20
WG279465CCV1 Cccv 03/22/10 9:36 MS100315-5 .5008 5273 mg/L 105.3 90 110

WG279465CCB1 CCB 03/22/10 9:39 U mg/L -0.006 0.006

WG279465CCV2 CCv 03/22/10 10:10 MS100315-5 .5008 5245 mg/L 104.7 90 110

WG279465CCB2 CCB 03/22/10 10:13 U mg/L -0.006 0.006

WG279465CCV3 Cccv 03/22/10 10:45 MS100315-5 .5008 5273 mg/L 105.3 90 110

WG279465CCB3 CCB 03/22/10 10:48 U mg/L -0.006 0.006
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/IEZ Laboratories, Inc. Inorganic Extended

2773 Downbhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 Qua'ifier Report
Energy Fuels Resources Corporation ACZ Project ID: L81060
ACZ ID WORKNUM PARAMETER METHOD QUAL DESCRIPTION
L81060-01 WG279465 Arsenic, dissolved M200.8 ICP-MS M1 Matrix spike recovery was high, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG279439  Molybdenum, dissolved M200.7 ICP MA Recovery for either the spike or spike duplicate was outside

of the acceptance limits; the RPD was within the
acceptance limits.

WG279465  Selenium, dissolved M200.8 ICP-MS M1 Matrix spike recovery was high, the recovery of the
associated control sample (LCS or LFB) was acceptable.

WG279439  Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

WG279410 Vanadium, dissolved M200.7 ICP MA Recovery for either the spike or spike duplicate was outside
of the acceptance limits; the RPD was within the
acceptance limits.

WG279465  Zinc, dissolved M200.8 ICP-MS M3 The spike recovery value is unusable since the analyte
concentration in the sample is disproportionate to the spike
level. The recovery of the associated control sample (LCS
or LFB) was acceptable.

WG279333  Fluoride SM4500F-C RA Relative Percent Difference (RPD) was not used for data
validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

WG279279 Residue, Non-Filterable (TSS) @105C  SM2540D RA Relative Percent Difference (RPD) was not used for data
validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

REPAD.15.06.05.01
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AL Z Lavoratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L81060-01

Project ID: PINON RIDGE Date Sampled: 03/09/10 17:20
Sample ID: SW-4 Date Received: 03/11/10

Locator: Sample Matrix: Surface Water

Gross Alpha, dissolved Prep Method:
M9310

Gross Alpha, dissolved 03/22/10 12:50 7.2 2.6 1.4 pCi/L jig
Lead 210, dissolved Prep Method:

EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst

Lead 210, dissolved 03/24/10 10:39 1.9 1.7 5.7 pCi/L * mtb

Lead 210, total Prep Method:
EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Lead 210, total 03/24/10 14:20 55 1.5 4.5 pCi/L * mtb
Radium 226 + Alpha Emitting Radium Isotopes, dissolved Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 03/25/10 10:39 0.11 0.09 0.35 pCi/L jig
Radium 226 + Alpha Emitting Radium Isotopes, total Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 03/25/10 10:39 0.87 0.33 0.84 pCi/L * jig
Radium 228, dissolved Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 228, dissolved 03/24/10 15:50 0.75 0.49 1.3 pCi/L jig
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L81060-01

Project ID: PINON RIDGE Date Sampled: 03/09/10 17:20
Sample ID: SW-4 Date Received: 03/11/10

Locator: Sample Matrix: Surface Water
Radium 228, total Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units XQ Analyst
Radium 228, total 03/24/10 13:44 0.46 0.47 1.2 pCi/L iig
Thorium, Isotopic Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 03/23/10 19:33 0.18 0.31 0.2 pCi/L * mtb
Thorium 230 03/23/10 19:33 0.66 0.4 0.52 pCi/L * mtb
Thorium 232 03/23/10 19:33 0.05 0.15 0.2 pCi/L * mtb
Thorium, Isotopic (Dissolved) Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 03/23/10 19:33 -0.35 0.31 0.22 pCi/L * mtb
Thorium 230 03/23/10 19:33 -0.05 0.32 0.57 pCi/L * mtb
Thorium 232 03/23/10 19:33 -0.07 0.14 0.22 pCi/L * mtb
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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/II:Z Laboratories, Inc. Radiochemistry

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Reference

Report Header Explanations

Batch A distinct set of samples analyzed at a specific time

Error(+/-)  Calculated sample specific uncertainty

Found Value of the QC Type of interest

Limit Upper limit for RPD, in %.

LCL Lower Control Limit, in % (except for LCSS, mg/Kg)

LLD Calculated sample specific Lower Limit of Detection

PCN/SCN A number assigned to reagents/standards to trace to the manufacturer's certificate of analysis
PQL Practical Quantitation Limit

QC True Value of the Control Sample or the amount added to the Spike

Rec Amount of the true value or spike added recovered, in % (except for LCSS, mg/Kg)
RER Relative Error Ratio, calculation used for Dup. QC taking into account the error factor.
UCL Upper Control Limit, in % (except for LCSS, mg/Kg)

Sample Value of the Sample of interest

QC Sample Types

DUP Sample Duplicate MS/MSD Matrix Spike/Matrix Spike Duplicate
LCSS Laboratory Control Sample - Soil PBS Prep Blank - Soil
LCSW Laboratory Control Sample - Water PBW Prep Blank - Water

QC Sample Type Explanations

Blanks Verifies that there is no or minimal contamination in the prep method procedure.
Control Samples Verifies the accuracy of the method, including the prep procedure.

Duplicates Verifies the precision of the instrument and/or method.

Matrix Spikes Determines sample matrix interferences, if any.

ACZ Qualifiers (Qual)
H Analysis exceeded method hold time.

Poor spike recovery accepted because the other spike in the set fell within the given limits.

High Replicate Error Ratio (RER) accepted because sample concentrations are less than 10x the MDL.
No nuclides detected above the Lower Limit of Detection (LLD)

High blank data accepted because sample concentration is 10 times higher than blank concentration
QC is out of control. See Case Narrative.

N X < cCc =3

Poor spike recovery is accepted because sample concentration is four times greater than spike concentration.

Method Prefix Reference

M EPA methodology, including those under SDWA, CWA, and RCRA

SM Standard Methods for the Examination of Water and Wastewater, 19th edition (1995) & 20th edition (1998).

D ASTM

RP DOE

ESM DOE/ESM

1) Solid matrices are reported on a dry weight basis.

2) Preparation method: "Method" indicates preparation defined in analytical method.

?3) QC results calculated from raw data. Results may vary slightly if the rounded values are used in the calculations.
4) An asterisk in the "XQ" column indicates there is an extended qualifier and/or certification

qualifier associated with the result.
For a complete list of ACZ's Extended Qualifiers, please click: http://www.acz.com/public/extquallist.pdf

REPIN09.12.29.01rc
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AEZ Laboratories, Inc.

2773 Downbhill Drive

Steamboat Springs, CO 80487

(800) 334-5493

Radiochemistry QC

Summary

Energy Fuels Resources Corporation

Project ID:

PINON RIDGE

ACZ Project ID: L81060

Gross Alpha, dissolved

M9310

Analyzed PCN/SCN

QC Sample Error

Found Error

pCilL

Limit

WG279623

WG279445PBW  PBW
WG279445LCSW LCSW
L81049-02DUP  DUP-RER
L81063-01DUP  DUP-RER
L81049-03MS MS

03/22/10

03/22/10 RC091218-1 81.06

03/22/10 -0.13 1 1.5
03/22/10 5.4 2.8 21

03/22/10 RC091218-1 81.06 12 4 22

84
.64
3.3
83

1.1
7.8
1.3
25
9.6

Lower Upper RPD/RER

14 2.8
14 1036 57 133
1.5 0.47
21 0.56

21 87.6 57 133

Lead 210, dissolved

EICHROM, OTWO01

Analyzed PCN/SCN

QC Sample Error

Found Error

pCilL

Limit

WG279728

WG279374LCSW LCSW
WG279374PBW  PBW
L81053-01DUP  DUP-RER
L81053-02MS MS

03/24/10 RC090330-1 78.03

03/24/10

03/24/10 1.7 15 5.1
03/24/10 RC090330-1 78.03 0.01 15 5.2

22
14
1.6
2.7

Lower Upper RPD/RER

4.2 61.5 47 102
4.8 9.6
54 0.78 2
5.9 60.2 47 102

Lead 210, total

EICHROM, OTWO01

pCilL

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER  Limit
WG279726
WG279374LCSW LCSW 03/24/10 RC090330-1 78.03 48 22 4.2 61.5 47 102
WG279374PBW  PBW 03/24/10 0 1.4 4.8 9.6
L81053-02MS MS 03/24/10 RC090330-1 78.03 0.01 15 5.2 47 2.7 5.9 60.2 47 102
L81053-01DUP DUP-RER 03/24/10 1.7 1.5 5.1 0 1.6 54 0.78 2
L81089-10DUP DUP-RER 03/24/10 1.3 14 4.6 0 1.5 5 0.63
Radium 226 + Alpha Emitting Radium M903.0 pCi/L

Analyzed PCN/SCN

QC Sample

Error

Error

Lower Upper RPD/RER

WG279806

WG279362PBW  PBW
WG279362LCSW LCSW
L80916-01DUP  DUP-RER
L81052-01DUP  DUP-RER
L80926-01MS MS

03/25/10

03/25/10 RC100111-3 23.92

03/25/10 0.19 0.1 0.35
03/25/10 0.11 0.1 0.37
03/25/10 RC100111-3 23.92 032 0.13 0.37

.03
24
18
.07
23

0.11
0.08
0.99

0.45 0.9

0.41 100.4 74 123

0.34 0.06

0.36 0.31 2
038 948 74 123

Radium 226 + Alpha Emitting Radium M903.0

Analyzed PCN/SCN

QC Sample Error

Error

pCi/L

Lower Upper RPD/RER  Limit

WG279807

WG279362PBW  PBW
WG279362LCSW LCSW
L80916-01DUP  DUP-RER
L81052-01DUP  DUP-RER

03/25/10

03/25/10 RC100111-3 23.92

03/25/10 019 0.1 0.35
03/25/10 0.11 0.1 0.37

.03
24
18

.07

0.11
0.08

0.45 0.9
0.41 100.4 74 123
0.34 0.06
0.36 0.31

REPRC.01.06.05.01
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AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493

Energy Fuels Resources Corporation

Radiochemistry QC

Summary

ACZ Project ID: L81060

Project ID: PINON RIDGE
Radium 228, dissolved M904.0 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER  Limit Qual
WG279871
WG279510PBW  PBW 03/24/10 .36 0.46 1.3 2.6
WG279510LCSW LCSW 03/24/10 RC081219-1 12.93 7.3 0.91 1.3 56.4 49 132
L81052-02MS MS 03/24/10 RC081219-1 1293 051 0.46 1.3 8.2 0.81 1.2 59.5 49 132
L81012-02DUP DUP-RER 03/24/10 0.9 0.47 1.3 .63 0.41 1.2 0.43 2
L81085-03DUP  DUP-RER 03/24/10 -0.17 044 1.3 2 0.34 1.1 0.67 2
Radium 228, total M904.0 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER Limit Qual
WG279872
WG279510LCSW LCSW 03/24/10 RC081219-1 12.93 7.3 0.91 1.3 56.4 49 132
WG279510PBW  PBW 03/24/10 .36 0.46 1.3 2.6
L81012-02DUP  DUP-RER 03/24/10 0.9 0.47 1.3 .63 0.41 1.2 0.43 2
L81052-02MS MS 03/24/10 RC081219-1 12.93 0.51 0.46 1.3 8.2 0.81 1.2 59.5 49 132
Thorium 228 ESM 4506 pCi/L

Analyzed PCN/SCN QC Sample Error Found Error Lower Upper RPD/RER  Limit Qual
WG279679
WG279209PBW  PBW 03/23/10 -16 019 021 0.42
L81053-01DUP  DUP-RER 03/23/10 0.28 0.2 0.21 .03 0.23 0.2 0.82 2
L81053-02DUP DUP-RER 03/23/10 -0.02 0.21 0.2 A2 026 0.18 0.42 2
WG279680
WG279209PBW  PBW 03/23/10 -16 019 021 0.42
L81053-01DUP  DUP-RER 03/23/10 0.28 0.2 0.21 .03 0.23 0.2 0.82 2
L81053-02DUP  DUP-RER 03/23/10 -0.02 0.21 0.2 12 026 0.18 0.42 2
Thorium 230 ESM 4506 pCi/L

Analyzed PCN/SCN

QC Sample

Error

Found

Error

Lower Upper RPD/RER

Limit

Qual

WG279679

WG279209PBW  PBW
WG279209LCSW LCSW
L81053-01DUP  DUP-RER
L81053-02DUP  DUP-RER
L81053-01MS MS

WG279680

WG279209PBW  PBW
WG279209LCSW LCSW
L81053-01DUP  DUP-RER
L81053-02DUP  DUP-RER
L81053-01MS MS

03/23/10
03/23/10
03/23/10
03/23/10
03/23/10

03/23/10
03/23/10
03/23/10
03/23/10
03/23/10

RC091215-1

RC091215-1

RC091215-1

RC091215-1

162.12

162.12

162.12

162.12

-0.02
-0.19
-0.02

-0.02
-0.19
-0.02

-24
170
025 054 -27
026  0.51 14
025 054 170
-.24
170
025 054 -27
026 0.51 14
025 0.54 170

0.26
4.3
0.24
0.27
43

0.26
4.3
0.24
0.27
4.3

0.54
0.57
0.51
0.46
0.57

0.54
0.57
0.51
0.46
0.57

104.9

104.9

104.9

104.9

91

91

91

91

1.08
119

119

1.08
119

119

0.72
0.88

0.72
0.88

REPRC.01.06.05.01
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AEZ Laboratories, Inc. Radiochemistry QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L81060
Project ID: PINON RIDGE
Thorium 232 ESM 4506 pCi/L

Analyzed PCN/SCN QC Sample Error LLD Found Error Rec Lower Upper RPD/RER Limit Qual
WG279679
WG2792090PBW PBW  03/23/10 .02 005 021 0.42
L81053-01DUP DUP-RER 03/23/10 002 013 021 -02 011 02 0.23
L81053-02DUP DUP-RER 03/23/10 002 005 02 -06 007 018 046 2
WG279680
WG279200PBW PBW  03/23/10 202 005 021 0.42
L81053-01DUP DUP-RER 03/23/10 002 013 021 -02 011 02 023 2
L81053-02DUP DUP-RER 03/23/10 002 005 02 -06 007 018 046 2

REPRC.01.06.05.01 Page 20 of 25



AEZ Laboratories, Inc. RadChem Extended

2773 Downbhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 Qua| ifier Report

ACZ Project ID: L81060

Energy Fuels Resources Corporation

ACZ ID WORKNUM PARAMETER METHOD QUAL DESCRIPTION

L81060-01 WG279807 Radium 226 + Alpha Emitting Radium M903.0 N1 See Case Narrative.

Isotopes, total

REPAD.15.06.05.01
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AEZ Laboratories, Inc. Certification

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Qualifiers

Energy Fuels Resources Corporation ACZ Project ID: L81060

Radiochemistry

The following parameters are not offered for certification or are not covered by NELAC certificate #ACZ.

Lead 210, dissolved EICHROM, OTWO01
Lead 210, total EICHROM, OTWO01
Thorium 228 ESM 4506
Thorium 230 ESM 4506
Thorium 232 ESM 4506

Wet Chemistry

The following parameters are not offered for certification or are not covered by NELAC certificate #ACZ.

Lab Filtration SM 3030 B
Lab Filtration & Acidification SM 3030 B
REPAD.05.06.05.01
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ACZ Laboratories, Inc. Sample

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 Receipt
Energy Fuels Resources Corporation ACZ Project ID: L81060
Date Received: 03/11/2010 10:11
Received By:
Date Printed: 3/11/2010

Receipt Verification
YES NO NA

1) Does this project require special handling procedures such as CLP protocol? X
2) Are the custody seals on the cooler intact? X

3) Are the custody seals on the sample containers intact? X
4) Is there a Chain of Custody or other directive shipping papers present? X

5) Is the Chain of Custody complete? X

6) Is the Chain of Custody in agreement with the samples received? X

7) ls there enough sample for all requested analyses? X

8) Are all samples within holding times for requested analyses? X

9) Were all sample containers received intact? X

10) Are the temperature blanks present?

11) Is the trip blank for Cyanide present?

12) Is the trip blank for VOA present?

13) Are samples requiring no headspace, headspace free?

14) Do the samples that require a Foreign Soils Permit have one?

X X[ X X| X

Exceptions: If you answered no to any of the above questions, please describe

The following items were not in agreement: sampleid. Sample ID on container was "SW-4" on Chain of Custody it is "SW-
1", logged in per Chain of Custody and labels chinged on containers.

Contact (For any discrepancies, the client must be contacted)

The client was not contacted.

Shipping Containers

Cooler Id Temp (°C) Rad (uR/hr) Client must contact ACZ Project Manager
2758 0.4 14 if analysis should not proceed for samples
received outside of thermal preservation
acceptance criteria.

REPAD.03.11.00.01
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AEZ Laboratories, Inc.

2773 Downbhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Energy Fuels Resources Corporation ACZ Project ID: L81060
Date Received: 03/11/2010 10:11

Received By:
Date Printed: 3/11/2010

SAMPLE  |[CLIENT ID R<2  G<2|BK<2| Y<2 YG<2 B<2 |0<2|T>12| NA [ RAD | ID |

L81060-01 |SW-1 Y Y (=]

Sample Container Preservation Legend

Abbreviation Description Container Type  Preservative/Limits

R Raw/Nitric RED pH must be < 2

B Filtered/Sulfuric BLUE pH must be < 2

BK Filtered/Nitric BLACK pH must be < 2

G Filtered/Nitric GREEN pH must be < 2

O Raw/Hydrochloric ORANGE pH must be < 2

P Raw/NaOH PURPLE pH must be > 12 *

T Raw/NaOH Zinc Acetate TAN pH must be > 12

Y Raw/Sulfuric YELLOW pH must be < 2

YG Raw/Sulfuric YELLOW GLASS pH must be < 2

N/A No preservative needed Not applicable

RAD Gamma/Beta dose rate Not applicable must be < 250 puR/hr

* pH check performed by analyst prior to sample preparation

Sample IDs Reviewed By:

REPAD.03.11.00.01
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PR

ACZ  \Laboratories, Inc. / &/ RN

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493
Report to: '

Name: Zach Rogers - Address: 44 Uniop Blvd Suite 600
Company: Energy Fuelsg Resources ’ Lakewood, CO 80228
E-mail: 2z .rogers@energyfuels.com Telephone: 303-974-2151
OLY OT Kepo D

Name: E-mail:
Company: Telephone:

gice to
Name: Same _as_above Address: Same as above
Company:
E-mail: Telephone:
If sample(s) received past holding time (HT ), or if insufficlent HT remains to complete YES |Yes
analysis before expiration, shall ACZ proceed with requested short HT analyses? NO |yveg

if "NO" then ACZ will contact client for further instructlon. If neither "YES" nor "NO"

s Indicated, ACZ will proceed with the requested analyses, even if HT is expired, and data will be gualifed.

PROJECT INFORMATION : ANALYSES maragSTED (attach list or use quote number)
Quote # Sy _TBL-4-Partial =

Project/PO#: pifion Ridge
Reporting state for compliance testing: No
Sampler's Name: Jess W Fulbright
Are any samples NRC licensable materiai? No
SAMPLE IDENTIFICATION DATE:TIME

# of Containers

radium 228 thori

sw-tbl-4-partial
total radium 226

aW-1 ' 3-9-10:1720 SW

hO
>4
. I

SW (Surface Water) - GW (Ground Water) - WW (Waste Water) - DW (Drinking Water) - SL (Sludge) - SO (Scil) - OL (CHl) - Other
REMARKS/ SAMPLE DISCLOSURES

Field filtering not possible, all samples must be filtered in lab.

All times are mountain standard time. SAGE
1
of
1

Please refer to ACZ's terms & conditions [ocated on the reverse side of this COC.
RELING ) B DA : D B DA
/. z 3-10-10@0945 A 2040(0:1(]
A
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Report to:

ACZ

2773 Downhill Drive Stearnboat Springs,

Laboratories, Inc. / &5/¢e o

CO 80487 (800) 334-5493

L e

CHAIN of CUSTODY

REMARKS/ SAMPLE DISCLOSURES

Name: zach Rogers Address: 44 Upion Blvd Suite 600
Company: Energy Fuels Resources Lakewood, CO 80228
E-mail: 2Z.rogers@energyfuels.com Telephone: 203-974-2151
oDV OT ReDD D
Name: E-mail:
Company: Telephone:
L] > ®
Name: Same as above Address: Same as above
Company:
E-mail: Telephone:
If sample(s) received past holding time (HT), or if insufficlent HT remains to complete YES IYes
analysis before expiration, shall ACZ proceed with requested short HT analyses? NO |ves
if "NO" then ACZ will contact client for further instruction. If neither "YES™ nor "NO™
is Indicated, ACZ will proceed with the requested analyses, even if HT is expired, and data will be gualified. :
PROJECT INFORMATION ANALYSES B TED (attach list or use quote numper)
. ' >
Quote #: gW-TBL-4-Partial m o T
: = 1'% N O
Project/PO #: pifion Ridge 2ls £
Reporting state for compliance testing: No 42 g. :Es ﬁ
Z =
Sampler's Name: Jegg W Fulbright o |3 § £
, ) o
Are any samples NRC licensable material? o bl Sl %
AMD ) A ¢ 1 )4 o % § g
=T SW -4 3-9-10:1720 SW 9 Ix Ix
2|18 ¥
B [Z4 B 0
Matrix  |SW (Surface Water) - GW (Ground Water) - WW (Waste Water) - DW {Drinking Water) - SL'{Siudge) - 50 (Scil) - OL (Oll) - Other

Field filtering not possible, all samples must be filtered in lab.

All times are mountain standard time. SAGE
1
of
1

Please refer to ACZ's terms & conditions located on the reverse side of this COC.
3 ® D R DA R DB DA
sl /. 3-10-10@0945 S 2400 (]

d
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APPENDIX B-7
July 30, 2010 Sampling Event



/Il:Z Laboratories, Inc. Analytical

2773 Downbill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Report

August 31, 2010

Report to: Bill to:

Zach Rogers Accounts Payable

Energy Fuels Resources Corporation Energy Fuels Resources Corporation
44 Union Blvd. Suite 600 44 Union Blvd. Suite 600
Lakewood, CO 80228 Lakewood, CO 80228

Project ID: PINON RIDGE
ACZ Project ID: L83587

Zach Rogers:

Enclosed are the analytical results for sample(s) submitted to ACZ Laboratories, Inc. (ACZ) on August 04,
2010. This project has been assigned to ACZ's project number, L83587. Please reference this number in all
future inquiries.

All analyses were performed according to ACZ's Quality Assurance Plan. The enclosed results relate only to
the samples received under L83587. Each section of this report has been reviewed and approved by the
appropriate Laboratory Supervisor, or a qualified substitute.

Except as noted, the test results for the methods and parameters listed on ACZ's current NELAC certificate
letter (#ACZ) meet all requirements of NELAC.

This report shall be used or copied only in its entirety. ACZ is not responsible for the consequences arising
from the use of a partial report.

All samples and sub-samples associated with this project will be disposed of after September 30, 2010. If the
samples are determined to be hazardous, additional charges apply for disposal (typically less than
$10/sample). If you would like the samples to be held longer than ACZ's stated policy or to be returned, please
contact your Project Manager or Customer Service Representative for further details and associated costs.
ACZ retains analytical reports for five years.

If you have any questions or other needs, please contact your Project Manager.

=

Tony Antalek has reviewed and
approved this report.

ACIL

REPAD.01.06.05.02 Page 1 of 38




ACZ Laboratories, Inc. Case

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 Narrative

Energy Fuels Resources Corporation August 31, 2010

Project ID: PINON RIDGE
ACZ Project ID: L83587

Sample Receipt

ACZ Laboratories, Inc. (ACZ) received 5 miscellaneous samples from Energy Fuels Resources Corporation on August 3,
2010. The samples were received in good condition. Upon receipt, the sample custodian removed the samples from the
cooler, inspected the contents, and logged the samples into ACZ's computerized Laboratory Information Management
System (LIMS). The samples were assigned ACZ LIMS project number L83587. The custodian verified the sample
information entered into the computer against the chain of custody (COC) forms and sample bottle labels.

Holding Times

All analyses were performed within EPA recommended holding times.

Sample Analysis

These samples were analyzed for inorganic and radiochemistry parameters. The individual methods are referenced on both
the ACZ invoice and the analytical reports. The extended qualifier reports may contain footnotes qualifying specific elements
due to QC failures. In addition the following has been noted with this specific project:

1. Client samples were received at a temperature outside of the acceptable range (See Sample Receipt Form).

2. Regarding the ACZ ‘Q1’ flags found in the Inorganic Extended Qualifier Report — Sample thermal preservation criteria
was not met. The cooler used for sample storage was out of specification from approximately 2000hrs, 8/2/2010, to
approximately 1400hrs, 8/4/2010. Cooler measurements fluctuated significantly during this time period, with a maximum
temperature measurement of 11.5°C. ACZ believes actual sample temperatures exhibited less variation and a lower
maximum temperature because of increased volume compared to the liquid medium the measurement probe is immersed in
and the insulative effect of being stored in tightly packed sample bins. The impact on data is gauged minimal or negligible in
ACZ's assessment. Preventative measures are being implemented to preclude recurrence of a similar event.

3. The Filter & Acidification workgroup was qualified with the ACZ 'N1' flag as the samples were received at the 5 day limit
for preservation.

REPAD.03.06.05.01 Page 2 of 38



AEZ Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L83587-01
Project ID: PINON RIDGE Date Sampled: 07/30/10 14:20
Sample ID: SW-1 Date Received: 08/04/10

Sample Matrix: Surface Water

Inorganic Prep

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst
Total Hot Plate M200.2 ICP * 08/17/10 16:31 aeh
Digestion

Metals Analysis

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Aluminum, dissolved  M200.7 ICP 0.29 mg/L 0.03 0.2 08/12/10 20:53 ear
Antimony, dissolved M200.8 ICP-MS 0.0007 B mg/L 0.0004 0.002 08/18/10 14:49 msh
Arsenic, dissolved M200.8 ICP-MS 0.0106 mg/L 0.0005 0.002 08/18/10 14:49 msh
Barium, dissolved M200.7 ICP 0.145 mg/L 0.003 0.02 08/13/10 21:49 aeh
Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01 08/16/10 14:31 aeh
Cadmium, dissolved  M200.8 ICP-MS U mg/L 0.0001 0.0005 08/18/10 14:49 msh
Chromium, total M200.7 ICP 0.34 mg/L 0.05 0.3 08/18/10 15:31 aeh
Copper, dissolved M200.7 ICP u mg/L 0.01 0.05  08/12/10 20:53 ear
Iron, dissolved M200.7 ICP 0.13 mg/L 0.02 0.05 08/12/10 20:53 ear
Lead, dissolved M200.8 ICP-MS 0.0003 B mg/L 0.0001 0.0005 08/18/10 14:49 msh
Manganese, dissolved M200.7 ICP 0.156 mg/L 0.005 0.03  08/13/10 21:49 aeh
Mercury, dissolved M245.1 CVAA U * mg/L 0.0002 0.001  08/19/10 15:16 erf
Molybdenum, dissolved M200.7 ICP u mg/L 0.01 0.05  08/12/10 20:53 ear
Nickel, dissolved M200.8 ICP-MS 0.0025 B mg/L 0.0006 0.003 08/18/10 14:49 msh
Potassium, dissolved M200.7 ICP 20.6 mg/L 0.3 2 08/12/10 20:53 ear
Selenium, dissolved M200.8 ICP-MS 0.0006 mg/L 0.0001 0.0003 08/18/10 14:49 msh
Silver, dissolved M200.7 ICP U * mg/L 0.01 0.03  08/12/10 20:53 ear
Thallium, dissolved M200.8 ICP-MS U mg/L 0.0001 0.0005 08/18/10 14:49 msh
Uranium, dissolved M200.8 ICP-MS 0.0072 mg/L 0.0001 0.0005 08/18/10 14:49 msh
Vanadium, dissolved = M200.7 ICP 0.036 mg/L 0.005 0.03 08/12/10 20:53 ear
Zinc, dissolved M200.8 ICP-MS 0.004 B mg/L 0.002 0.005 08/18/10 14:49 msh

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Fluoride SM4500F-C U * mg/L 1 5 08/17/10 11:26 jIf
Lab Filtration SM 3030 B * 08/05/10 14:20 jic
Lab Filtration & SM 3030 B * 08/11/10 8:30 cra
Acidification
Lab Filtration & SM 3030 B H * 08/05/10 14:00 tcd
Acidification
Nitrate/Nitrite as N M353.2 - H2SO4 preserved 0.94 mg/L 0.02 0.1 08/17/10 23:08 pib
pH (lab) SM4500H+ B
pH 8.2 H units 0.1 0.1 08/08/10 0:00 jic
pH measured at 22.0 C 0.1 0.1 08/08/10 0:00 jic
Residue, Filterable SM2540C 400 * mg/L 20 40 08/05/10 16:26 jIf
(TDS) @180C
Residue, Non- SM2540D 19400 * mg/L 100 400 08/05/10 16:17 Ihb
Filterable (TSS)
@105C
REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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AEZ Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L83587-02
Project ID: PINON RIDGE Date Sampled: 07/30/10 13:02
Sample ID: SW-2 Date Received: 08/04/10

Sample Matrix: Surface Water

Inorganic Prep

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst
Total Hot Plate M200.2 ICP 08/17/10 16:45 aeh
Digestion

Metals Analysis

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Aluminum, dissolved  M200.7 ICP 0.05 B mg/L 0.03 0.2 08/12/10 21:04 ear
Antimony, dissolved M200.8 ICP-MS 0.0005 B mg/L 0.0004 0.002 08/18/10 15:00 msh
Arsenic, dissolved M200.8 ICP-MS 0.0056 mg/L 0.0005 0.002 08/18/10 15:00 msh
Barium, dissolved M200.7 ICP 0.212 mg/L 0.003 0.02 08/13/10 21:58 aeh

Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01 08/16/10 14:40 aeh
Cadmium, dissolved  M200.8 ICP-MS U mg/L 0.0001 0.0005 08/18/10 15:00 msh
Chromium, total M200.7 ICP U mg/L 0.01 0.05  08/18/10 15:34 aeh
Copper, dissolved M200.7 ICP u mg/L 0.01 0.05  08/12/10 21:04 ear
Iron, dissolved M200.7 ICP 0.02 B mg/L 0.02 0.05 08/12/10 21:04 ear
Lead, dissolved M200.8 ICP-MS 0.0001 B mg/L 0.0001 0.0005 08/18/10 15:00 msh
Manganese, dissolved M200.7 ICP u mg/L 0.005 0.03  08/13/10 21:58 aeh
Mercury, dissolved M245.1 CVAA U * mg/L 0.0002 0.001  08/19/10 15:18 erf
Molybdenum, dissolved M200.7 ICP u mg/L 0.01 0.05  08/12/10 21:04 ear
Nickel, dissolved M200.8 ICP-MS 0.0013 B mg/L 0.0006 0.003 08/18/10 15:00 msh
Potassium, dissolved M200.7 ICP 13.8 mg/L 0.3 2 08/12/10 21:04 ear
Selenium, dissolved ~ M200.8 ICP-MS 0.0011 mg/L 0.0001 0.0003 08/18/10 15:00 msh
Silver, dissolved M200.7 ICP U * mg/L 0.01 0.03  08/12/10 21:04 ear
Thallium, dissolved M200.8 ICP-MS U mg/L 0.0001 0.0005 08/18/10 15:00 msh
Uranium, dissolved M200.8 ICP-MS 0.0031 mg/L 0.0001 0.0005 08/18/10 15:00 msh
Vanadium, dissolved = M200.7 ICP 0.035 mg/L 0.005 0.03 08/12/10 21:04 ear
Zinc, dissolved M200.8 ICP-MS 0.004 B mg/L 0.002 0.005 08/18/10 15:00 msh

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Fluoride SM4500F-C 0.2 B * mg/L 0.1 0.5 08/17/10 11:41 jIf
Lab Filtration SM 3030 B * 08/05/10 14:22 jic
Lab Filtration & SM 3030 B * 08/11/10 8:30 cra
Acidification
Lab Filtration & SM 3030 B H * 08/05/10 21:33 ted
Acidification
Nitrate/Nitrite as N M353.2 - H2SO4 preserved 1.04 mg/L 0.02 0.1 08/18/10 23:42 pib
pH (lab) SM4500H+ B
pH 8.2 H units 0.1 0.1 08/08/10 0:00 jic
pH measured at 22.0 c 0.1 0.1 08/08/10 0:00 jic
Residue, Filterable SM2540C 240 mg/L 10 20 08/05/10 16:27 jIf
(TDS) @180C
Residue, Non- SM2540D 640 * mg/L 10 40 08/05/10 16:19 Ihb
Filterable (TSS)
@105C
REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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AEZ Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L83587-03
Project ID: PINON RIDGE Date Sampled: 07/30/10 15:18
Sample ID: SW-3 Date Received: 08/04/10

Sample Matrix: Surface Water

Inorganic Prep

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst
Total Hot Plate M200.2 ICP 08/17/10 17:25 aeh
Digestion

Metals Analysis

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Aluminum, dissolved  M200.7 ICP 0.05 B mg/L 0.03 0.2 08/12/10 21:08 ear
Antimony, dissolved M200.8 ICP-MS 0.0006 B mg/L 0.0004 0.002 08/18/10 15:04 msh
Arsenic, dissolved M200.8 ICP-MS 0.0098 mg/L 0.0005 0.002 08/18/10 15:04 msh
Barium, dissolved M200.7 ICP 0.255 mg/L 0.003 0.02 08/13/10 22:01 aeh
Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01 08/16/10 14:43 aeh
Cadmium, dissolved  M200.8 ICP-MS u mg/L 0.0001 0.0005 08/18/10 15:04 msh
Chromium, total M200.7 ICP 0.14 mg/L 0.01 0.05  08/18/10 15:43 aeh
Copper, dissolved M200.7 ICP U mg/L 0.01 0.05 08/12/10 21:08 ear
Iron, dissolved M200.7 ICP 0.03 B mg/L 0.02 0.05 08/12/10 21:08 ear
Lead, dissolved M200.8 ICP-MS 0.0002 B mg/L 0.0001 0.0005 08/18/10 15:04 msh
Manganese, dissolved M200.7 ICP 0.165 mg/L 0.005 0.03  08/13/10 22:01 aeh
Mercury, dissolved M245.1 CVAA U * mg/L 0.0002 0.001  08/19/10 15:20 erf
Molybdenum, dissolved M200.7 ICP u mg/L 0.01 0.05 08/12/10 21:08 ear
Nickel, dissolved M200.8 ICP-MS 0.0018 B mg/L 0.0006 0.003 08/18/10 15:04 msh
Potassium, dissolved M200.7 ICP 13.6 mg/L 0.3 2 08/12/10 21:08 ear
Selenium, dissolved =~ M200.8 ICP-MS 0.0010 mg/L 0.0001 0.0003 08/18/10 15:04 msh
Silver, dissolved M200.7 ICP U * mg/L 0.01 0.03  08/12/10 21:08 ear
Thallium, dissolved M200.8 ICP-MS U mg/L 0.0001 0.0005 08/18/10 15:04 msh
Uranium, dissolved M200.8 ICP-MS 0.0030 mg/L 0.0001 0.0005 08/18/10 15:04 msh
Vanadium, dissolved ~ M200.7 ICP 0.027 B mg/L 0.005 0.03  08/12/10 21:08 ear
Zinc, dissolved M200.8 ICP-MS 0.002 B mg/L 0.002 0.005 08/18/10 15:04 msh

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Fluoride SM4500F-C 0.2 B * mg/L 0.1 0.5 08/17/10 11:51 jIf
Lab Filtration SM 3030 B * 08/05/10 14:24 jic
Lab Filtration & SM 3030 B * 08/11/10 8:30 cra
Acidification
Lab Filtration & SM 3030 B H * 08/06/10 5:06 tcd
Acidification
Nitrate/Nitrite as N M353.2 - H2SO4 preserved 0.36 mg/L 0.02 0.1 08/18/10 23:45 pib
pH (lab) SM4500H+ B
pH 8.2 H units 0.1 0.1 08/08/10 0:00 jic
pH measured at 22.0 c 0.1 0.1 08/08/10 0:00 jic
Residue, Filterable SM2540C 260 mg/L 10 20 08/05/10 16:28 jIf
(TDS) @180C
Residue, Non- SM2540D 17600 * mg/L 100 400 08/05/10 16:20 Ihb
Filterable (TSS)
@105C
REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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AEZ Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L83587-04
Project ID: PINON RIDGE Date Sampled: 07/30/10 16:30
Sample ID: SW-4 Date Received: 08/03/10

Sample Matrix: Surface Water

Inorganic Prep

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst
Total Hot Plate M200.2 ICP * 08/17/10 17:38 aeh
Digestion

Metals Analysis

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Aluminum, dissolved  M200.7 ICP 0.48 mg/L 0.03 0.2 08/12/10 21:12 ear
Antimony, dissolved M200.8 ICP-MS 0.0005 B mg/L 0.0004 0.002 08/18/10 15:07 msh
Arsenic, dissolved M200.8 ICP-MS 0.0139 mg/L 0.0005 0.002 08/18/10 15:07 msh
Barium, dissolved M200.7 ICP 0.248 mg/L 0.003 0.02 08/13/10 22:04 aeh
Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01 08/16/10 14:46 aeh
Cadmium, dissolved  M200.8 ICP-MS U mg/L 0.0001 0.0005 08/18/10 15:07 msh
Chromium, total M200.7 ICP 0.37 mg/L 0.05 0.3 08/18/10 15:46 aeh
Copper, dissolved M200.7 ICP u mg/L 0.01 0.05  08/12/10 21:12 ear
Iron, dissolved M200.7 ICP 0.17 mg/L 0.02 0.05 08/12/10 21:12 ear
Lead, dissolved M200.8 ICP-MS 0.0008 mg/L 0.0001 0.0005 08/18/10 15:07 msh
Manganese, dissolved M200.7 ICP 0.150 mg/L 0.005 0.03  08/13/10 22:04 aeh
Mercury, dissolved M245.1 CVAA U * mg/L 0.0002 0.001  08/19/10 15:23 erf
Molybdenum, dissolved M200.7 ICP u mg/L 0.01 0.05 08/12/10 21:12 ear
Nickel, dissolved M200.8 ICP-MS 0.0017 B mg/L 0.0006 0.003 08/18/10 15:07 msh
Potassium, dissolved M200.7 ICP 10.2 mg/L 0.3 2 08/12/10 21:12 ear
Selenium, dissolved M200.8 ICP-MS 0.0019 mg/L 0.0001 0.0003 08/18/10 15:07 msh
Silver, dissolved M200.7 ICP U * mg/L 0.01 0.03  08/12/10 21:12 ear
Thallium, dissolved M200.8 ICP-MS U mg/L 0.0001 0.0005 08/18/10 15:07 msh
Uranium, dissolved M200.8 ICP-MS 0.0106 mg/L 0.0001 0.0005 08/18/10 15:07 msh
Vanadium, dissolved = M200.7 ICP 0.088 mg/L 0.005 0.03 08/12/10 21:12 ear
Zinc, dissolved M200.8 ICP-MS 0.002 B mg/L 0.002 0.005 08/18/10 15:07 msh

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Fluoride SM4500F-C 0.2 B * mg/L 0.1 0.5 08/17/10 11:59 jIf
Lab Filtration SM 3030 B * 08/05/10 14:27 jic
Lab Filtration & SM 3030 B * 08/11/10 9:00 cra
Acidification
Lab Filtration & SM 3030 B H * 08/06/10 12:40 ted
Acidification
Nitrate/Nitrite as N M353.2 - H2SO4 preserved 0.31 mg/L 0.02 0.1 08/18/10 23:47 pib
pH (lab) SM4500H+ B
pH 8.2 H units 0.1 0.1 08/08/10 0:00 jic
pH measured at 22.0 c 0.1 0.1 08/08/10 0:00 jic
Residue, Filterable SM2540C 250 * mg/L 10 20 08/05/10 16:33 jIf
(TDS) @180C
Residue, Non- SM2540D 18800 * mg/L 250 1000  08/05/10 16:21 Ihb
Filterable (TSS)
@105C
REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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AEZ Laboratories, Inc. Inorganic Analytical

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 ReSUItS
Energy Fuels Resources Corporation ACZ Sample ID: L83587-05
Project ID: PINON RIDGE Date Sampled: 07/30/10 00:00
Sample ID: DUPLICATE Date Received: 08/03/10

Sample Matrix: Surface Water

Metals Analysis

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Aluminum, dissolved = M200.7 ICP 0.10 B mg/L 0.03 0.2 08/12/10 21:22 ear
Antimony, dissolved =~ M200.8 ICP-MS 0.0004 B mg/L 0.0004 0.002 08/18/10 15:18 msh
Arsenic, dissolved M200.8 ICP-MS 0.0106 mg/L 0.0005 0.002 08/18/10 15:18 msh
Barium, dissolved M200.7 ICP 0.132 mg/L 0.003 0.02 08/13/10 22:07 aeh
Beryllium, dissolved M200.7 ICP u mg/L 0.002 0.01 08/16/10 14:50 aeh
Cadmium, dissolved = M200.8 ICP-MS u mg/L 0.0001 0.0005 08/18/10 15:18 msh
Copper, dissolved M200.7 ICP U mg/L 0.01 0.05 08/12/10 21:22 ear
Iron, dissolved M200.7 ICP 0.05 B mg/L 0.02 0.05  08/12/10 21:22 ear
Lead, dissolved M200.8 ICP-MS 0.0002 B mg/L 0.0001 0.0005 08/18/10 15:18 msh
Manganese, dissolved M200.7 ICP 0.071 mg/L 0.005 0.03  08/13/10 22:07 aeh
Mercury, dissolved M245.1 CVAA u * mg/L 0.0002 0.001  08/19/10 15:30 erf
Molybdenum, dissolved M200.7 ICP u mg/L 0.01 0.05  08/12/10 21:22 ear
Nickel, dissolved M200.8 ICP-MS 0.0023 B mg/L 0.0006 0.003 08/18/10 15:18 msh
Potassium, dissolved M200.7 ICP 20.8 mg/L 0.3 2 08/12/10 21:22 ear
Selenium, dissolved =~ M200.8 ICP-MS 0.0005 mg/L 0.0001 0.0003 08/18/10 15:18 msh
Silver, dissolved M200.7 ICP u * mg/L 0.01 0.03  08/12/10 21:22 ear
Thallium, dissolved M200.8 ICP-MS u mg/L 0.0001 0.0005 08/18/10 15:18 msh
Uranium, dissolved M200.8 ICP-MS 0.0068 mg/L 0.0001 0.0005 08/18/10 15:18 msh
Vanadium, dissolved = M200.7 ICP 0.035 mg/L 0.005 0.03  08/12/10 21:22 ear
Zinc, dissolved M200.8 ICP-MS 0.003 B mg/L 0.002 0.005 08/18/10 15:18 msh

Wet Chemistry

Parameter EPA Method Result Qual XQ Units MDL PQL Date Analyst

Lab Filtration SM 3030 B * 08/05/10 14:29 jic
Lab Filtration & SM 3030 B * 08/11/10 9:00 cra
Acidification

REPIN.02.06.05.01 * Please refer to Qualifier Reports for details.
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ACZ Laboratories, Inc. Inorganic

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Reference

Report Header Explanations

Batch
Found
Limit
Lower
MDL
PCN/SCN
PQL
QC
Rec
RPD
Upper
Sample

A distinct set of samples analyzed at a specific time

Value of the QC Type of interest

Upper limit for RPD, in %.

Lower Recovery Limit, in % (except for LCSS, mg/Kg)

Method Detection Limit. Same as Minimum Reporting Limit. Allows for instrument and annual fluctuations.
A number assigned to reagents/standards to trace to the manufacturer's certificate of analysis
Practical Quantitation Limit, typically 5 times the MDL.

True Value of the Control Sample or the amount added to the Spike

Amount of the true value or spike added recovered, in % (except for LCSS, mg/Kg)

Relative Percent Difference, calculation used for Duplicate QC Types

Upper Recovery Limit, in % (except for LCSS, mg/Kg)

Value of the Sample of interest

QC Sample Types

AS
ASD
CcCB
ccv
DUP
ICB
ICV
ICSAB
LCSS
LCSSD
LCSW

Analytical Spike (Post Digestion) LCSWD Laboratory Control Sample - Water Duplicate
Analytical Spike (Post Digestion) Duplicate LFB Laboratory Fortified Blank

Continuing Calibration Blank LFM Laboratory Fortified Matrix

Continuing Calibration Verification standard LFMD Laboratory Fortified Matrix Duplicate
Sample Duplicate LRB Laboratory Reagent Blank

Initial Calibration Blank MS Matrix Spike

Initial Calibration Verification standard MSD Matrix Spike Duplicate

Inter-element Correction Standard - A plus B solutions PBS Prep Blank - Soil

Laboratory Control Sample - Soil PBW Prep Blank - Water

Laboratory Control Sample - Soil Duplicate PQV Practical Quantitation Verification standard
Laboratory Control Sample - Water SDL Serial Dilution

QC Sample Type Explanations

Blanks Verifies that there is no or minimal contamination in the prep method or calibration procedure.
Control Samples Verifies the accuracy of the method, including the prep procedure.

Duplicates Verifies the precision of the instrument and/or method.

Spikes/Fortified Matrix Determines sample matrix interferences, if any.

Standard Verifies the validity of the calibration.

ACZ Qualifiers

B
H
U

(Qual)

Analyte concentration detected at a value between MDL and PQL. The associated value is an estimated quantity.
Analysis exceeded method hold time. pH is a field test with an immediate hold time.

The material was analyzed for, but was not detected above the level of the associated value.

The associated value is either the sample quantitation limit or the sample detection limit.

Method References

@
@
©)
®)
(6)

EPA 600/4-83-020. Methods for Chemical Analysis of Water and Wastes, March 1983.

EPA 600/R-93-100. Methods for the Determination of Inorganic Substances in Environmental Samples, August 1993.
EPA 600/R-94-111. Methods for the Determination of Metals in Environmental Samples - Supplement I, May 1994.
EPA SW-846. Test Methods for Evaluating Solid Waste, Third Edition with Update 1ll, December 1996.

Standard Methods for the Examination of Water and Wastewater, 19th edition, 1995 & 20th edition (1998).

Comments

1) QC results calculated from raw data. Results may vary slightly if the rounded values are used in the calculations.
2) Soil, Sludge, and Plant matrices for Inorganic analyses are reported on a dry weight basis.
?3) Animal matrices for Inorganic analyses are reported on an "as received" basis.
4) An asterisk in the "XQ" column indicates there is an extended qualifier and/or certification qualifier
associated with the result.
For a complete list of ACZ's Extended Qualifiers, please click: http://www.acz.com/public/extquallist.pdf

REPIN09.12.29.01r P@e 8 Of 38



Inorganic QC

AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493

Summary

Energy Fuels Resources Corporation ACZ Project ID: L83587

Project ID: PINON RIDGE

Aluminum, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG287781

WG287781I1CV ICV 08/12/1020:32 111006221 2 2.006 mg/L 100.3 95 105

WG2877811CB ICB 08/12/10 20:35 U mg/L -0.09 0.09
WG287781PQV PQV 08/12/10 20:39 11100723-5 15 161 mg/L 107.3 70 130

WG287781SIC SIC 08/12/10 20:43 11100720-2 200.15 194.092 mg/L 97 1 200
WG287781LFB LFB 08/12/1020:50  11100809-2 1 1.045 mg/L 104.5 85 115

L83587-01AS AS 08/12/1020:57  11100809-2 1 .29 1.326 mg/L 103.6 85 115

L83587-01ASD ASD 08/12/1021:01  11100809-2 1 .29 1.313 mg/L 102.3 85 115 099 20
WG287781CCV1 CcVv 08/12/1021:15  11100622-2 1 1.004 mg/L 100.4 90 110
WG287781CCB1 CCB 08/12/10 21:19 U mg/L -0.09 0.09
WG287781CCV2 CcVv 08/12/1021:59  11100622-2 1 1.018 mg/L 101.8 90 110
WG287781CCB2 CCB 08/12/10 22:02 U mg/L -0.09 0.09
WG287781CCV3 CCV 08/12/1022:35  11100622-2 1 .994 mg/L 99.4 90 110
WG287781CCB3 CCB 08/12/10 22:39 U mg/L -0.09 0.09

Antimony, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit
WG288067

WG288067I1CV ICV 08/18/10 14:31  MS100812-2 .02 .02012  mg/L 100.6 90 110

WG288067I1CB ICB 08/18/10 14:38 U mg/L -0.00088 0.00088
WG288067PQV PQV 08/18/10 14:42  MS100805-2 .002 .0025 mg/L 125 70 130
WG288067LFB LFB 08/18/10 14:46  MS100811-2 .01 .01034  mg/L 103.4 85 115

L83587-01AS AS 08/18/10 14:53  MS100811-2 .01 .0007 .00933 mg/L 86.3 70 130

L83587-01ASD ASD 08/18/10 14:56  MS100811-2 .01 .0007 .00909 mg/L 83.9 70 130 2.61 20
WG288067CCV1 Cccv 08/18/10 15111 MS100812-5 .0125 .01218  mg/L 97.4 90 110
WG288067CCB1 CCB 08/18/10 15:14 u mg/L -0.0012  0.0012
WG288067CCV2 CCV 08/18/10 15:54  MS100812-5 .0125 .01211 mg/L 96.9 90 110
WG288067CCB2 CCB 08/18/10 15:57 .00042  mg/L -0.0012  0.0012
WG288067CCV3 CcVv 08/18/10 16:31  MS100812-5 .0125 .01136  mg/L 90.9 90 110
WG288067CCB3 CCB 08/18/10 16:34 U mg/L -0.0012  0.0012

Arsenic, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG288067

WG288067I1CV ICV 08/18/10 14:31  MS100812-2 .05 .05155  mg/L 103.1 90 110

WG2880671CB ICB 08/18/10 14:38 U mg/L -0.0011  0.0011
WG288067PQV PQV 08/18/10 14:42  MS100805-2  .002002 .00193  mg/L 96.4 70 130
WG288067LFB LFB 08/18/10 14:46  MS100811-2 .05005 .0493 mg/L 98.5 85 115

L83587-01AS AS 08/18/10 14:53  MS100811-2 .05005 .0106  .06442 mg/L 107.5 70 130

L83587-01ASD ASD 08/18/10 14:56  MS100811-2 .05005 .0106  .06495 mg/L 108.6 70 130 082 20
WG288067CCV1 CcCcv 08/18/10 15:11  MS100812-5 .25025 2441 mg/L 97.5 90 110
WG288067CCB1 CCB 08/18/10 15:14 U mg/L -0.0015  0.0015
WG288067CCV2 CCV 08/18/10 15:54  MS100812-5 .25025 2419 mg/L 96.7 90 110
WG288067CCB2 CCB 08/18/10 15:57 U mg/L -0.0015  0.0015
WG288067CCV3 CCcVv 08/18/10 16:31  MS100812-5 .25025 .2266 mg/L 90.5 90 110
WG288067CCB3 CCB 08/18/10 16:34 U mg/L -0.0015  0.0015

REPIN.01.06.05.01
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L83587
Project ID: PINON RIDGE

Barium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG287838

WG287838ICV ICV 08/13/1021:29  11100622-1 2 2.0066 mg/L 100.3 95 105

WG287838ICB ICB 08/13/10 21:33 U mg/L -0.009 0.009
WG287838PQV PQV 08/13/10 21:37  11100723-5 .015 .0189 mg/L 126 70 130

WG287838SIC SIC 08/13/10 21:40 111007274 1 .1035 mg/L 103.5 80 120

WG287838LFB LFB 08/13/10 21:46  11100809-2 5 5108 mg/L 102.2 85 115

L83587-01AS AS 08/13/1021:52  11100809-2 5 .145 .6562 mg/L 102.2 85 115

L83587-01ASD ASD 08/13/1021:55  11100809-2 5 145 6616 mg/L 103.3 85 115 0.82 20
WG287838CCV1 CCcv 08/13/10 22:17  11100622-2 1 .9822 mg/L 98.2 90 110
WG287838CCB1 CcCB 08/13/10 22:20 .0038 mg/L -0.009 0.009
WG287838CCV2 CCv 08/13/10 22:54  11100622-2 1 9725 mg/L 97.3 90 110
WG287838CCB2 CCB 08/13/10 22:57 .0041 mg/L -0.009 0.009
WG287838CCV3 Cccv 08/13/10 23:16 11100622-2 1 .9947 mg/L 99.5 90 110
WG287838CCB3 CcCB 08/13/10 23:19 .0042 mg/L -0.009 0.009

Beryllium, dissolved MZ200.7 ICP

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG287937

WG287937I1CV ICV 08/16/10 12:12 111006221 2 2.0281 mg/L 101.4 95 105

WG287937ICB ICB 08/16/10 12:16 U mg/L -0.006 0.006

WG287963

WG287963CCV1  CCV  08/16/10 14:09  11100622-2 1 9968  mglL  99.7 90 110
WG287963CCB1 CCB 08/16/10 14:14 U mg/L -0.006 0.006
WG287963PQV PQvV 08/16/10 14:18  11100723-5 .01 .0084 mg/L 84 70 130

WG287963SIC SIC 08/16/10 14:22 11100727-4 1 .0997 mg/L 99.7 80 120
WG287963LFB LFB 08/16/10 14:28  11100809-2 5 5031 mg/L 100.6 85 115

L83587-01AS AS 08/16/10 14:34  11100809-2 5 U .51 mg/L 102 85 115

L83587-01ASD ASD 08/16/10 14:37  11100809-2 5 U .5089 mg/L 101.8 85 115 0.22 20
WG287963CCV2 ccv 08/16/10 14:56  11100622-2 1 .9944 mg/L 99.4 90 110
WG287963CCB2 CCB 08/16/10 14:59 U mg/L -0.006 0.006

Cadmium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG288067

WG288067I1CV ICV 08/18/10 14:31 MS100812-2 .05 .04908 mg/L 98.2 90 110

WG2880671CB ICB 08/18/10 14:38 U mg/L -0.00022 0.00022
WG288067PQV PQV 08/18/10 14:42 MS100805-2 .0005005 .00048 mg/L 95.9 70 130
WG288067LFB LFB 08/18/10 14:46  MS100811-2 .05005 .0485 mg/L 96.9 85 115

L83587-01AS AS 08/18/10 14:53  MS100811-2 .05005 U .05091 mg/L 101.7 70 130

L83587-01ASD ASD 08/18/10 14:56  MS100811-2 .05005 U .05188 mg/L 103.7 70 130 1.89 20
WG288067CCV1 Cccv 08/18/10 15:11 MS100812-5 .1001 .09705 mg/L 97 90 110
WG288067CCB1 CCB 08/18/10 15:14 U mg/L -0.0003 0.0003
WG288067CCV2 ccv 08/18/10 15:564  MS100812-5 .1001 .09538  mg/L 95.3 90 110
WG288067CCB2 CCB 08/18/10 15:57 U mg/L -0.0003 0.0003
WG288067CCV3 ccv 08/18/10 16:31 MS100812-5 .1001 .08992 mg/L 89.8 90 110
WG288067CCB3 CCB 08/18/10 16:34 U mg/L -0.0003 0.0003
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L83587
Project ID: PINON RIDGE
Chromium, total M200.7 ICP

Analyzed PCN/SCN Qc Sample Found Units Upper RPD Limit Qual
WG288113
WG288113ICV ICV  08/18/1015:08  11100817-3 2 1995 mglL  99.8 95 105
WG288113ICB ICB 08/18/10 15:12 u mg/L -0.03 0.03
WG288113PQV PQV  08/18/1015:15  11100723-5 05 042 mglL 84 70 130
WG288113SIC SIC  08/18/10 15:18  11100720-2 A 096  mglL 96 80 120
WG288037LRB LRB  08/18/10 15:24 u mg/L 0022  0.022
WG288037LFB LFB  08/18/1015:28  11100809-2 5 502  mglL  100.4 85 115
L83587-02LFM LFM  08/18/1015:37  11100809-2 5 U 53 mg/L 106 70 130
L83587-02LFMD  LFMD  08/18/10 15:40  11100809-2 5 U 522  mgl 1044 70 130 152 20
WG288113CCV1 CCV  08/18/10 15:55 111008174 1 992 mglL 992 90 110
WG288113CCB1 ~ CCB  08/18/10 15:59 u mg/L -0.03 0.03
L83709-05LFM LFM  08/18/1016:23  11100809-2 5 U 499  mglL  99.8 70 130
L83709-05LFMD ~ LFMD  08/18/1016:27  11100809-2 5 U 507  mglL 1014 70 130 159 20
WG288113CCV2  CCV  08/18/10 16:33 111008174 1 94  mglL 984 90 110
WG288113CCB2  CCB 08/18/10 16:36 u mg/L -0.03 0.03
WG288113CCV3 CCV  08/18/10 16:58 111008174 1 94 mglL 984 90 110
WG288113CCB3 ~ CCB  08/18/10 17:01 u mg/L -0.03 0.03
Copper, dissolved MZ200.7 ICP
ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG287781
WG287781ICV ICV  08/12/1020:32  11100622-1 2 1926 mgl  96.3 95 105
WG287781ICB ICB 08/12/10 20:35 u mg/L -0.03 0.03
WG287781PQV PQV  08/12/1020:39  11100723-5 05 053  mglL 106 70 130
WG287781SIC SIC  08/12/1020:43  11100720-2 1 1 mg/L 110 80 120
WG287781LFB LFB  08/12/1020:50  11100809-2 5 493 mglL 986 85 115
L83587-01AS AS 08/12/10 20:57  11100809-2 5 U 52 mg/L 104 85 115
L83587-01ASD ASD  08/12/1021:01  11100809-2 5 U 518  mglL 1036 85 15 039 20
WG287781CCV1 CCV  08/12/1021:15  11100622-2 1 96 mgl 966 90 110
WG287781CCB1~ CCB  08/12/10 21:19 u mg/L -0.03 0.03
WG287781CCV2  CCV  08/12/1021:59  11100622-2 1 977 mglL 977 90 110
WG287781CCB2  CCB  08/12/10 22:02 u mg/L -0.03 0.03
WG287781CCV3  CCV  08/12/1022:35  11100622-2 1 957  mglL 957 90 110
WG287781CCB3  CCB  08/12/10 22:39 u mg/L -0.03 0.03
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L83587
Project ID: PINON RIDGE
Fluoride SM4500F-C
ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG288014
WG288014ICV ICV.  08/17/1010:58  WC100811-1 2 206  mglL 103 95 105
WG288014ICB ICB  08/17/10 11:06 u mg/L 03 03
WG288014PQV PQV 08/17/10 11:11 WC100707-2 5 .5 mg/L 100 70 130
WG288014LFB1 LFB 08/17/10 11:19 WC100707-3 5 5.24 mg/L 104.8 90 110
L83587-01DUP DUP  08/17/10 11:33 U u mg/L 0 20 RA
L83587-02AS AS 08/17/10 11:44  WC100707-3 5 2 545  mg/L 105 90 110
WG288014CCV1 CCV  08/17/1012:29  WC100811-1 2 204  mglL 102 90 110
WG288014CCB1 ~ CCB  08/17/10 12:37 u mg/L 03 0.3
WG288014CCV2  CCV  08/17/1013:56  WC100811-1 2 206  mg/L 103 90 110
WG288014CCB2 ~ CCB  08/17/10 14:04 u mg/L 03 0.3
WG288014LFB2  LFB  08/17/10 14:49  WC100707-3 5 519  mglL 10338 90 110
WG288014CCV3  CCV  08/17/10 15:08  WC100811-1 2 2.01 mg/L 1005 90 110
WG288014CCB3 ~ CCB  08/17/10 15:15 u mg/L 03 03
WG288014CCV4  CCV  08/17/1016:35  WC100811-1 2 206  mg/L 103 90 110
WG288014CCB4 ~ CCB  08/17/10 16:42 U mg/L 0.3 0.3
WG288014CCV5  CCV  08/17/1018:03  WC100811-1 2 202  mglL 101 90 110
WG288014CCB5 ~ CCB  08/17/10 18:11 u mg/L 03 0.3
WG288014CCV6  CCV  08/17/10 18:34  WC100811-1 2 213  mglL 1065 90 110
WG288014CCB6  CCB  08/17/10 18:41 U mg/L 0.3 03
Iron, dissolved M200.7 ICP

Analyzed PCN/SCN Sample Found Units Lower Upper RPD Limit [eVE |
WG287781
WG287781I1CV ICV 08/12/10 20:32 11100622-1 2 1.939 mg/L 97 95 105
WG287781ICB ICB 08/12/10 20:35 U mg/L -0.06 0.06
WG287781PQV PQV  08/12/1020:39  11100723-5 05 061 mg/L 122 70 130
WG287781SIC SIC  08/12/1020:43  11100720-2 200.05 180.644 mglL  90.3 1 200
WG287781LFB LFB  08/12/1020:50  11100809-2 1 1.027  mgll  102.7 85 115
L83587-01AS AS 08/12/10 20:57  11100809-2 1 A3 1158  mgll  102.8 85 115
L83587-01ASD ASD  08/12/1021:01  11100809-2 1 A3 1149  mgll  101.9 85 15 078 20
WG287781CCV1 CCV  08/12/1021:15  11100622-2 1 975  mglL 975 90 110
WG287781CCB1~ CCB  08/12/10 21:19 U mg/L -0.06 0.06
WG287781CCV2  CCV  08/12/1021:59  11100622-2 1 97 mg/L 97 90 110
WG287781CCB2  CCB  08/12/10 22:02 u mg/L -0.06 0.06
WG287781CCV3  CCV  08/12/1022:35  11100622-2 1 954  mglL 954 90 110
WG287781CCB3  CCB  08/12/10 22:39 U mg/L -0.06 0.06
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID: L83587
Project ID: PINON RIDGE

Lead, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG288067

WG2880671CV ICV 08/18/10 14:31 MS100812-2 .05 .05026 mg/L 100.5 90 110

WG2880671CB ICB 08/18/10 14:38 U mg/L -0.00022 0.00022
WG288067PQV PQV 08/18/10 14:42 MS100805-2 .0005005 .00049 mg/L 97.9 70 130
WG288067LFB LFB 08/18/10 14:46  MS100811-2 .05005 .04994 mg/L 99.8 85 115

L83587-01AS AS 08/18/10 14:53  MS100811-2 .05005 .0003 .05196 mg/L 103.2 70 130

L83587-01ASD ASD 08/18/10 14:56  MS100811-2 .05005 .0003 .05221 mg/L 103.7 70 130 0.48 20
WG288067CCV1 CcCcv 08/18/10 15:11 MS100812-5 .25025 2453 mg/L 98 90 110
WG288067CCB1 CCB 08/18/10 15:14 U mg/L -0.0003 0.0003
WG288067CCV2 CCv 08/18/10 15:54  MS100812-5 .25025 2472 mg/L 98.8 90 110
WG288067CCB2 CCB 08/18/10 15:57 U mg/L -0.0003 0.0003
WG288067CCV3 ccv 08/18/10 16:31 MS100812-5 .25025 2318 mg/L 92.6 90 110
WG288067CCB3 CCB 08/18/10 16:34 U mg/L -0.0003 0.0003
Manganese, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG287838

WG287838ICV ICV 08/13/1021:29  11100622-1 2 1.9498 mg/L 97.5 95 105

WG287838I1CB ICB 08/13/10 21:33 U mg/L -0.015 0.015
WG287838PQV PQV 08/13/10 21:37  11100723-5 .025 .0253 mg/L 101.2 70 130

WG287838SIC SIC 08/13/1021:40 111007274 50.025 46.1919 mg/L 92.3 1 200
WG287838LFB LFB 08/13/10 21:46  11100809-2 5 5471 mg/L 109.4 85 115

L83587-01AS AS 08/13/10 21:52 11100809-2 5 .156 .6961 mg/L 108 85 115

L83587-01ASD ASD 08/13/10 21:55  11100809-2 5 .156 .6998 mg/L 108.8 85 115 0.53 20
WG287838CCV1 Cccv 08/13/10 22:17  11100622-2 1 9655 mg/L 96.6 90 110
WG287838CCB1 CCB 08/13/10 22:20 U mg/L -0.015 0.015
WG287838CCV2 Cccv 08/13/10 22:54  11100622-2 1 .9593 mg/L 95.9 90 110
WG287838CCB2 CcCB 08/13/10 22:57 U mg/L -0.015 0.015
WG287838CCV3 ccv 08/13/1023:16  11100622-2 1 .9356 mg/L 93.6 90 110
WG287838CCB3 CCB 08/13/10 23:19 U mg/L -0.015 0.015

REPIN.01.06.05.01 Page 13 Of 38



AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L83587
Project ID: PINON RIDGE
Mercury, dissolved M245.1 CVAA
Type Analyzed PCN/SCN QcC Sample Found Units Upper RPD Limit Qual
WG287945
WG287945ICV ICV  08/19/1010:36 111008124 .005015 00519 mg/L 1035 95 105
WG287945ICB ICB 08/19/10 10:39 u mg/L -0.0002  0.0002
WG288163
WG288163CCV1 CCV  08/19/10 15:06 111008124 .005015 00514 mglL 1025 90 110
WG288163CCB1 CCB  08/19/10 15:08 u mg/L -0.0002  0.0002
WG288163PQV PQV  08/19/10 15110  11100812-2 .001001 00099 mglL 989 70 130
WG288163LRB LRB  08/19/10 15:12 u mg/L -0.00044  0.00044
WG288163LFB LFB  08/19/10 15:14  11100716-3 .002006 00174 mglL  86.7 85 115
L83587-04LFM LFM  08/19/1015:25  11100716-3 .002006 U 00176 mgL  87.7 85 115
L83587-04LFMD  LFMD 08/19/10 15:27  11100716-3 .002006 U 00168 mg/L 837 85 15 465 20 MA
WG288163CCV2  CCV  08/19/10 15:32 111008124 .005015 00498 mgL  99.3 90 110
WG288163CCB2  CCB  08/19/10 15:34 u mg/L -0.0002  0.0002
WG288163CCV3  CCV  08/19/10 1557 11100812-4 .005015 00484 mgll 965 90 110
WG288163CCB3 ~ CCB  08/19/10 16:00 u mg/L -0.0002  0.0002
WG288163CCV4  CCV  08/19/10 16:16 111008124 1005015 00499 mglL 995 90 110
WG288163CCB4  CCB  08/19/10 16:18 u mg/L -0.0002  0.0002
Molybdenum, dissolved M200.7 ICP
ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit [e[VE]|
WG287781
WG287781ICV ICV  08/12/1020:32  11100622-1 2 1911 mglL 956 95 105
WG287781ICB ICB 08/12/10 20:35 u mg/L -0.03 0.03
WG287781PQV PQV  08/12/1020:39  11100723-5 05 053  mglL 106 70 130
WG287781SIC SIC  08/12/1020:43  11100720-2 1 101 mg/L 101 80 120
WG287781LFB LFB  08/12/1020:50  11100809-2 5 491 mglL 982 85 115
L83587-01AS AS 08/12/10 20:57  11100809-2 5 U 507  mgl 1014 85 115
L83587-01ASD ASD  08/12/1021:01  11100809-2 5 U 51 mg/L 102 85 15 059 20
WG287781CCV1 CCV  08/12/1021:15  11100622-2 1 96 mg/L 96 90 110
WG287781CCB1~ CCB  08/12/10 21:19 u mg/L -0.03 0.03
WG287781CCV2  CCV  08/12/1021:59  11100622-2 1 958 mglL 958 90 110
WG287781CCB2  CCB  08/12/10 22:02 U mg/L -0.03 0.03
WG287781CCV3  CCV  08/12/1022:35  11100622-2 1 941 mglL 941 90 110
WG287781CCB3  CCB  08/12/10 22:39 u mg/L -0.03 0.03
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L83587
Project ID: PINON RIDGE

Nickel, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG288067

WG288067ICV ICV  08/18/10 14:31  MS100812-2 .05 05038 mg/L 1008 90 110

WG288067ICB ICB  08/18/10 14:38 u mg/L -0.00132 0.00132
WG288067PQV PQV  08/18/1014:42 MS100805-2  .003003 00297 mglL 989 70 130

WG288067LFB LFB  08/18/10 14:46  MS100811-2  .05005 049  mglL  97.9 85 115

L83587-01AS AS 08/18/10 14:53  MS100811-2  .05005  .0025 .05088 mglL  96.7 70 130

L83587-01ASD ASD  08/18/1014:56 MS100811-2  .05005  .0025 .05142 mgl  97.7 70 130  1.06 20
WG288067CCV1  CCV  08/18/1015:11  MS100812-5 25025 2439  mglL 975 20 110

WG288067CCB1 ~ CCB  08/18/10 15:14 U mg/L -0.0018  0.0018
WG288067CCV2  CCV  08/18/1015:54  MS100812-5 25025 2433  mgll 972 20 110

WG288067CCB2  CCB  08/18/10 15:57 U mg/L -0.0018  0.0018
WG288067CCV3  CCV  08/18/1016:31  MS100812-5  .25025 2289 mgl 915 90 110

WG288067CCB3 ~ CCB  08/18/10 16:34 u mg/L -0.0018  0.0018
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID: L83587
Project ID: PINON RIDGE
Nitrate/Nitrite as N M353.2 - H2SO4 preserved
ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG288086
WG288086ICV ICV  08/17/1016:29 WI100624-5  2.416 2332 mglL 965 20 110
WG288086ICB ICB  08/17/10 16:31 U mg/L -0.06 0.06
WG288086CCV1  CCV  08/17/1023:02  WI100811-5 2 1911  mgll 956 90 110
WG288086CCB1 ~ CCB  08/17/10 23:05 u mg/L 0.06 0.06
WG288086LFB1 LFB  08/17/1023:06 WI100319-1 2 1936 mglL  96.8 90 110
L83587-01AS AS 08/17/1023:09  WI100319-1 2 94 2737  mglL 899 90 110
L83709-01DUP DUP  08/17/1023:12 44 436 mglL 09 20
WG288086CCV2  CCV  08/17/1023:19  WI100811-5 2 191  mglL 955 90 110
WG288086CCB2 ~ CCB  08/17/10 23:23 u mg/L -0.06 0.06
WG288086CCV3  CCV  08/17/1023:37  WI100811-5 2 1929 mglL 9.5 90 110
WG288086CCB3  CCB  08/17/10 23:40 U mg/L -0.06 0.06
WG288086CCV4  CCV  08/17/1023:55  WI100811-5 2 2 mgll 100 90 110
WG288086CCB4  CCB  08/17/10 23:58 U mg/L -0.06 0.06
WG288086CCV5 ~ CCV  08/18/100:13  WI100811-5 2 1937 mgl 969 90 110
WG288086CCB5 ~ CCB  08/18/100:16 021 mglL 0.06 0.06
WG288086LFB2 ~ LFB  08/18/100:23  WI100319-1 2 1962 mgl  98.1 90 110
WG288086CCV6 ~ CCV  08/18/100:26  WI100811-5 2 1997  mgl  99.9 20 110
WG288086CCB6 ~ CCB  08/18/10 0:29 025  mglL -0.06 0.06
WG288167
WG288167ICV ICV  08/18/1020:229 WI100624-5 2416 235 mglL 973 90 110
WG288167ICB ICB  08/18/10 20:30 u mg/L 0.06 0.06
WG288175
WG288175CCV1  CCV  08/18/1023:36  WI100811-5 2 2051 mglL  102.6 90 110
WG288175CCB1 ~ CCB  08/18/10 23:40 U mg/L -0.06 0.06
WG288175LFB LFB  08/18/1023:41  WI100319-1 2 1926 mglL 963 20 110
L83587-02AS AS 08/18/1023:43  WI100319-1 2 104 288 mglL 923 90 110
L83587-03DUP DUP  08/18/10 23:46 36 376 mgl 43 20
WG288175CCV2  CCV  08/18/1023:54  WI100811-5 2 2038 mglL  101.9 20 110
WG288175CCB2  CCB  08/18/10 23:57 u mg/L -0.06 0.06
WG288175CCV3  CCV  08/19/100:11  WI100811-5 2 2031 mglL  101.6 90 110
WG288175CCB3 ~ CCB  08/19/100:15 u mg/L -0.06 0.06
WG288175CCV4  CCV  08/19/100:23  WI100811-5 2 1946 mglL  97.3 20 110
WG288175CCB4  CCB  08/19/10 0:27 u mg/L 0.06 0.06
pH (lab) M150.1 - Electrometric

Analyzed PCN/SCN Qc Sample Found Units Lower Upper RPD Limit Qual
WG287464
WG287464LCSW3  LCSW  08/07/10 13:27  PCN34991 6 6.06 units 101 98 102
WG287464LCSW6  LCSW  08/07/10 17:39  PCN34991 6 6.07  units  101.2 98 102
WG287464LCSW9  LCSW  08/07/1020:38  PCN34991 6 6.07  units  101.2 98 102
WG287464LCSW12 LCSW  08/08/100:13  PCN34991 6 6.06 units 101 98 102
L83591-06DUP DUP  08/08/10 1:25 7.7 7.74  units 05 20
WG287464LCSW15 LCSW  08/08/103:02  PCN34991 6 6.07  units  101.2 98 102
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AEZ Laboratories, Inc. Inorganic QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L83587
Project ID: PINON RIDGE

Potassium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG287781

WG287781ICV ICV  08/(12/1020:32  11100622-1 20 2087 mglL 1044 95 105

WG287781ICB ICB 08/12/10 20:35 u mg/L 09 0.9

WG287781PQV PQV 08/12/10 20:39 11100723-5 1.5 1.53 mg/L 102 70 130

WG287781SIC SIC 08/12/10 20:43 11100720-2 1.5 1.48 mg/L 98.7 80 120

WG287781LFB LFB  08/12/1020:50 111008092  99.94015 102.88 mgll  102.9 85 115

L83587-01AS AS 08/12/1020:57 111008092  99.94015 206 12764 mgl  107.1 85 115

L83587-01ASD ASD  08/12/1021:01 111008092  99.94015 206 12644 mglL  105.9 85 15 094 20
WG287781CCV1 CCV  08/12/1021:15  11100622-2 10 10.34  mgll  103.4 90 110

WG287781CCB1~ CCB  08/12/10 21:19 u mg/L 0.9 0.9

WG287781CCV2  CCV  08/12/1021:59  11100622-2 10 1054 mgll 1054 90 110

WG287781CCB2  CCB  08/12/10 22:02 u mg/L 0.9 0.9

WG287781CCV3  CCV  08/12/1022:35  11100622-2 10 1022  mglL  102.2 20 110

WG287781CCB3 ~ CCB  08/12/10 22:39 u mg/L 09 0.9

Residue, Filterable (TDS) @180C SM2540C

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG287388

WG287388PBW PBW  08/05/10 16:00 u mg/L 20 20

WG287388LCSW  LCSW  08/05/10 16:01  PCN34810 260 248 mgll 954 80 120

WG287388PQV PQV  08/05/10 16:02  WC100805-1 20 12 mg/L 60 50 150

L83587-03DUP DUP  08/05/10 16:29 260 262 mg/L 08 20
WG287389

WG287389PBW PBW  08/05/10 16:30 u mg/L 20 20

WG287389LCSW  LCSW  08/05/10 16:31  PCN34810 260 242 mg/l  93.1 80 120

L83595-04DUP DUP  08/05/10 16:45 600 592 mg/L 13 20

Residue, Non-Filterable (TSS) @105C SM2540D

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit Qual
WG287392

WG287392PBW PBW 08/05/10 16:10 U mg/L -15 15

WG287392LCSW LCSW 08/05/10 16:11  PCN34810 160 153 mg/L 95.6 80 120

L83601-02DUP DUP 08/05/10 16:25 U u mg/L 0 20 RA
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AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487

(800) 334-5493

Energy Fuels Resources Corporation

Inorganic QC

Summary

ACZ Project ID: L83587

Project ID: PINON RIDGE

Selenium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG288067

WG2880671CV ICV 08/18/10 14:31  MS100812-2 .05 .05288 mg/L 105.8 90 110

WG2880671CB ICB 08/18/10 14:38 u mg/L -0.00022 0.00022

WG288067PQV PQV 08/18/10 14:42  MS100805-2 .00025025 .00022 mg/L 87.9 70 130

WG288067LFB LFB 08/18/10 14:46  MS100811-2 .05005 .04804 mg/L 96 85 115

L83587-01AS AS 08/18/10 14:53  MS100811-2 .05005 .0006 .05489 mg/L 108.5 70 130

L83587-01ASD ASD 08/18/10 14:56  MS100811-2 .05005 .0006  .05631 mg/L 111.3 70 130 255 20
WG288067CCV1 CcVv 08/18/10 15:11  MS100812-5 .25025 2459 mg/L 98.3 90 110

WG288067CCB1 CCB 08/18/10 15:14 u mg/L -0.0003  0.0003

WG288067CCV2 ccv 08/18/10 15:54  MS100812-5 .25025 2479 mg/L 99.1 90 110

WG288067CCB2 CCB 08/18/10 15:57 u mg/L -0.0003  0.0003

WG288067CCV3 Cccv 08/18/10 16:31  MS100812-5 .25025 .2306 mg/L 92.1 90 110

WG288067CCB3 CCB 08/18/10 16:34 u mg/L -0.0003  0.0003

Silver, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit Qual
WG287781

WG287781ICV ICV 08/12/1020:32 111006221 1.001 .953 mg/L 95.2 95 105

WG287781ICB ICB 08/12/10 20:35 U mg/L -0.03 0.03

WG287781PQV PQv 08/12/1020:39  11100723-5 .025 .025 mg/L 100 70 130

WG287781SIC SIC 08/12/1020:43  11100720-2 A1 .086 mg/L 86 80 120

WG287781LFB LFB 08/12/1020:50  11100809-2 5 486 mg/L 97.2 85 115

L83587-01AS AS 08/12/10 20:57  11100809-2 5 U 422 mg/L 84.4 85 115 M2 ZA
L83587-01ASD ASD 08/12/1021:01  11100809-2 5 U 412 mg/L 82.4 85 115 2.4 20 M2 ZA
WG287781CCV1 CCv 08/12/1021:15  11100622-2 .5005 .48 mg/L 95.9 90 110

WG287781CCB1 CCB 08/12/10 21:19 u mg/L -0.03 0.03

WG287781CCV2 Cccv 08/12/1021:59  11100622-2 .5005 AT7 mg/L 95.3 90 110

WG287781CCB2 CCB 08/12/10 22:02 u mg/L -0.03 0.03

WG287781CCV3 Cccv 08/12/1022:35  11100622-2 .5005 A74 mg/L 94.7 90 110

WG287781CCB3 CCB 08/12/10 22:39 U mg/L -0.03 0.03

Thallium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QC Sample Found Units Rec Lower Upper RPD Limit Qual
WG288067

WG288067I1CV ICV 08/18/10 14:31  MS100812-2 .05 .05471 mg/L 109.4 90 110

WG288067ICB ICB 08/18/10 14:38 u mg/L -0.00022 0.00022

WG288067PQV PQV 08/18/10 14:42  MS100805-2  .000501 .00048 mg/L 95.8 70 130

WG288067LFB LFB 08/18/10 14:46  MS100811-2 .0501 .05147  mg/L 102.7 85 115

L83587-01AS AS 08/18/10 14:53  MS100811-2 .0501 U .05402 mg/L 107.8 70 130

L83587-01ASD ASD 08/18/10 14:56  MS100811-2 .0501 U .05438 mg/L 108.5 70 130 066 20
WG288067CCV1 Cccv 08/18/10 15:11  MS100812-5 A1 .09729 mg/L 97.3 90 110

WG288067CCB1 CCB 08/18/10 15:14 u mg/L -0.0003  0.0003

WG288067CCV2 CCcv 08/18/10 15:54  MS100812-5 A .09827 mg/L 98.3 90 110

WG288067CCB2 CCB 08/18/10 15:57 u mg/L -0.0003  0.0003

WG288067CCV3 Cccv 08/18/1016:31  MS100812-5 A .09224  mg/L 92.2 90 110

WG288067CCB3 CCB 08/18/10 16:34 u mg/L -0.0003  0.0003

REPIN.01.06.05.01
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AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487

(800) 334-5493

Inorganic QC

Summary

Energy Fuels Resources Corporation

ACZ Project ID: L83587

Project ID: PINON RIDGE

Uranium, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN Qc Sample Found Units Rec Lower Upper RPD Limit
WG288067

WG2880671CV ICV 08/18/10 14:31  MS100812-2 .05 .0524 mg/L 104.8 90 110

WG2880671CB ICB 08/18/10 14:38 u mg/L -0.00022 0.00022
WG288067PQV PQV 08/18/10 14:42  MS100805-2 .0005 .00049 mg/L 98 70 130
WG288067LFB LFB 08/18/10 14:46  MS100811-2 .05 .05116  mg/L 102.3 85 115

L83587-01AS AS 08/18/10 14:53  MS100811-2 .05 .0072 .06166 mg/L 108.9 70 130

L83587-01ASD ASD 08/18/10 14:56  MS100811-2 .05 .0072  .06221 mg/L 110 70 130 089 20
WG288067CCV1 ccv 08/18/10 15:11  MS100812-5 A .09833 mg/L 98.3 90 110
WG288067CCB1 CCB 08/18/10 15:14 u mg/L -0.0003  0.0003
WG288067CCV2 ccv 08/18/10 15:54  MS100812-5 A .09777  mg/L 97.8 90 110
WG288067CCB2 CCB 08/18/10 15:57 u mg/L -0.0003  0.0003
WG288067CCV3 Cccv 08/18/10 16:31  MS100812-5 A1 .09197 mg/L 92 90 110
WG288067CCB3 CCB 08/18/10 16:34 u mg/L -0.0003  0.0003

Vanadium, dissolved M200.7 ICP

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit
WG287781

WG287781ICV ICV 08/12/1020:32 111006221 2 1.9245 mg/L 96.2 95 105

WG287781ICB ICB 08/12/10 20:35 .007 mg/L -0.015 0.015
WG287781PQV PQV 08/12/1020:39  11100723-5 .025 .0279 mg/L 111.6 70 130

WG287781SIC SIC 08/12/1020:43  11100720-2 A 1046 mg/L 104.6 80 120
WG287781LFB LFB 08/12/1020:50  11100809-2 5 4882 mg/L 97.6 85 115

L83587-01AS AS 08/12/10 20:57  11100809-2 5 .036 .5498 mg/L 102.8 85 115

L83587-01ASD ASD 08/12/1021:01  11100809-2 5 .036 .5459 mg/L 102 85 115 0.71 20
WG287781CCV1 Cccv 08/12/1021:15  11100622-2 1 .9553 mg/L 95.5 90 110
WG287781CCB1 CcCB 08/12/10 21:19 U mg/L -0.015 0.015
WG287781CCV2 Cccv 08/12/1021:59  11100622-2 1 .9554 mg/L 95.5 90 110
WG287781CCB2 CCB 08/12/10 22:02 u mg/L -0.015 0.015
WG287781CCV3 Cccv 08/12/1022:35  11100622-2 1 9477 mg/L 94.8 90 110
WG287781CCB3 CCB 08/12/10 22:39 u mg/L -0.015 0.015

Zinc, dissolved M200.8 ICP-MS

ACZID Type Analyzed PCN/SCN QcC Sample Found Units Rec Lower Upper RPD Limit
WG288067

WG288067I1CV ICV 08/18/10 14:31  MS100812-2 .05 .0504 mg/L 100.8 90 110

WG288067ICB ICB 08/18/10 14:38 u mg/L -0.0044  0.0044
WG288067PQV PQV 08/18/10 14:42  MS100805-2 .0050005 .0047 mg/L 94 70 130
WG288067LFB LFB 08/18/10 14:46  MS100811-2  .050005 .0517 mg/L 103.4 85 115

L83587-01AS AS 08/18/10 14:53  MS100811-2  .050005 .004 .0576 mg/L 107.2 70 130
L83587-01ASD ASD 08/18/10 14:56  MS100811-2  .050005 .004 .0576 mg/L 107.2 70 130 0 20
WG288067CCV1 Cccv 08/18/10 15:11  MS100812-5  .50005 .5047 mg/L 100.9 90 110
WG288067CCB1 CCB 08/18/10 15:14 u mg/L -0.006 0.006
WG288067CCV2 CCcv 08/18/10 15:54  MS100812-5  .50005 .5001 mg/L 100 90 110
WG288067CCB2 CCB 08/18/10 15:57 u mg/L -0.006 0.006
WG288067CCV3 Cccv 08/18/1016:31  MS100812-5  .50005 AT4 mg/L 94.8 90 110
WG288067CCB3 CCB 08/18/10 16:34 u mg/L -0.006 0.006

REPIN.01.06.05.01
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/II:Z Laboratories, Inc. Inorganic Extended

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 Qua"fier Report
Energy Fuels Resources Corporation ACZ Project ID: L83587
ACZID WORKNUM PARAMETER METHOD QUAL DESCRIPTION
L83587-01 WG288037 Total Hot Plate Digestion M200.2 ICP DF Sample required dilution due to high sediment.
WG288163  Mercury, dissolved M245.1 CVAA MA Recovery for either the spike or spike duplicate was outside

of the acceptance limits; the RPD was within the
acceptance limits.

WG287781  Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA  Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

WG288014  Fluoride SM4500F-C DF Sample required dilution due to high sediment.
SM4500F-C RA Relative Percent Difference (RPD) was not used for data

validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

WG287368  Lab Filtration & Acidification SM 3030 B N1 See Case Narrative.

WG287388 Residue, Filterable (TDS) @180C SM2540C DD Sample required dilution due to matrix color or odor.

WG287392 Residue, Non-Filterable (TSS) @105C ~ SM2540D DF Sample required dilution due to high sediment.
SM2540D RA Relative Percent Difference (RPD) was not used for data

validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

L83587-02 WG288163 Mercury, dissolved M245.1 CVAA MA Recovery for either the spike or spike duplicate was outside
of the acceptance limits; the RPD was within the
acceptance limits.

WG287781  Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

WG288014  Fluoride SM4500F-C RA Relative Percent Difference (RPD) was not used for data
validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

WG287368  Lab Filtration & Acidification SM 3030 B N1 See Case Narrative.
WG287392 Residue, Non-Filterable (TSS) @105C ~ SM2540D DF Sample required dilution due to high sediment.
SM2540D RA Relative Percent Difference (RPD) was not used for data

validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

L83587-03 \WG288163 Mercury, dissolved M245.1 CVAA MA Recovery for either the spike or spike duplicate was outside
of the acceptance limits; the RPD was within the
acceptance limits.

WG287781  Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

WG288014  Fluoride SM4500F-C RA Relative Percent Difference (RPD) was not used for data
validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

WG287368 Lab Filtration & Acidification SM 3030 B N1 See Case Narrative.
WG287392 Residue, Non-Filterable (TSS) @105C ~ SM2540D DF Sample required dilution due to high sediment.
SM2540D RA Relative Percent Difference (RPD) was not used for data

validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

REPAD.15.06.05.01
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/II:Z Laboratories, Inc. Inorganic Extended

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 Qua'ifier Report
Energy Fuels Resources Corporation ACZ Project ID: L83587
ACZID WORKNUM PARAMETER METHOD QUAL DESCRIPTION
L83587-04 \WG288037 Total Hot Plate Digestion M200.2 ICP DF Sample required dilution due to high sediment.
WG288163  Mercury, dissolved M245.1 CVAA MA Recovery for either the spike or spike duplicate was outside

of the acceptance limits; the RPD was within the
acceptance limits.

WG287781  Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA  Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

WG288014  Fluoride SM4500F-C RA Relative Percent Difference (RPD) was not used for data
validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

WG287378  Lab Filtration SM 3030 B Q1 Sample integrity was not maintained. See Case Narrative.
WG287368  Lab Filtration & Acidification SM 3030 B N1 See Case Narrative.
WG287389  Residue, Filterable (TDS) @180C SM2540C Q1 Sample integrity was not maintained. See Case Narrative.
WG287392 Residue, Non-Filterable (TSS) @105C ~ SM2540D DF Sample required dilution due to high sediment.

SM2540D RA Relative Percent Difference (RPD) was not used for data

validation because the sample concentration is too low for
accurate evaluation (< 10x MDL).

L83587-05 WG288163 Mercury, dissolved M245.1 CVAA MA Recovery for either the spike or spike duplicate was outside
of the acceptance limits; the RPD was within the
acceptance limits.

WG287781  Silver, dissolved M200.7 ICP M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
M200.7 ICP ZA Poor recovery for Silver quality control is accepted due to

low Silver solubility in samples, digestates, or extracts that
do not contain sufficient Hydrochloric acid.

WG287378  Lab Filtration SM 3030 B Q1 Sample integrity was not maintained. See Case Narrative.

REPAD.15.06.05.01
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AL Z Lavoratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L83587-01

Project ID: PINON RIDGE Date Sampled: 07/30/10 14:20
Sample ID: SW-1 Date Received: 08/04/10

Locator: Sample Matrix: Surface Water

Gross Alpha, dissolved Prep Method:
M9310

Gross Alpha, dissolved 08/16/10 9:50 5.1 2.6 1.7 pCi/L * ted
Lead 210, dissolved Prep Method:

EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst

Lead 210, dissolved 08/25/10 13:59 5.6 2.1 5.1 pCi/L * mwm

Lead 210, total Prep Method:
EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Lead 210, total 08/25/10 15:44 220 10 13 pCi/L * mwm
Radium 226 + Alpha Emitting Radium Isotopes, dissolved Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 08/20/10 11:21 1.6 0.31 0.52 pCi/L * jig
Radium 226 + Alpha Emitting Radium Isotopes, total Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 08/20/10 11:21 180 8 3.1 pCi/L * jig
Radium 228, dissolved Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 228, dissolved 08/27/10 12:54 0.92 0.48 0.75 pCi/L ted
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Resulits
Energy Fuels Resources Corporation ACZ Sample ID: L83587-01

Project ID: PINON RIDGE Date Sampled: 07/30/10 14:20
Sample ID: SW-1 Date Received: 08/04/10

Locator: Sample Matrix: Surface Water
Radium 228, total Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units XQ Analyst
Radium 228, total 08/27/10 12:54 55 25 4 pCi/L * ted
Thorium, Isotopic Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 08/17/10 7:40 15 2.4 0.68 pCi/L * iig
Thorium 230 08/17/10 7:40 280 9.8 1.8 pCi/L * iig
Thorium 232 08/17/10 7:40 12.7 2.1 0.68 pCi/L * jig
Thorium, Isotopic (Dissolved) Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 08/17/10 7:40 0.06 0.29 0.27 pCi/L * jig
Thorium 230 08/17/10 7:40 1.3 0.48 0.7 pCi/L * jig
Thorium 232 08/17/10 7:40 0.1 0.15 0.27 pCi/L * jig
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Lavoratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L83587-02

Project ID: PINON RIDGE Date Sampled: 07/30/10 13:02
Sample ID: SW-2 Date Received: 08/04/10

Locator: Sample Matrix: Surface Water

Gross Alpha, dissolved Prep Method:
M9310

Gross Alpha, dissolved 08/16/10 9:51 4 2.5 1.7 pCi/L * tcd
Lead 210, dissolved Prep Method:

EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst

Lead 210, dissolved 08/25/10 13:59 1.8 1.5 3.9 pCi/L * mwm

Lead 210, total Prep Method:
EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Lead 210, total 08/25/10 15:44 7.3 25 5.9 pCi/L * mwm
Radium 226 + Alpha Emitting Radium Isotopes, dissolved Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 08/20/10 11:23 0.95 0.23 0.45 pCi/L * jig
Radium 226 + Alpha Emitting Radium Isotopes, total Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 08/20/10 11:23 5.8 0.83 1 pCi/L * jig
Radium 228, dissolved Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 228, dissolved 08/27/10 12:54 0.82 0.5 1.4 pCi/L tcd
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Resulits
Energy Fuels Resources Corporation ACZ Sample ID: L83587-02

Project ID: PINON RIDGE Date Sampled: 07/30/10 13:02
Sample ID: SW-2 Date Received: 08/04/10

Locator: Sample Matrix: Surface Water
Radium 228, total Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units XQ Analyst
Radium 228, total 08/27/10 12:54 3.6 1.1 2.2 pCi/L * tcd
Thorium, Isotopic Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 08/17/10 7:41 0.81 0.64 0.59 pCi/L * iig
Thorium 230 08/17/10 7:41 6.8 1.6 1.5 pCi/L * iig
Thorium 232 08/17/10 7:41 1.07 0.6 0.59 pCi/L * iig
Thorium, Isotopic (Dissolved) Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 08/17/10 7:41 -0.06 0.22 0.24 pCi/L * jig
Thorium 230 08/17/10 7:41 0.31 0.3 0.63 pCi/L * jig
Thorium 232 08/17/10 7:41 0.11 0.14 0.24 pCi/L * iig
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Lavoratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L83587-03

Project ID: PINON RIDGE Date Sampled: 07/30/10 15:18
Sample ID: SW-3 Date Received: 08/04/10

Locator: Sample Matrix: Surface Water

Gross Alpha, dissolved Prep Method:
M9310

Gross Alpha, dissolved 08/16/10 9:53 2 2 1.7 pCi/L * tcd
Lead 210, dissolved Prep Method:

EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst

Lead 210, dissolved 08/25/10 13:59 2.9 1.7 4.2 pCi/L * mwm

Lead 210, total Prep Method:
EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Lead 210, total 08/25/10 15:44 56 4.4 7.5 pCi/L * mwm
Radium 226 + Alpha Emitting Radium Isotopes, dissolved Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 08/20/10 11:24 0.63 0.2 0.48 pCi/L * jig
Radium 226 + Alpha Emitting Radium Isotopes, total Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 08/20/10 11:24 43 37 27 pCi/L * jig
Radium 228, dissolved Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 228, dissolved 08/27/10 14:29 0.46 0.48 1.2 pCi/L tcd
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Resulits
Energy Fuels Resources Corporation ACZ Sample ID: L83587-03

Project ID: PINON RIDGE Date Sampled: 07/30/10 15:18
Sample ID: SW-3 Date Received: 08/04/10

Locator: Sample Matrix: Surface Water
Radium 228, total Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units XQ Analyst
Radium 228, total 08/27/10 12:54 4.3 2.3 5.7 pCi/L * ted
Thorium, Isotopic Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 08/17/10 7:43 94 1.9 0.66 pCi/L * iig
Thorium 230 08/17/10 7:43 61 4.6 1.7 pCi/L * iig
Thorium 232 08/17/10 7:43 9.88 1.8 0.66 pCi/L * iig
Thorium, Isotopic (Dissolved) Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 08/17/10 7:43 0.02 0.22 0.24 pCi/L * iig
Thorium 230 08/17/10 7:43 0.15 0.24 0.63 pCi/L * iig
Thorium 232 08/17/10 7:43 0.06 0.08 0.24 pCi/L * jig
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Lavoratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Results
Energy Fuels Resources Corporation ACZ Sample ID: L83587-04

Project ID: PINON RIDGE Date Sampled: 07/30/10 16:30
Sample ID: SW-4 Date Received: 08/03/10

Locator: Sample Matrix: Surface Water

Gross Alpha, dissolved Prep Method:
M9310

Gross Alpha, dissolved 08/16/10 9:54 10 3.4 1.8 pCi/L * tcd
Lead 210, dissolved Prep Method:

EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst

Lead 210, dissolved 08/25/10 13:59 4.9 1.8 4.5 pCi/L * mwm

Lead 210, total Prep Method:
EICHROM, OTWO01

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Lead 210, total 08/25/10 15:44 180 8.2 11 pCi/L * mwm
Radium 226 + Alpha Emitting Radium Isotopes, dissolved Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 08/20/10 11:26 3.3 0.45 0.52 pCi/L * jig
Radium 226 + Alpha Emitting Radium Isotopes, total Prep Method:
M903.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 226 + Alpha 08/20/10 11:26 240 9.7 3.4 pCi/L * jig
Radium 228, dissolved Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Radium 228, dissolved 08/23/10 16:11 0.95 0.52 1.3 pCi/L tcd
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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AL Z Laboratories, Inc. RadioChemistry

2773 Downhill Drive Steamboat Springs, CO 80487  (800) 334-5493 Analytical Resulits
Energy Fuels Resources Corporation ACZ Sample ID: L83587-04

Project ID: PINON RIDGE Date Sampled: 07/30/10 16:30
Sample ID: SW-4 Date Received: 08/03/10

Locator: Sample Matrix: Surface Water
Radium 228, total Prep Method:
M904.0

Parameter Measure Date Prep Date Result Error(+/-) LLD Units XQ Analyst
Radium 228, total 08/27/10 12:54 6.7 2.4 4.8 pCi/L * ted
Thorium, Isotopic Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 08/17/10 7:44 19 2.7 0.71 pCi/L * iig
Thorium 230 08/17/10 7:44 400 12 1.9 pCi/L * iig
Thorium 232 08/17/10 7:44 16.9 25 0.71 pCi/L * iig
Thorium, Isotopic (Dissolved) Prep Method:
ESM 4506

Parameter Measure Date Prep Date Result Error(+/-) LLD Units p(e] Analyst
Thorium 228 08/17/10 7:44 -0.01 0.36 0.29 pCi/L * jig
Thorium 230 08/17/10 7:44 0.18 0.46 0.76 pCi/L * iig
Thorium 232 08/17/10 7:44 0.14 0.33 0.29 pCi/L * iig
REPRC.02.06.05.01 * Please refer to Qualifier Reports for details.
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/II:Z Laboratories, Inc. Radiochemistry

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Reference

Report Header Explanations

Batch A distinct set of samples analyzed at a specific time

Error(+/-)  Calculated sample specific uncertainty

Found Value of the QC Type of interest

Limit Upper limit for RPD, in %.

LCL Lower Control Limit, in % (except for LCSS, mg/Kg)

LLD Calculated sample specific Lower Limit of Detection

PCN/SCN A number assigned to reagents/standards to trace to the manufacturer's certificate of analysis
PQL Practical Quantitation Limit

QC True Value of the Control Sample or the amount added to the Spike

Rec Amount of the true value or spike added recovered, in % (except for LCSS, mg/Kg)
RER Relative Error Ratio, calculation used for Dup. QC taking into account the error factor.
UCL Upper Control Limit, in % (except for LCSS, mg/Kg)

Sample Value of the Sample of interest

QC Sample Types

DUP Sample Duplicate MS/MSD Matrix Spike/Matrix Spike Duplicate
LCSS Laboratory Control Sample - Soil PBS Prep Blank - Soil
LCSW Laboratory Control Sample - Water PBW Prep Blank - Water

QC Sample Type Explanations

Blanks Verifies that there is no or minimal contamination in the prep method procedure.
Control Samples Verifies the accuracy of the method, including the prep procedure.

Duplicates Verifies the precision of the instrument and/or method.

Matrix Spikes Determines sample matrix interferences, if any.

ACZ Qualifiers (Qual)
H Analysis exceeded method hold time.

Poor spike recovery accepted because the other spike in the set fell within the given limits.

High Replicate Error Ratio (RER) accepted because sample concentrations are less than 10x the MDL.
No nuclides detected above the Lower Limit of Detection (LLD)

High blank data accepted because sample concentration is 10 times higher than blank concentration
QC is out of control. See Case Narrative.

N X < cCc =3

Poor spike recovery is accepted because sample concentration is four times greater than spike concentration.

Method Prefix Reference

M EPA methodology, including those under SDWA, CWA, and RCRA

SM Standard Methods for the Examination of Water and Wastewater, 19th edition (1995) & 20th edition (1998).

D ASTM

RP DOE

ESM DOE/ESM

1) Solid matrices are reported on a dry weight basis.

2) Preparation method: "Method" indicates preparation defined in analytical method.

?3) QC results calculated from raw data. Results may vary slightly if the rounded values are used in the calculations.
4) An asterisk in the "XQ" column indicates there is an extended qualifier and/or certification

qualifier associated with the result.
For a complete list of ACZ's Extended Qualifiers, please click: http://www.acz.com/public/extquallist.pdf

REPIN09.12.29.01rc
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AEZ Laboratories, Inc.

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493

Radiochemistry QC

Summary

Energy Fuels Resources Corporation

ACZ Project ID: L83587

Project ID: PINON RIDGE

Gross Alpha, dissolved M9310 pCi/L

ACZID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG288134

WG287572PBW  PBW 08/16/10 .29 1.3 14 2.8

WG287572LCSW LCSW 08/16/10 RC091218-1 81.06 90 8.1 14 111 63 146

L83415-01DUP DUP-RER 08/16/10 24 5.6 2.3 31 6.2 2.3 0.84 2
L83587-03DUP DUP-RER 08/16/10 2 2 1.7 2.1 2 1.8 0.04 2
L83415-04MS MS 08/16/10 RC091218-1 81.06 33 6.5 23 63 8.7 2.3 37 63 146 M2
Lead 210, dissolved EICHROM, OTWO01 pCi/L

ACZID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG288669

L83587-04MS MS 08/25/10 RC100623-1 77.02 4.9 1.8 4.5 69 3.5 4.8 83.2 47 102

WG288034LCSW LCSW 08/25/10 RC100623-1 77.02 68 3.2 42 88.3 47 102

L83587-01DUP DUP-RER 08/25/10 5.6 21 5.1 3.7 1.6 4.1 0.72 2
WG288034PBW  PBW 08/25/10 2.5 1.9 4.8 9.6

Lead 210, total EICHROM, OTWO01 pCi/L

ACZID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG288670

L83587-01MS MS 08/25/10 RC100623-1 128.36 220 10 13 270 7.9 7.3 39 47 102 M2
L83587-02DUP DUP-RER 08/25/10 7.3 2.5 5.9 8.5 2.8 6.8 0.32 2
WG288036LCSW LCSW 08/25/10 RC100623-1 77.02 62 2.9 3.8 80.5 47 102

WG288036PBW  PBW 08/25/10 0 1.6 4.4 8.8

Radium 226 + Alpha Emitting Radium M903.0 pCi/L

Type Analyzed PCN/SCN QC Sample Error LLD Found Error Rec Lower Upper RPD/RER Limit Qual
WG288446
WG288024PBW  PBW 08/20/10 -02 007 0.6 1.2
WG288024LCSW LCSW 08/20/10 RC100624-2 23.92 18 1 0.53 753 71 121
L83682-02DUP DUP-RER 08/20/10 15 14 1.2 18 1.5 1.1 1.46 2
L83682-04MS MS 08/20/10 RC100624-2 47.83 2.2 048 0.86 23 1.6 0.9 43.5 71 121 M2
Radium 226 + Alpha Emitting Radium M903.0 pCi/L
ACZID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG288445
WG288024PBW  PBW 08/20/10 -02 007 0.6 1.2
WG288024L.CSW LCSW 08/20/10 RC100624-2 23.92 18 1 053 753 71 121
L83682-02DUP DUP-RER 08/20/10 15 1.4 1.2 18 1.5 1.1 1.46 2
L83682-06DUP DUP-RER 08/20/10 0.89 0.37 1.1 1.1 0.5 1.6 0.34 2
L83682-04MS MS 08/20/10 RC100624-2 47.83 2.2 048 0.86 23 1.6 0.9 43.5 71 121 M2

REPRC.01.06.05.01
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AEZ Laboratories, Inc. Radiochemistry QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L83587
Project ID: PINON RIDGE

Radium 228, dissolved M904.0 pCi/L

ACZID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG288521

WG287750LCSW LCSW 08/23/10 RC100813-2 12.3 16 0.96 1.3 130.1 49 132

WG287750PBW  PBW 08/23/10 .34 0.21 0.64 1.28

L83624-01DUP DUP-RER 08/23/10 0.12 0.46 1.3 19 0.45 1.3 0.1 2
L83624-02MS MS 08/23/10 RC100813-2 12.3 026 044 1.4 8.4 0.8 1.3 66.2 49 132

WG288861

WG288537PBW  PBW 08/27/10 .39 0.24 0.57 1.14

WG288537LCSW LCSW 08/27/10 RC100813-2 12.28 9.1 0.85 1 741 49 132

L83908-03MS MS 08/27/10 RC100813-2 61.42 7 24 3.9 51 4 4.6 71.6 49 132

L83908-01DUP DUP-RER 08/27/10 4.5 23 5 4.2 2.6 55 0.09 2
L83908-02DUP DUP-RER 08/27/10 8.8 2.2 3.4 7.2 2.3 5.6 0.5 2
Radium 228, total M904.0 pCi/L

ACZID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG288852

WG288537PBW  PBW 08/27/10 .39 0.24 0.57 1.14

WG288537LCSW LCSW 08/27/10 RC100813-2 12.28 9.1 0.85 1 741 49 132

L83908-03MS MS 08/27/10 RC100813-2 61.42 7 24 3.9 51 4 4.6 71.6 49 132

L83908-02DUP DUP-RER 08/27/10 8.8 2.2 3.4 7.2 2.3 5.6 0.5 2
L83908-01DUP DUP-RER 08/27/10 4.5 23 5 4.2 2.6 55 0.09 2
Thorium 228 ESM 4506 pCi/L

ACZID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG288233

WG287762PBW  PBW 08/17/10 0 0.2 0.23 0.46

L83414-01DUP DUP-RER 08/17/10 0.12 0.28 0.25 -.03 0.24 0.25 0.41 2
L83504-01DUP DUP-RER 08/17/10 019 0.23 0.24 0 0.26 0.24 0.55
WG288234

WG287762PBW  PBW 08/17/10 0 0.2 0.23 0.46

L83414-01DUP DUP-RER 08/17/10 0.12 0.28 0.25 -.03 0.24 0.25 0.41
L83504-01DUP DUP-RER 08/17/10 0.19 0.23 0.24 0 0.26 0.24 0.55
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AEZ Laboratories, Inc. Radiochemistry QC

2773 Downhill Drive  Steamboat Springs, CO 80487  (800) 334-5493 Summary
Energy Fuels Resources Corporation ACZ Project ID:  L83587
Project ID: PINON RIDGE

Thorium 230 ESM 4506 pCi/L

ACZID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG288233

WG287762PBW  PBW 08/17/10 36 028 059 1.18
WG287762LCSW LCSW 08/17/10 RC091215-1 162.12 190 5 067 1172 90 120

L83414-01DUP  DUP-RER 08/17/10 013 021 066 .16 028 065 0.83 2
L83504-01DUP  DUP-RER 08/17/10 052 034 062 .16 025 0.64 0.85 2
L83414-02MS  MS 08/17/10 RC091215-1 16212 001 02 061 180 48 067 111 90 120

WG288234

WG287762PBW  PBW 08/17/10 36 028 059 1.18
WG287762LCSW LCSW 08/17/10 RC091215-1 162.12 190 5 067 1172 90 120

L83414-01DUP  DUP-RER 08/17/10 013 021 066 .16 028 065 0.83 2
L83504-01DUP  DUP-RER 08/17/10 052 034 062 .16 025 0.64 0.85 2
L83414-02MS  MS 08/17/10 RC091215-1 16212 001 02 061 180 48 067 111 90 120

Thorium 232 ESM 4506 pCi/L

ACZID Type Analyzed PCN/SCN QC Sample Error LLD Found Error LLD Rec Lower Upper RPD/RER Limit Qual
WG288233

WG287762PBW  PBW 08/17/10 A3 012 023 0.46

L83414-01DUP  DUP-RER 08/17/10 009 01 025 .03 006 025 0.51 2
L83504-01DUP  DUP-RER 08/17/10 003 01 024 06 012 024 0.57 2
WG288234

WG287762PBW  PBW 08/17/10 A3 012 023 0.46

L83414-01DUP  DUP-RER 08/17/10 009 01 025 .03 006 025 0.51 2
L83504-01DUP  DUP-RER 08/17/10 003 01 024 06 012 024 0.57 2
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/II:Z Laboratories, Inc. RadChem Extended

2773 Downhill Drive ~ Steamboat Springs, CO 80487  (800) 334-5493 Qu alifier Report
Energy Fuels Resources Corporation ACZ Project ID: L83587
ACZID WORKNUM PARAMETER METHOD QUAL DESCRIPTION
L83587-01 WG288134 Gross Alpha, dissolved M9310 D1 Sample required dilution due to matrix.
M9310 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288670 Lead 210, total EICHROM, OTWO01 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288446 Radium 226 + Alpha Emitting Radium M903.0 M2 Matrix spike recovery was low, the recovery of the
Isotopes, disso associated control sample (LCS or LFB) was acceptable.
WG288445 Radium 226 + Alpha Emitting Radium M903.0 DF Sample required dilution due to high sediment.
Isotopes, total
M903.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288852 Radium 228, total M904.0 DF Sample required dilution due to high sediment.
L83587-02 \WG288134 Gross Alpha, dissolved M9310 D1 Sample required dilution due to matrix.
M9310 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288670 Lead 210, total EICHROM, OTWO01 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288446 Radium 226 + Alpha Emitting Radium M903.0 M2 Matrix spike recovery was low, the recovery of the
Isotopes, disso associated control sample (LCS or LFB) was acceptable.
WG288445 Radium 226 + Alpha Emitting Radium M903.0 DF Sample required dilution due to high sediment.
Isotopes, total
M903.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288852 Radium 228, total M904.0 DF Sample required dilution due to high sediment.
L83587-03 WG288134 Gross Alpha, dissolved M9310 D1 Sample required dilution due to matrix.
M9310 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288670 Lead 210, total EICHROM, OTWO01 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288446 Radium 226 + Alpha Emitting Radium M903.0 M2 Matrix spike recovery was low, the recovery of the
Isotopes, disso associated control sample (LCS or LFB) was acceptable.
WG288445 Radium 226 + Alpha Emitting Radium M903.0 DF Sample required dilution due to high sediment.
Isotopes, total
M903.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288852 Radium 228, total M904.0 DF Sample required dilution due to high sediment.
L83587-04 WG288134 Gross Alpha, dissolved M9310 D1 Sample required dilution due to matrix.
M9310 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288670 Lead 210, total EICHROM, OTWO01 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288446 Radium 226 + Alpha Emitting Radium M903.0 M2 Matrix spike recovery was low, the recovery of the
Isotopes, disso associated control sample (LCS or LFB) was acceptable.
WG288445 Radium 226 + Alpha Emitting Radium M903.0 DF Sample required dilution due to high sediment.
Isotopes, total
M903.0 M2 Matrix spike recovery was low, the recovery of the
associated control sample (LCS or LFB) was acceptable.
WG288852 Radium 228, total M904.0 DF Sample required dilution due to high sediment.

REPAD.15.06.05.01
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AEZ Laboratories, Inc. Certification

2773 Downbhill Drive ~ Steamboat Springs, CO 80487 (800) 334-5493 Qualifiers
Energy Fuels Resources Corporation ACZ Project ID: L83587
Radiochemistry
The following parameters are not offered for certification or are not covered by NELAC certificate #ACZ.

Lead 210, dissolved EICHROM, OTWO1

Lead 210, total EICHROM, OTWO1

Thorium 228 ESM 4506

Thorium 230 ESM 4506

Thorium 232 ESM 4506

Wet Chemistry

The following parameters are not offered for certification or are not covered by NELAC certificate #ACZ.
Lab Filtration SM 3030 B
Lab Filtration & Acidification SM 3030 B

REPAD.05.06.05.01
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ACZ Laboratories, Inc. Sample

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493 Receipt

Energy Fuels Resources Corporation ACZ Project ID: L83587

PINON RIDGE Date Received: 08/04/2010 10:34
Received By: gac
Date Printed: 8/4/2010

Receipt Verification
YES NO NA
Does this project require special handling procedures such as CLP protocol? X

1

2) Are the custody seals on the cooler intact? X

3) Are the custody seals on the sample containers intact? X

5
6
7

8) Are all samples within holding times for requested analyses?

Is the Chain of Custody complete?

Is the Chain of Custody in agreement with the samples received?

Is there enough sample for all requested analyses?

)
)
)
4) |s there a Chain of Custody or other directive shipping papers present?
)
)
)
)

XXX X X X

9) Were all sample containers received intact?

10) Are the temperature blanks present?
11) Are the trip blanks (VOA and/or Cyanide) present?
12) Are samples requiring no headspace, headspace free?

X X | X| X

13) Do the samples that require a Foreign Soils Permit have one?

Exceptions: If you answered no to any of the above questions, please describe

N/A

Contact (For any discrepancies, the client must be contacted)

N/A

Shipping Containers

Cooler Id Temp (°C) |Rad (pR/hr) Client must contact ACZ Project Manager if analysis should not proceed for
2235 5.7 25 samples received outside of thermal preservation acceptance criteria.

287 4.6 22

2648 4.8 25

2273 7.2 23

PH for Red Cubes on Samples 01, 03 and 04 =7 after adding 10ml of Nitric.

REPAD.03.11.00.01
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AEZ Laboratories, Inc.

2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493

Sample

Receipt

Energy Fuels Resources Corporation

PINON RIDGE

ACZ Project ID: L83587
Date Received: 08/04/2010 10:34
Received By: gac
Date Printed: 8/4/2010

Sample Container Preservation

SAMPLE CLIENT ID

R

21 G<2 |BK<2|Y

2

YG<2| B<2 |0O<2|T>12| N/A | RAD

L83587-01 |[SW-1

L83587-02 |[SW-2

L83587-03 |SW-3

L83587-04 |SW-4

<
N
Y
N
N

< <|<|<|A

L83587-05 DUPLICATE

Sample Container Preservation Legend

Abbreviation Description

R Raw/Nitric
B Filtered/Sulfuric
BK Filtered/Nitric

G Filtered/Nitric

(@) Raw/Sulfuric

P Raw/NaOH

T Raw/NaOH Zinc Acetate
Y Raw/Sulfuric

YG Raw/Sulfuric
N/A No preservative needed
RAD Gamma/Beta dose rate

Container Type
RED

BLUE

BLACK

GREEN
ORANGE
PURPLE

TAN

YELLOW
YELLOW GLASS
Not applicable
Not applicable

* pH check performed by analyst prior to sample preparation

Sample IDs Reviewed By:  gac

Preservative/Limits

pH must be < 2
pH must be < 2
pH must be < 2
pH must be < 2
pH must be < 2
pH must be > 12 *
pH must be > 12
pH must be < 2
pH must be < 2

must be < 250 pR/hr

EEEEES

REPAD.03.11.00.01
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| 2773 Downhill Drive Steamboat Springs, CO 80487 (800) 334-5493
Report to: ‘

ACZ  Laboratories, Inc. (_g9¢5 CHAIN of CUSTODY

Name: Zach Rogers

Company: Energy Fuels Resources

Address: 44 Union Blvd Suite 600
Lakewood, CQ 80228
Telephone: 303-974-2151

E-majl: Z.rogers@energyfuels.com

Opv of Repo D

Name: | E-mail;
Company: ‘ Telephone:
oice to
Name: Same asg above Address: Same as above
Company:
E-mail: Telephone:
If sample(s) received past holding time (HT), or if insufficient HT remains to complete YES |Yeg
anaiysis before expiration, shall ACZ proceed with requested short HT analyses? NO |ves

If "NO" then ACZ will contact client for further instruction. If neither "YES” nor "NO"
is indicated, ACZ will proceed with the requested analyses, even if HT is expired, and data will be quaiifed. .
PRCJECT INFORMATION ' . ANALYSES panysTED (attach /ist or use quote number)

. =
Quote #: SW-TRI,-4-Partial © =
- 2 I ™l O
Project/PO #: pifion Ridge glg & 8
Reporting state for compliance testing: No ‘g S. S g <§-
Sampler's Name: Jess W Fulbright oI I8 elm
Are any sarples NRC licensable material? No ; Q :@ -‘g r
AMP [ ATIO A d % ..,O_. T !%
Q-1 17-30-10:1420 |gy 9 |x |x
SWN-2 7-30-10:1302 SW 9 X '_Xd
Q-4 7“30“10:1630 SW 9 X X
Duplicate ' 7-30-10:XxXxXX SW 2 X

Matrix | SW (Surface Water) - GW (Ground Water) - WW (Waste Water) - DW (Drinking Water) - SL (Sludge)

- $0 {5oil) - OL (OH) - Other
REMARKS/ SAMPLE DISCLOSURES '

Field filtering not possible, all samples must be filtered in lab.
All times are mountain standard time. Samples contained in four

PAGE
gseparate coolers. 1
of
1
Please refer to ACZ's terms & conditions located on the reverse side of this COC.
[; D ) B A R DB NA
AN _ ls-2-10@1045 1 <
4 N F-4-10 4925
i g sem——
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